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INTRODUCTION 


The  overall  goal  of  this  multi-year  research  project  in  collaboration  with  the 
Walter  Reed  Army  Medical  Center  is  to  develop  the  necessary  technology  to 
make  the  proton  facility  that  is  being  constructed  in  Philadelphia  the  most 
advanced  proton  radiotherapy  center.  The  first  technology  (Phase  I)  is  the 
development  of  a  multileaf  collimator  (MLC)  for  proton  therapy  and  investigates 
the  issues  that  must  be  resolved  to  use  MLC  in  proton  therapy.  The  second 
technology  (  Phase  II)  under  study  is  the  optimization  of  the  spot  scanning 
delivery  technique  including  the  effects  of  organ  motion.  The  third  technology 
(Phase  III)  is  the  development  of  several  components  that  are  essential  for 
quality  and  efficient  delivery  of  proton  therapy.  The  technologies  in  this  award  are 
cone  beam  CT  for  proton  therapy  for  image-guided,  adaptive  radiotherapy, 
telemedicine  for  primarily  military  use  with  potential  use  in  the  civian  world  and 
the  development  of  a  decision-  making  algorithm  to  maximize  the  efficiency  of 
the  facility.  Phase  III  is  done  in  collaboration  with  the  Walter  Reed  Army  Medical 
Center  and  part  of  the  work  that  was  done  with  this  group  focused  on 
telemedicine  which  is  a  major  goal  for  the  military.  Much  of  Phase  III  of  the  award 
was  done  during  the  second  half  of  the  life  of  the  award  and  some  of  the 
projects  are  continuing  in  some  forms  in  Phase  IV,  V,  and  VI  of  this  grant.  The 
reports  here  including  some  work  which  is  done  in  these  phases.  This  report 
summarizes  the  progress  during  the  eight  years  of  the  project  in  the  relevant 
areas. 


Body 
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Phase  I.  Development  of  a  Multileaf  Collimator  for  Proton  Radiotherapy 


The  path  from  the  design,  through  the  manufacture  and  on  to  the  testing  and  deployment  of  the  proton 
multileaf  collimator  (MLC)  system  that  we  developed  in  collaboration  with  Varian  Medical  Systems 
and  Ion  Beam  Applications  S.A.  (IBA)  has  been  charted  extensively  in  quarterly  reports  spanning  from 
2006  to  2010.  The  device  was  cleared  by  the  FDA  in  late  2009  and  has  since  been  installed  on 
universal  nozzles  on  four  of  our  proton  gantries.  The  first  of  these  has  now  been  in  routine  clinical  use 
for  over  a  two-and-a-half  years.  In  this  final  report,  we  refresh  the  reader  on  the  need  for  a  proton 
MLC  and  then  highlight  some  of  the  key  steps  and  findings  along  the  way  from  the  drawing  board  to 
its  clinical  implementation. 

1.1.  Motivation 

Transverse  beam  collimation  in  double-scattered  and  uniform-scanned  proton  therapy  is  achieved  conventionally 
through  the  use  of  a  combination  of  snouts  and  patient-specific  brass  apertures  affixed  to  the  distal  end  of  the 
treatment  nozzle  (Figure  1.1).  While  being  effective  in  shielding  the  patient  from  high  doses  of  radiation  outside  of 
the  target  region,  this  approach  unfortunately  has  a  detrimental  effect  on  patient  throughput  and  departmental 
workload.  A  separate  aperture  must  be  fabricated  for  each  treatment  port  of  each  patient,  leading  to  a  financial  cost 
in  purchasing  the  raw  materials,  a  time  cost  in  the  manufacturing  process,  and  the  requirement  of  storage  space  and 
clear  identification.  Furthermore,  for  a  patient  requiring  multiple  treatment  ports,  the  therapist  must  enter  the 
treatment  room  to  change  apertures — a  time-consuming  process  and  one  that  also  requires  the  repetitive  lifting  of 
heavy  loads  (up  to  ~25  kg  for  the  heaviest  apertures). 

The  deficiencies  of  apertures  can  be  overcome  through  the  use  of  an  MLC  (Figure  1.2).  This  solution  has,  of  course, 
been  adopted  by  x-ray  therapy  for  many  years  and,  indeed,  led  to  the  advent  of  intensity-modulated  radiation  therapy 
(IMRT).  Flowever,  because  the  physical  interactions  of  protons  and  photons  with  matter  are  fundamentally  different, 
it  is  not  as  straightforward  a  task  as  might  first  be  thought  to  adapt  a  photon  MLC  for  use  in  proton  therapy.  Photons, 
on  the  one  hand,  are  massless,  uncharged,  indirectly-ionizing  particles.  Their  fluence  drops  roughly  exponentially 
with  radiological  depth  in  matter  through  interactions  with  atomic  electrons.  Consequently,  some  ever-decreasing 
fraction  of  photons  will  be  transmitted  through  any  collimating  device  as  its  shielding  thickness  is  increased.  The 
out-of-field  shielding  for  photon  beams  is  therefore  designed  to  reduce  this  transmitted  radiation  to  an  acceptable 
level.  Protons,  on  the  other  hand,  are  massive,  charged,  directly-ionizing  particles.  Their  fluence  drop  with  depth  is 
instead  due  to  inelastic  nuclear  collisions  and  is,  in  general,  much  slower  than  for  photons  (~1%  per  centimeter  of 
water).  Moreover,  in  contrast  with  photons,  protons  lose  energy  continuously  via  inelastic  collisions  with  atomic 
electrons,  and  they  thus  possess  a  finite  range  beyond  which  their  fluence  falls  rapidly  to  zero.  In  proton  therapy  it  is 
therefore  possible  to  reduce  the  out-of-field  proton  dose  to  zero  by  employing  shielding  collimators  of  adequate 
thickness.  Flowever,  the  inelastic  nuclear  collisions  which  protons  undergo  in  high  atomic  number  materials,  such  as 
those  typically  used  in  beam  collimating  devices,  result  in  a  secondary  neutron  dose  that  is  potentially  of  much 
greater  concern  than  the  out-of-field  dose  in  x-ray  therapy. 

To  that  end,  we  undertook  extensive  Monte  Carlo  computer  simulation  studies  to  guide  the  development  of  a 
suitable  shielding  design  for  a  proton  MLC  and  partnered  with  Varian  and  IBA  to  bring  this  to  realization.  Our 
objective  was  to  design  a  solution  that  would  replace  the  standard  IBA  system  of  snouts  and  apertures  (Figure  1.1) 
without  requiring  significant  modifications  to  either  the  electronic  and  operational  aspects  of  the  tried-and-tested 
Varian  Millennium  photon  MLC  or  to  the  IBA  universal  nozzle.  The  latter  consideration  placed  stringent  constraints 
on  the  size,  shape  and  weight  of  the  device,  since  it  had  to  be  designed  to  be  able  to  translate  from  10  cm  to  55  cm 
upstream  of  isocenter,  to  rotate  by  ±95°  about  the  beam  axis,  to  split  apart  when  retracted  so  as  not  to  interfere  with 
the  delivery  of  pencil-beam  scanning  (PBS)  across  a  30  cm  x  40  cm  plane  at  isocenter,  and  to  be  less  than  -267  kg 
in  weight  in  order  to  cause  no  greater  deflection  of  the  nozzle  under  gravity  as  the  gantry  rotates  than  does  their 
conventional  snout  and  aperture  system.  Thus,  is  was  necessary  to  strike  a  balance  between  (i)  the  clinical 
specifications  (maximizing  field  size  and  leaf  overtravel  and  minimizing  degradation  of  the  penumbra),  which  favor 
longer,  less  thick  leaves,  (ii)  the  shielding  requirements  (minimizing  proton  leakage  dose,  maintaining  neutron 
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leakage  to  levels  no  worse  than  originate  from  conventional  brass  apertures,  and  avoiding  appreciable  activation), 
which  favor  thicker  leaves,  and  (iii)  the  logistical  constraints  (size,  shape  and  weight)  which  favor  shorter  leaves. 

1.2.  System  design 

Using  the  Geant4  (v9.1)  toolkit,  we  constructed  a  model  of  the  IBA  beam  delivery  nozzle  (Figure  1.3),  incorporating 
its  most  pertinent  components.  Primary  protons  were  generated  according  to  a  phase-space  derived  from  IBA  beam 
data  and  their  interactions  in  passing  through  the  double-scattering  system  were  simulated.  Uniform  scanning  was 
modeled  similarly,  though  with  the  scatterers  removed  from  the  beam-line  and  with  the  scan  pattern  designed  to 
reflect  a  beam  steered  magnetically  and  uniformly  across  a  plane  perpendicular  to  its  direction  of  propagation.  The 
design  of  the  MLC  and  its  support  structure  (Figure  1.4)  followed  an  iterative  process,  aimed  towards  finding  an 
acceptable  balance  between  the  clinical  specifications,  the  shielding  requirements  and  the  logistical  constraints.  The 
highest-energy  ( i.e .  most  penetrating),  maximally-modulated,  largest  field-size  settings  of  the  alternative  modes 
were  used  to  probe  the  evolving  leaf-bank  and  support  structure  designs,  leading  us  towards  an  optimal  solution. 

The  shielding  for  the  support  structure  was  designed  first.  Simulations  using  a  variety  of  different  possible  materials, 
shapes  and  sizes  for  the  various  shielding  candidate  components  were  performed,  employing  the  aforementioned 
beam-line  settings,  until  the  point  was  reached  where  proton  leakage  around  the  outsides  of  the  MLC  leaves  was 
reduced  to  an  acceptable  level  (Figure  1.5).  The  leaf  banks  were  assumed  to  be  infinitely  shielded  for  proton  leakage 
for  this  purpose.  Next,  the  design  of  the  leaves  themselves  was  addressed.  Early  on  it  was  decided  that  a  tungsten- 
based  alloy  would  be  the  material  of  choice  for  several  reasons:  first,  because  its  high  density  would  promote  a 
compact  design;  second,  because  Varian  has  a  wealth  of  experience  in  machining  it  to  high  tolerances;  and  third, 
because  its  activation  when  subjected  to  a  therapeutic  proton  beam  results  in  no  long-lived  radioisotopes.  Via 
simulations,  the  leaves  were  then  optimized  for  height,  length  and  shape,  for  the  number  and  depths  of  side  and  end 
steps,  and  for  the  chamfers  that  render  the  leaves  more  durable  over  time,  with  a  satisfactory  solution  indicated  by  an 
intraleaf  neutron  leakage  dose  no  worse  than  that  obtained  from  brass  apertures  and  an  interleaf  proton  leakage 
comparable  to  the  1-2%  photon  leakage  dose  typical  of  MLCs  employed  with  x-ray  linacs  (Figure  1.6). 

Our  final  design  comprised  50  leaf  pairs,  with  each  leaf  projecting  to  0.5  cm  at  isocenter  from  a  nominal  MLC 
elevation.  Each  leaf,  made  of  the  tungsten-based  alloy,  is  approximately  9  cm  high  (a  little  over  twice  the  range  in 
this  material  of  the  highest  energy  therapeutic  proton  beam)  and  1 1  cm  long  and  can  overtravel  the  central  axis  by 
1.5  cm  (Figure  1.7).  Proton  leakage  through  the  gaps  between  adjacent  leaves  in  the  same  bank  was  addressed  by 
incorporating  a  450  pm  side-step  running  the  half-height  of  each  leaf;  two  one-third-height  300  pm  steps  were 
similarly  introduced  to  the  leaf  ends  to  mitigate  against  proton  leakage  through  closed  leaf-pairs.  As  is  illustrated  in 
Figure  1.7,  the  shielding  part  of  the  prototype  leaf  is  based  on  three  trapezoids  (colored  red,  green  and  blue  in  the 
figure)  of  differing  lengths  stacked  on  top  of  one  other  and  displaced  with  respect  to  each  other  perpendicularly  to 
their  long  axes.  For  the  leaves  of  one  of  the  two  banks,  the  blue  length  exceeds  the  green  length,  as  the  green  length 
exceeds  the  blue  length  (the  reverse  applies  for  leaves  in  the  other  bank),  by  300  pm — the  size  of  each  of  the  two 
leaf-end  steps.  To  these  are  added  the  remaining  parts  of  the  450  pm-wide  side-steps  (cyan  and  magenta)  that 
protrude  along  the  leaf-travel  direction  to  the  same  extent  as  the  central  (green)  trapezoid,  and  perpendicular  to  it  to 
the  same  extent  as  the  upper  and  lower  trapezoids  (red  and  blue).  The  upper  and  lower  guides  (yellow)  and  the  leaf 
tails  (red  and  blue)  provide  the  necessary  support  for  the  leaf  motion  in  practice,  but  serve  little  shielding  purpose 
and  could  have  been  omitted  from  the  simulation  model.  The  leading  edges  of  the  leaf  face  are  all  smoothed  off  by 
650  pm-wide,  150  pm-deep  chamfers,  which  help  to  mitigate  wear  and  tear. 

Leaves  were  assembled  into  position  in  the  manner  shown  in  Figures  1.8  and  1.9.  An  ideal  shielding  trapezoid  is 
defined  as  that  which  has  a  half-angle  equal  to  l/50th  of  the  angle  subtended  by  a  125  mm  half-field  length  at  2330 
mm  SAD  (0.0614°),  and  a  base  length  equal  to  l/25th  of  the  length  of  that  half-field  projected  to  the  reference  plane 
300  mm  above  isocenter  (4.356  mm).  The  trapezoid  so-defined  is  copied  across  the  leaf  bank  with  adjacent  faces 
placed  in  contact,  and  the  center  of  the  distal  face  attached  to  a  plane  of  uniform  elevation.  The  leaf  banks  were  then 
populated  by  laying  identical  prototype  leaves  (with  the  exception  of  the  outermost  moving  leaves,  for  which  the 
outer  side-step  of  each  is  700  pm  wide  compared  to  the  450  pm  width  elsewhere)  over  each  of  the  ideal  shielding 
trapezoidal  templates,  with  the  sloping  leaf  faces  parallel  to  the  sloping  faces  of  these  trapezoids.  The  fixed  outboard 
leaves  (cyan  and  magenta)  were  positioned  similarly. 


6 


Figure  1. 10  compares  the  leakage  dose  into  a  water  phantom  resulting  from  the  delivery  of  the  same  worst-case 
scenario  proton  fluence  into  the  MLC  with  all  leaf-pairs  closed  or  into  a  65  mm  thick  brass  block  (which  the  MLC 
was  designed  to  replace)  at  the  culmination  of  the  design  optimization  process.  From  these,  it  is  evident  that  the 
leakage  dose  is  neutron-dominated  in  both  cases,  and  that  its  maximum  extent — on  entrance  to  the  phantom — is 
comparable.  Moreover,  as  the  leaf  thickness  extends  to  in  excess  of  twice  the  range  of  the  highest  energy  therapeutic 
proton  beam,  the  leaves  are  largely  self  shielding,  resulting  in  lower  energy  downstream  neutrons,  and  hence  a  lower 
dose  at  depth,  than  is  seen  from  the  brass  block. 

1.3.  System  testing 

Manufacturing  and  assembly  of  the  first  MLC  system,  according  to  our  design,  took  place  at  Varian  in  late  2008 
(Figure  1. 11),  while  delivery  to  the  University  of  Pennsylvania  and  integration  with  the  1BA  nozzle  in  the  first 
treatment  room  ensued  in  early  2009  (Figure  1.12).  Subsequently,  the  MLC  was  subjected  to  rigorous  testing  in  the 
proton  beam  in  order  to  interrogate  the  integrity  of  the  shielding  design  formulated  from  our  Monte  Carlo  simulation 
work.  We  performed  comprehensive  studies  of  proton  leakage  using,  in  turn,  a  uniform  scanned  beam  of  the  highest 
energy  and  a  double-scattered  beam  of  the  highest  energy  for  which  the  maximum  field-size  can  be  achieved  (akin 
to  our  simulation  studies).  Tests  were  conducted  with  the  MLC  fully  extended  (placing  the  distal  leaf-face  10  cm 
upstream  of  isocenter)  and  fully  retracted  (placing  it  55  cm  upstream  of  isocenter)  (Figure  1.13).  Measurements  in 
the  former  condition  sought  leakage  around  the  outsides  of  the  support  structure,  since  the  assembly  as  a  whole 
subtends  the  smallest  solid  angle  in  this  case;  measurements  in  the  latter  condition  sought  leakage  through  gaps 
within  the  support  structure,  since  any  gaps  would  then  present  the  largest  solid  angle.  We  used  a  combination  of 
Kodak  XV  film,  Gafchromic  film  and  IBA’s  MatrixX  ion  chamber  array  as  detecting  media  to  assess  the  leakage 
dose  as  a  fraction  of  the  mid-SOBP  open-field  dose  for  the  same  incident  beam. 

Unexpectedly,  on  first  testing  ~2%  leakage  dose  was  observed  over  considerable  volumes  in  uniform  scanning  mode 
with  the  MLC  fully  extended.  The  regions  concerned  lay  several  centimeters  outside  the  support  structure  walls 
(Figure  1.14).  The  image  of  a  wire  indicated  the  likely  presence  of  low  energy  x-rays,  presumably  generated  in  the 
upstream  shielding  material.  However,  the  residual  component  from  proton  radiation  was  more  concerning.  The 
source  of  these  protons  was  traced  to  bolt  holes  in  the  gear  shield  (Figure  1.14).  It  transpired  that  the  bolts  only 
partially  filled  the  holes  that  had  been  drilled  out  to  accommodate  them  and,  additionally,  that  a  ring  of  material  had 
also  been  removed  from  this  shield  to  facilitate  travel  of  the  ball-bearings  as  the  MLC  rotates.  In  collaboration  with 
Varian,  we  addressed  this  problem  retrospectively  by  installing  two  135°,  19  mm-thick,  42.5  mm-wide  steel  arcs 
(Figure  1.15).  Unfortunately,  the  problem  was  complicated  by  the  fact  that  adding  these  arcs  would  have  tipped  the 
MLC  over  its  maximum  tolerable  weight  limit.  Weight  added  here  had  to  be  compensated  by  weight  subtracted 
elsewhere  therefore.  The  implication  of  Varian’s  proposal  to  slough  material  from  the  interface  plate  (Figure  1.15) 
was  investigated,  again  by  using  our  Monte  Carlo  model  to  assess  the  impact  of  this  potential  course  of  action  on 
proton  and  neutron  leakage  dose  distributions  elsewhere.  The  proposal  proved  to  be  a  sound  one.  Varian 
manufactured  and  installed  the  new  plate  in  addition  to  the  steel  arcs,  and  further  tests  in  the  proton  beam 
demonstrated  that  the  solution  was  indeed  successful. 

1.4.  System  characteristics 

During  the  acquisition  of  in-air  profiles  of  square  fields  as  part  of  the  commissioning  process  of  the  treatment 
planning  system,  several  artifacts  of  the  leaf  design  were  noted  in  the  measurement  data. 

First,  pronounced  horns  were  observed  along  the  leaf-travel  direction  at  the  field-edge  (Figure  1.16);  their 
prominence  was  found  to  increase  with  beam  energy.  Measurements  in  water  showed  that  these  wash  out  rapidly 
with  depth,  however,  and  in  clinical  practice  they  would  therefore  be  readily  absorbed  by  a  range -compensator. 
Nevertheless,  we  were  able  to  reproduce  the  effect  using  our  Monte  Carlo  model  (Figure  1.17).  Furthermore,  by 
replacing  the  MLC  with  a  non-divergent  brass  aperture  in  our  simulations,  we  discovered  that  the  phenomenon  then 
appears  in  both  the  inline  and  crossline  directions.  By  tracking  protons  in  the  simulation  that  were  identified  as 
having  interacted  in  the  collimating  devices,  it  became  clear  that  the  source  of  the  horns  was  the  in-scattering  of 
protons  from  the  field-defining  aperture  (Figure  1.18).  Of  note,  the  extent  of  this  effect  is  much  reduced  in  our  MLC 
for  the  direction  perpendicular  to  leaf  travel,  where  the  leaf  sides  were  designed  to  closely  match  the  divergence  of 
the  beam,  while  along  the  leaf  travel  direction,  the  magnitude  of  the  effect  is  comparable  with  that  observed  with  the 
brass  block  (Figure  1.17). 
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Second,  the  in-air  penumbra  resulting  from  the  MLC  was  found  to  depend  on  the  direction  in  which  the  scan  was 
made,  while  the  pattern  of  behavior  differed  according  to  whether  a  double  scattering  or  uniform  scanning  beam  was 
being  delivered  (Figure  1.19).  For  double  scattering  beams  the  penumbrae  resulting  from  the  sides  of  the  leaves  are 
consistently  larger  than  those  from  the  leaf  ends.  For  the  worse  of  the  two  sides,  the  extent  can  be  as  large  as  1-2 
mm.  This  trend  tracks  with  collimator  rotation  angle.  For  uniform  scanning,  however,  the  sensitivity  to  the  MLC 
design  is  much  reduced.  The  penumbra  is  more  likely  governed  by  the  fact  that  the  effective  source  size  is  roughly 
an  order  of  magnitude  smaller  and  that  two  scanning  magnets  are  located  at  different  positions  along  the  beam 
direction.  As  would  be  expected  geometrically,  the  magnet  with  the  longer  SAD,  which  scans  in  the  crossline 
direction,  gives  rise  to  sharper  penumbrae.  Since  the  magnets  do  not  rotate  with  the  MLC,  in  uniform  scanning  the 
phenomenon  is  independent  of  the  MLC  rotation  angle. 


Figure  1.1.  The  snout  of  a  proton  therapy  treatment  nozzle  (left)  on  which  are  mounted  the  patient-field-specific 
brass  aperture  and  Lucite  (PMMA)  range-compensator  (right) 
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Figure  1.2.  Conceptual  drawing  of  the  multileaf  collimator  system  with  range -compensator  exchanger  fitted 
(left)  and  photo  of  the  real  thing  (minus  the  range  compensators)  (right). 


binary 

scatterer 

RM  wheel 


dipole  magnets 

contoured 
scatterer 


fixed  jaws 


MLC 

support 

structure 

leaves 


Figure  1.3.  Blueprint  (left)  and  Monte  Carlo  simulation  model  (right)  of  the  IBA  universal  nozzle. 
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Figure  1.4.  Monte  Carlo  simulation  model  ( left)  and  Varian  CAD  drawing  (right)  of  the  MLC  support  structure 
and  leaf  system.  The  system  interfaces  to  the  IBA  nozzle  via  the  rotatable  bearing.  The  range-compensator 
exchanger  (RCE)  is  also  shown  in  the  Varian  illustration. 
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Figure  1.5.  Pairs  of  orthogonal  cut-away  sections  of  the  MLC  system  (left)  and  the  resulting  entrance  dose 
distribution  attributable  to  leakage  protons  downstream  of  the  closed-leaf  system  (right)  at  various  stages  of 
the  iterative  design  process  for  the  support  structure:  initial  (top),  intermediate  (middle)  and  final  (bottom) 
scenarios.  Leakage  doses  are  shown  for  the  worst  case  combination  of  the  highest  energy  and  largest  field- 
size  and  are  normalized  to  the  open-field  mid-SOBP  dose  for  the  same  proton  fluence. 
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Figure  1.6.  2D  (left)  and  pairs  of  orthogonal  ID  (right)  entrance  dose  distributions  (integrated  through  the 
band  delimited  by  the  dashed  lines  in  the  2D  distributions)  from  all  sources  of  leakage  downstream  of  the 
closed-leaf  MLC  system  at  various  stages  of  the  iterative  design  process  for  the  leaves  themselves:  initial 
(top),  intermediate  (middle)  and  final  ( bottom )  scenarios.  Leakage  doses  are  shown  for  the  worst  case  of  the 
highest  energy  and  are  normalized  to  the  open-field  mid-SOBP  dose  for  the  same  proton  fluence.  In  the  ID 
distributions  interleaf  leakage  is  colored  green,  intraleaf  leakage  is  blue  and  open-field  profiles  are  red. 
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Figure  1.7.  Monte  Carlo  simulation  model  of  a  leaf  shown  in  full  3D  and  in  2D  projections  (top),  complete  with 
the  steps,  chamfers  and  runners  shown  in  the  Varian  CAD  drawing  (bottom). 
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Figure  1.8.  Stacking  of  ideal  trapezoids  across  the  leaf  bank  (left)  and  placement  of  regular  moving  leaves 
(center  four  trapezoids),  moving  outboard  leaves  (second  and  seventh  trapezoids)  and  fixed  outboard  leaves 
(first  and  last  trapezoids)  (right).  Dimensions  are  exaggerated  for  clarity. 


Figure  1.9.  Monte  Carlo  simulation  model  (left)  and  Varian  CAD  drawing  (right)  of  the  MLC  leaf-banks  in 
3D  (top)  and  from  an  elevation  in  which  the  leaves  travel  in-and-out  of  the  plane  of  the  paper  (bottom). 
Dimensions  are  to  scale. 
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Figure  1. 10.  Longitudinal  leakage  dose  distributions  in  water  from  all  sources  of  leakage  downstream  of  the 
closed-leaf  MLC  system  in  the  final  design  (left)  and  downstream  of  a  brass  block  of  typical  thickness 
(right).  Leakage  doses  are  shown  for  the  worst  case  of  the  highest  energy  and  are  normalized  to  the  open- 
field  mid-SOBP  dose  for  the  same  proton  fluence.  Interleaf  leakage  is  colored  green,  intraleaf  leakage,  blue 
and  open-field  depth-dose  distributions,  red.  Measured  data  at  several  depths  for  the  case  of  the  MLC  are 
indicated  by  the  burgundy  stars. 
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Figure  1. 11.  Photos  of  the  MLC  system  in  various  stages  of  assembly. 
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Figure  1.12.  Photos  of  the  MLC  system  mounted  on  the  IBA  nozzle  prior  {left)  and  subsequent  (right)  to 
adornment  with  beautifying  covers. 


Figure  1.13.  Cut-away  illustrations  of  the  MLC  system  maximally  (left)  and  minimally  (right)  retracted 
within  the  IBA  nozzle,  showing  the  locations  of  radiographic  film  used  for  leakage  testing. 
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Figure  1.14.  Regions  of  clinically-significant  leakage  discovered  on  radiographic  fdm  downstream  of  the 
closed-leaf,  minimally  retracted  MLC  system,  shown  with  respect  to  the  positions  of  the  leaf  banks  ( top 
left),  together  with  the  dose  profde  along  the  vertical  red  line  inscribed  on  that  fdm  ( top  right);  and  origins 
of  the  leakage  traced  via  radiochromic  fdm  ( bottom  left)  to  inadequately-shielded  bolt  holes  in  the  bearing 
(bottom  right). 
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Figure  1.15.  Resolution  of  the  bolt-hole  leakage:  bolt-hole  shields  added  upstream  of  the  Varian/IBA 
translation  plate  with  the  additional  weight  contributed  offset  by  sloughing  material  from  that  plate. 


Figure  1.16.  Measured  in-air  crossline  (left)  and  inline  (right)  transverse  profiles  at  four  locations 
downstream  of  a  square  aperture  formed  by  the  MLC  leaves. 
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Figure  1.17.  Monte-Carlo-simulated  in-air  crossline  (top)  and  inline  ( bottom )  transverse  profdes 
downstream  of  a  square  aperture  formed  by  the  MLC  leaves  (left)  and  by  a  brass  aperture  (right). 
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Figure  1.18.  Monte-Carlo-simulated  dose  distributions  downstream  of  a  square  aperture  formed  by  the 
MLC  leaves  due  solely  to  protons  flagged  as  having  interacted  in  the  leaves  and  scattered  back  into  the 
field. 
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Figure  1.19.  Measured  in-air  penumbra  across  the  four  sides  of  a  square  field  shaped  by  the  MLC  as  a 
function  of  position  along  the  beam  direction  for  a  double  scattered  and  a  uniform  scanned  field  with  an 
MLC  rotation  angle  of  0°  (left)  and  90°  (right). 
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Phase  II:  Development  of  a  Scanned  Proton  Beam  System  for  Proton 

Radiotherapy 


Scan  Optimization 


Software  code  was  developed  by  Josh  Scheuermann  and  Mark  Ingram  to  cover  a  PTV  with  PBS  targets,  to  calculate 
dose  kernels  for  each  of  those  targets,  and  then  to  optimize  the  number  of  protons  for  each  target  in  attempt  to  fulfill 
a  given  list  of  constraints.  Two  optimization  algorithms  were  implemented:  Cimmino  and  a  standard  gradient 
method.  The  Cimmino  algorithm  is  a  feasibility  method  suited  to  the  radiation  therapy  inverse  problem  (Censor  et 
al.  1988). 

The  Cimmino  optimization  for  a  single-field  prostate  plan  with  1000  protons  per  spot  takes  about  an  hour  to 
converge.  It  requires  about  500  iterations,  (each  iteration  involves  projections  onto  all  the  constraint  subspaces)  for 
convergence.  The  convergence  behavior  is  shown  in  the  next  figure. 
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Figure:  Convergence  of  the  Cimmino  spot-weight  optimization  algorithm  for  the  single-field  IMPT  prostate 
plans  shown  in  previous  figures.  The  optimization  converges  after  about  500  iterations,  which  takes  3 
hours. 


For  the  calculation  of  the  dose  kernels,  Geant4  was  used  (Agostinelli  et  al.  2003).  In  Geant4, 
G4PhantomParameterisation  is  a  relatively  new  class  that  provides  an  algorithm  designed  for  fast  navigation  of 
particles  through  regular  voxelized  geometries.  This  is  the  fastest  navigation  algorithm  available  in  Geant,  and  does 
not  have  a  large  extra  memory  requirement.  Since  CT  datasets  are  voxelized  structures,  the 
G4PhantomParameterisation  class  is  well  suited  to  the  task  of  constructing  a  patient  geometry  from  a  CT  dataset. 
Previously  our  group  had  used  G4SmartVoxel  for  navigation,  which  builds  a  3D  grid  so  that  the  location  of  voxels 
can  be  retrieved  quickly,  but  requires  a  lot  of  memory  (order  IV3)  for  the  grid.  For  a  typical  CT  dataset,  the  old 
method  required  about  2  GB  of  memory.  With  G4PhantomParameterisation,  the  same  geometry  requires  only  300 
MB,  with  comparable  execution  times.  The  resulting  dose  kernels  thus  have  resolution  equal  to  that  of  the  CT 
scanners:  1  mm  x  1  mm  x  3  mm. 
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A  study  was  done  to  find  a  suitable  number  of  protons  per  spot,  and  eventually  a  value  of  1 000  was  selected.  The 
plan  shown  in  the  next  figure  was  optimized  using  kernels  with  1000  protons  per  spot.  Uniformity  of  dose  to  the 
PTVisnow+/- 15%. 


Besides  the  use  of  G4PhantomParameterisation,  the  CT  to  Geant4  geometry  conversion  was  improved  by  increasing 
the  density  resolution.  Instead  of  mapping  the  Hounsfield  Units  (HU)  into  density  bins  (of  width  10  kg/mA3),  we 
now  define  a  unique  density  for  each  Hounsfield  Unit.  The  density  resolution  is  thus  much  higher,  at  the  cost  of  a 
little  over  10  minute  overhead  at  the  start  of  each  simulation  process  to  construct  the  table  of  materials,  which 
typically  contains  over  3000  unique  materials  for  a  patient  CT  dataset.  The  material  compositions  are  based  on  data 
from  ICRU  Report  No.  46  (1992),  as  summarized  in  the  table  below.  Large  HU  values  (above  -1600),  are  difficult 
to  map  to  a  unique  atomic  composition,  and  should  be  chosen  on  a  per  patient  basis  given  some  knowledge  about 
any  implants  they  might  have. 
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Material 

H 

C 

N 

O 

Na 

P 

s 

Cl 

K 

Fe 

Mg 

Ca 

Air 

0.7 

0.3 

Lung,  Inhale 

0.103 

0.105 

0.031 

0.749 

0.002 

0.002 

0.003 

0.002 

0.003 

Lung,  Exhale 

0.103 

0.105 

0.031 

0.749 

0.002 

0.002 

0.003 

0.002 

0.003 

Adipose 

0.114 

0.598 

0.007 

0.278 

0.001 

0.001 

0.001 

Breast 

0.109 

0.506 

0.023 

0.358 

0.001 

0.001 

0.001 

0.001 

Water 

0.112 

0.888 

m 

m 

Muscle 

0.102 

0.143 

0.034 

0.710 

0.001 

0.002 

0.003 

0.001 

0.004 

Liver 

0.102 

0.139 

0.030 

0.716 

0.002 

0.003 

0.003 

0.002 

0.003 

Trabecular  Bone 

0.085 

0.404 

0.058 

0.367 

0.001 

0.034 

0.002 

0.002 

0.001 

0.001 

0.044 

Dense  Bone 

0.056 

0.235 

0.050 

0.434 

0.001 

0.072 

0.003 

0.001 

0.001 

0.001 

0.146 

The  calibration  of  CT  Hounsfield  unit  to  material  type  and  density  was  improved  early  this  past  report  year  to  allow 
a  wider  range  of  tissue  densities:  the  number  of  density  bins  for  the  phantom  materials  was  increased  by  a  factor  of 
10.  Additionally,  a  water  equivalent  CT  calibration  was  implemented  that  can  be  used  to  investigate  some  of  the 
shortcomings  of  Eclipse,  which  uses  water  equivalent  materials  everywhere  for  its  dose  calculations.  Use  of  the 
water  equivalent  calibration  helped  to  understand  the  origin  of  some  dose  inhomogeneities  in  the  Cimmino  spot 
weight  optimization  code,  as  described  below,  but  we  intend  to  implement  a  more  suitable  CT  calibration  like  that 
developed  by  Paganetti  et  al.  (2008),  which  only  needs  to  be  adjusted  to  account  for  differences  between  CT  scanner 
hardware  and  scanning  protocol.  The  file  format  for  Monte  Carlo  generated  kernels  files  was  changed.  This  permits 
full-resolution  dose  kernel  data  to  be  written  to  disk,  facilitates  parallel  calculation  of  dose  kernels,  and  allowed 
multi-field  spot-weight  optimization.  The  kernel  generation  code  was  underestimating  the  energy  needed  to  reach 
targets  in  the  patient  phantom.  This  is  presently  worked  around  by  adding  energy  layers  distal  to  the  PTV,  and  could 
be  improved  further  as  a  student  project,  by  working  out  a  relationship  between  the  particle  range  in  the  continuous 
slowing  down  approximation,  and  the  depth  of  the  Bragg  Peak.  Additional  spots  are  also  added  around  the  target 
volume  to  ensure  coverage.  Improvements  to  the  spot  weight  optimization  code  were  necessary  mostly  to  reduce  the 
memory  requirement  in  order  to  allow  multi-field  optimization.  By  improving  memory  management  by  our 
implementation  of  the  Cimmino  algorithm,  we  reduced  the  optimization  time  by  a  factor  of  8.  We  also  expanded  the 
dose  objective  capabilities  for  the  Cimmino  optimization:  the  planner  may  now  specify  single -ended  inequality 
constraints  in  addition  to  the  double-ended  inequalities  from  before.  Single-ended  constraints  are  useful  to  lower  the 
patient  integral  dose,  for  example,  by  specifying  that  all  tissues  outside  the  treatment  volume  be  below  some 
threshold. 

The  next  figure  showns  a  more  realistic  two-field  proton  plan,  optimized  using  the  Cimmino  implementation  at 
Penn.  This  optimization  gave  a  cold  spot  in  the  PTV,  which  appears  yellow  in  the  lower  right  dose  slice  of  the  next 
figure.  The  optimizer  has  turned  up  the  intensity  of  spots  to  that  region,  resulting  in  a  hot  ring  around  the  cold  spot. 

It  was  determined  that  the  Hounsfield  unit  values  corresponding  to  the  voxels  in  the  cold  spot  are  higher  (greater 
than  50)  than  the  rest  of  the  PTV.  The  CT  dataset  was  examined,  and  there  is  no  anatomical  feature  corresponding  to 
the  cold  spot.  In  this  case,  the  cold  spot  is  an  unrealistic  artifact  resulting  from  the  stopping  power  calibration. 
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Two-field  1MPT  prostate  plan.  In  the  lower-right  slice  of  the  dose  colorwash,  a  cold  spot  (yellow)  can  be 
seen  in  the  PTV.  The  spot  size  is  1  cm  FWHM  at  this  depth.  The  intensity  of  spots  near  the  cold  spot  have 
been  increased  by  the  optimization  in  order  to  bring  the  dose  closer  to  prescription  (100  Gy),  resulting  in  a 
hot  ring  balanced  by  a  cold  center  of  dose.  The  center  is  cold  because  of  a  discontinuity  in  the  HU-to- 
stopping-power  calibration  curve. 


The  stopping  power  calibration  is  plotted  below.  The  calibration  in  use  is  the  calibration  contained  in  the  Geant4 
DICOM  example  code,  but  with  a  factor  of  ten  higher  density  resolution.  The  full  range  of  Hounsfield  units  is 
divided  into  10  subranges,  and  a  unique  material  composition  is  assigned  to  each  subrange.  The  density  also  varies 
as  a  function  of  the  Hounsfield  unit,  with  a  unique  density  for  each  HU  value.  When  the  proton  stopping  power  that 
results  from  the  Geant4  example  calibration  is  plotted,  it  can  be  seen  that  there  are  discontinuities  in  the  stopping 
power  curve.  The  discontinuity  at  about  HU  =  50  is  responsible  for  the  cold  spot  in  the  figure  above.  The  material  in 
the  cold  spot  has  a  lower  stopping  power  than  the  surrounding  tissue,  so  the  dose  deposited  there  is  lower. 
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HU 

Stopping  power  calibration  curves.  The  Geant4  example  curve  was  the  calibration  in  use  until  recently.  The 
discontinuities  in  the  stopping  power  result  in  inhomogeneities  in  dose-to-tissue  distributions. 


A  water  equivalent  stopping  power  calibration  was  implemented,  in  part  to  verify  that  the  cold  spot  would  be 
resolved.  The  water  equivalent  calibration  could  also  be  used  to  determine  the  effect  of  ignoring  material 
inhomogeneities  in  the  patient,  as  is  done  by  Eclipse.  Using  the  water-equivalent  calibration,  we  found  improved 
dose  homogeneity  to  the  PTV,  as  shown  in  the  next  figure.  The  coverage  to  the  PTV  for  the  plan  on  the  left  is  very 
good,  with  the  entire  PTV  receiving  >=  80  Gy  as  prescribed. 
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For  a  two-field  IMPT  prostate  plan,  effect  of  the  priority  parameter  for  dose  constraints.  Each  optimization  has  PTV  >=  80  Gy  and  other 
tissue  <=  50  Gy  objectives.  On  the  left,  the  priority  of  the  other  tissue  objective  is  0.01  (relative  to  the  PTV  objective),  in  the  middle  the 
priority  is  0. 1,  and  on  the  right  the  priority  is  1  (same  priority  as  the  PTV  objective).  The  dose  to  the  femoral  heads  can  be  reduced  by 
increasing  the  priority  of  the  body  dose  objective,  at  the  cost  of  poorer  PTV  coverage:  the  dose  to  the  periphery  of  the  PTV  on  the  left  is 
the  full  prescription  dose  (80Gy),  in  the  middle  it  is  75  Gy,  and  on  the  right  only  65  Gy. _ 

The  other  plans  in  the  figure  above  show  the  effect  of  increasing  the  priority  of  a  maximum  dose  objective  for  the 
tissue  outside  the  PTV.  An  objective  that  dose  outside  the  PTV  be  <=  50  Gy  was  included  in  the  optimization,  and 
the  priority  successively  increased.  The  dose  to  femoral  heads  should  typically  be  kept  below  50  Gy.  Increasing  the 
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priority  of  the  normal  tissue  objective  lowers  the  dose  to  the  femoral  heads,  at  the  cost  of  some  of  the  PTV  periphery 
does  not  receive  the  full  prescription  dose. 

Maura  Kirk  wrote  a  C++  class  to  write  dicom  RT  Dose  files.  That  allowed  dose  scored  on  the  voxelized  patient  CT 
geometry  to  be  written  to  a  dicom  file  that  could  then  be  opened  by  a  dicom  viewer.  We  used  Velocity  A1  to  open 
our  dose  files,  calculate  DVHs,  and  perform  registrations  and  deformations.  Velocity  can  open  the  dicom  structure 
files,  and  plot  the  physician-drawn  contours  with  the  CT  and  dose  data.  An  example  is  shown  in  the  next  figure, 
which  is  the  prostate  case  above,  optimized  with  Cimmino  using JVlonte-Carlo  calculated  pencil  beam  kernels. 
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We  were  concerned  with  the  ability  to  delivery  sufficient  proton  dose  at  shallow  depths  due  to  the  fact  that  the  IBA 
system  cannot  deliver  a  beam  to  the  nozzle  with  less  than  4  cm  range.  We  investigating  the  use  of  ridge  filters  and 
range  shifters  as  a  possible  solution. 

A  student  in  the  Master’s  of  Medical  Physics  program,  James  Durgin,  worked  on  simulations  to  determine  the  effect 
of  range  shifters  and  ridge  filters  on  scanned  pencil  beams.  One  ridge  filter  design  consisted  of  four  stacked  boxes. 
The  widths  of  the  boxes  were  adjusted  individually  to  create  a  more  uniform  Spread-Out-Bragg-Peak  (SOBP).  By 
using  a  100  MeV  pencil  beam  passed  through  a  PMMA  ridge  filter  with  dimensions  found  in  the  table  below,  a 
SOBP  of  9mm  is  created  within  +/-  1%  of  the  desired  dose.  This  design  also  retains  a  steep  distal  dose  falloff.  The 
observed  80-20%  distal  falloff  increases  less  than  0.5  mm  when  comparing  the  100  MeV  ridge  filter  SOBP  to  an 
unobstructed  pencil  beam. 


Water  Equivalent  Material  Distance  in  Terms  of  Ridae  Peak  Spacing 


1.1  cm 

12% 

0.825  cm 

22% 

0.55  cm 

32% 

0.275  cm 

55% 
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1.00  mm 


Figure:  Ridges  composed  of  stacked  boxes. 


The  improved  box  design  was  tested  using  several  materials,  positions  in  beam  nozzle,  and  beam  energies.  Since 
the  filter  is  defined  by  water  equivalent  depth,  PMMA,  polyethylene,  and  aluminum  all  produced  approximately  the 
same  SOBP.  A  similar  SOBP  was  also  observed  when  the  proximal  edge  of  the  ridge  filter  was  placed  on  the 
surface  of  a  phantom  or  at  25,  37,  and  50  cm  from  the  isocenter  at  10  cm  depth.  As  beam  energy  increases,  a 
significant  change  in  the  SOBP  is  observed.  This  change  is  greatest  at  high  energies  where  it  is  unlikely  the  ridge 
filter  will  be  used  and  is  relatively  small  in  the  range  that  would  be  used  to  treat  shallow  tumor  depths. 


SOBP  With  Increasing  Energy 


Figure:  Changing  SOBP  with  increasing  energy  for  a  1.1  cm  water  equivalent  ridge  filter  made  of  PMMA  and  placed  50  cm 
from  isocenter.  From  left  to  right:  100, 115, 150, 185,  205,  and  230  MeV. 


The  lateral  penumbra  for  ridge  filters  composed  of  different  materials,  positions  in  beam  nozzle,  and  thicknesses 
were  also  modeled.  Increasing  the  distance  from  patient  of  the  ridge  filter  significantly  increased  penumbra,  as 
shown  in  the  next  several  figures,  as  did  increasing  the  overall  thickness  of  the  ridge  filter.  Because  higher  Z 
materials  result  in  more  lateral  spreading  of  the  beam,  PMMA  had  a  slightly  degraded  penumbra  compared  to 
polyethylene  (<  0.5%  larger),  and  aluminum  gave  a  penumbra  that  was  about  3%  larger  than  PMMA. 
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Penumbra  and  Distance  of  Fixed  Box  RF 


50  cm  from 

iso 

Figure:.  Bottom  to  top:  penumbra  without  RF  and  RF  25,  37,  and  50  cm  from  isocenter. 


Figure:  Bottom  to  top:  penumbra  without  RF  and  RF  of  1.1,  2.2,  4.4,  and  6.6  cm  water  equivalent  PMMA. 
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Penumbra  of  Materials  Composing  Fixed  Box  RF 


-  No  Filter 

-  PMMA 
Polye 
Al 


Figure:  Bottom  to  top:  penumbra  without  RF,  for  polythene,  PMMA,  and  aluminum. 


Ridge  filters  were  also  compared  to  range  shifters  of  the  same  materials,  positions,  and  thicknesses.  Ridge  filters 
had  a  consistently  smaller  80-20%  penumbra  than  range  shifters.  This  difference  is  dramatic  for  aluminum  and  as 
distance  and  thickness  increases. 

James  arrived  at  a  design  for  a  ridge  filter  that  produces  a  flat  spread  out  Bragg  peak  (SOBP)  of  about  8  mm  width. 
The  design  is  shown  in  the  following  figure. 

Width  Height 
(mm)  (mm) 

0.060  2.311 

0.104  1.155 

0.110  1.155 


0.175  2.311 


0.275  2.311 

1  mm _ 

Figure:  A  scaled  cross  section  of  the  ridge  filter  consisting  of  5  segments  with  varying  widths  and  heights. 

That  design  would  be  difficult  to  machine,  because  of  the  ridges  with  thicknesses  less  than  100  um.  It  is  really  the 
ratio  of  the  width  of  each  ridge  to  the  width  of  the  entire  pattern  that  is  responsible  for  creating  the  flat  SOBP.  That 
is,  the  entire  design  can  be  scaled  in  the  dimension  of  the  filter  widths,  as  long  as  the  scale  of  the  filter  remains  small 
compared  to  the  size  of  the  beam  spot  that  strikes  the  ridge  filter,  to  avoid  having  any  shadow  from  ridge  filter  in  the 
dose  distribution.  James  looked  at  the  dose  profile  for  pencil  beams  delivered  through  the  ridge  filter  design  with  the 
lateral  dimensions  scaled  by  a  parameter  s,  labeled  “RF  Multiplication”  in  the  following  figure.  With  a  scaling  of 
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about  4  or  larger,  one  can  start  to  see  a  shadow  left  by  the  ridge  filter  in  the  beam  profile.  The  factor  of  4  is  valid  for 
a  ridge  filter  mounted  close  to  the  patient.  Because  additional  lateral  scatter  smears  the  shadow,  James  found  that  for 
a  ridge  filter  mounted  50  cm  from  isocenter,  a  scaling  factor  of  6  produced  a  good  profile.  Thus,  a  ridge  filter  with 
smallest  ridge  dimension  about  250  um  could  be  used  to  produce  an  SOBP  in  our  beam  line,  and  can  probably  be 


James  Durgin  also  studied  methods  for  treating  shallow  tumors  with  pencil  beam  scanning.  He  simulated  range 
shifters  for  shallow  depths,  and  investigated  the  effect  of  different  materials  and  different  mounting  positions  on  the 
beam  penumbra.  James  commissioned  the  Eclipse  treatment  planning  system  with  simulated  commissioning  data, 
and  studied  plan  cases  with  the  beam  modification  devices.  Test  treatment  plans  were  generated  to  determine 
coverage  for  a  prostate  and  brain  case.  These  test  plans  were  used  to  determine  the  clinical  impact  of  various 
configuration  parameters  including  use  of  range  shifters/ridge  filters,  lateral  spot  spacing,  and  energy  layer  spacing. 
Using  energy  layer  spacing  of  twice  range  sigma,  the  parallel  opposed  beams  for  the  prostate  case  each  required  25 
energy  layers  for  the  unobstructed  beam.  With  the  IB  A  ridge  filter,  this  decreased  to  21  energy  layers.  The  ridge 
filter  also  introduced  lateral  scattering,  which  decreased  the  total  number  of  spots  from  4481  to  3687  and  as  a  result 
reduced  plan  quality. 

For  a  shallow  brain  case,  a  7.5  cm  water  equivalent  range  shifter  showed  promise  over  an  unobstructed  beam.  The 
use  of  the  range  shifter  decreased  energy  layers  by  ~35%  both  per  field  and  total  energy  layers  per  plan.  In  this 
particular  case,  the  range  shifter  would  have  decreased  treatment  time  by  approximately  1.5  minutes  per  day  of 
treatment  assuming  3  seconds  to  switch  between  energy  layers. 
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Development  of  Dosimetry  Systems  for  Scanned  Beams: 

Three-Dimensional  Dosimetry  for  Proton  Therapy  using  Micromegas 
Detectors 

Derek  Dolney,  in  collaboration  with  Professor  Robert  Hollebeek  from  the  Physics  Department  at  the  University  of 
Pennsylvania,  has  developed  a  gas  chamber  layer  based  on  the  Micromegas  technology  (Giomataris  et  al.  1996, 
Giomataris  1998,  Giomataris  et  al.  2006,  Giomataris  2006,  Titov  2007).  Micromegas  was  developed  for  high-energy 
physics  experiments  at  CERN.  There  the  conditions  are  similar  since  the  CERN  chambers  also  see  extremely  high 
particles  rates.  However,  in  proton  therapy  one  is  typically  interested  in  integrated  measures  (dose)  rather  than 
counting  individual  pulses.  Therefore,  the  readout  electronics  for  the  proton  therapy  adaptation  will  be  somewhat 
different.  Derek  and  Professor  Hollebeek  have  succeeded  in  developing  a  working  two-dimensional  Micromegas 
layer  and  demonstrated  that  it  provides  better  (2D)  spatial  and  time  resolution  than  any  other  device  currently 
available  for  proton  therapy  beam  measurements.  A  publication  was  submitted  to  a  Special  Issue  titled  “Detectors 
for  Hadron  Therapy:  Operational  Principles,  Techniques,  and  Readout”  of  the  journal  Physics  Research 
International.  The  manuscript  is  expected  to  be  published  in  December  and  is  attached  as  an  Appendix  to  this  report 
and  will  be  referred  to  below  as  the  “PRI  manuscript”.  Derek  will  give  an  oral  presentation  of  that  work  at  the  2012 
Nuclear  Science  Symposium,  Medical  Imaging  Conference  in  Anaheim  at  the  end  of  October. 

The  final  goal  of  the  proton  dosimetry  project  is  to  develop  a  new  device  for  proton  dosimetry  with  resolution  in  all 
three  spatial  dimensions,  with  good  time  resolution,  that  can  be  used  to  characterize  rapidly  scanned  proton  pencil 
beams.  A  schematic  is  shown  in  the  next  figure.  Multiple  layers  of  the  two-dimensional  Micromegas  will  be  stacked 
to  provide  full  3D  dose  resolution.  In  addition,  the  layer  readout  is  fast,  so  that  the  device  will  in  fact  have  fine  time 
resolution.  The  device  could  be  called  a  4D  dose  monitor.  Such  a  technology  will  be  very  valuable  for  room 
commissioning  and  QA,  and  for  research  projects  involving  advanced  proton  delivery  techniques.  Because  proton 
therapy  is  just  now  becoming  widespread,  there  is  a  lack  of  tools  designed  specifically  for  protons,  but  since  proton 


2D  Micromegas  Layer 


3D  Detector  System  of 
Micromegas  Layers 


delivery  equipment  can  modulate  dose  in  full  3D,  commissioning  and  QA  hardware  would  ideally  be  3D  measuring 
devices.  Currently  in  the  clinic  we  use  2D  technologies  that  were  really  developed  for  MV -scale  photon  therapy. 
This  project  aims  to  develop  the  3D  technology  and  thereby  modernize  the  technology  available  for  proton  therapy 
beam  measurements. 

Here  is  summarized  entire  Micromegas  development  project.  This  is  exciting  research  that  will  continue  beyond  the 
end  of  this  award.  Derek  and  Bob  Hollebeek  prepared  and  submitted  an  NIH  R01  proposal  using  the  preliminary 
data  that  was  collected  during  the  award  period.  That  proposal  will  be  reviewed  in  February  or  March. 


Single  Channel  Prototypes 

The  conditions  for  a  proton  monitor  are  similar  to  those  for  inner  vertex  chambers  at  the  CERN  LHC  since  the 
CERN  chambers  see  extremely  high  particle  rates;  therefore  we  have  selected  the  initial  gas  for  testing  to  be  70/30 
Argon  CCB.  This  choice  is  based  on  having  extremely  low  radiation  ageing,  fast  drift  velocity  to  clear  the 
accumulated  charge,  no  flammable  components,  short  pulses,  and  good  time  and  spatial  resolution.  These  gases  have 
been  well  studied  and  their  properties  are  well  known.  The  next  figure  for  example  shows  the  drift  velocity  at  0.75 
kV/cm  to  be  about  2  cm  per  microsecond.  (Chang  et  al.  1992) 
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We  completed  the  construction  of  a  test  system  with  gas  supplies,  high  voltage  systems,  low  noise  preamps, 
oscilloscope,  radiation  sources,  a  pair  of  scintillators  for  using  cosmic  rays,  calibration  signals,  and  coincidence 
electronics  for  cosmic  ray  triggers.  The  test  system  also  has  a  multi-channel  analyzer  and  computer  system  for 
taking  pulse  spectra. 

Chamber  prototypes  are  constructed  from  modular  planes  and  can  be  easily  modified  or  combined  together.  The 
figure  below  shows  a  two  gap  prototype  which  was  constructed  from  a  pair  of  single  gap  systems 
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Operation  in  the  proton  and  electron  beams  will  require  an  adjustable  gain  in  the  gap  of  about  1  to  10.  While  gas 
gains  of  104  to  1  O'  are  possible  in  these  systems,  since  we  are  detecting  relatively  large  currents  rather  than 
individual  pulses,  the  required  gain  is  much  lower. 

During  Q1  2012,  Derek  and  Bob  Hollebeek  studied  various  construction  techniques  for  ionization  and  Micro megas 
chambers.  Two  designs  were  acheived  that  could  be  used  to  implement  a  wide  gap  (5mm)  or  small  gap  (1.67mm) 
ionization  chamber  using  either  a  wire  mesh  stretched  over  a  PVC  frame  or  braised  to  a  copper  ring.  They  also 
developed  a  technique  to  produce  a  laminate  of  an  insulating  mesh  and  the  wire  mesh  which  could  be  used  to 
produce  chambers  with  a  250  micron  gap.  Example  single-channel  prototypes  are  shown  in  the  next  figures. 
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When  under  voltage,  electrostatic  forces  eliminate  any  gap  between  the  insulating  mesh  and  the  cathode  surface.  In 
the  large  gap  chambers,  the  voltage  on  the  wire  mesh  is  positive  and  electrons  drift  toward  the  wires. 

In  a  Micromegas  hundred  micron  scale  gap  the  mesh  is  at  a  negative  voltage.  Electrons  drift  toward  the  mesh  due  to 
a  slightly  higher  drift  potential  then  pass  through  the  mesh  and  are  amplified  below  it.  This  has  numerous 
advantages  for  high  rate  environments  since  large  numbers  of  positive  ions  are  confined  to  the  region  below  the 
mesh. 

Measurements  were  performed  with  one  of  the  single-gap  Micromegas  prototypes  in  proton  room  #2  using  pencil- 
beam  delivery.  The  detector  was  placed  downstream  of  solid  water.  We  hoped  to  measure  a  Bragg  curve  this  way  to 
demonstrate  that  the  detector  does  not  quench  in  the  peak.  The  next  figure  shows  the  gain  curve  measured  with 
prototype  #2  in  the  proton  Treatment  Room  #2.  A  single  pencil  beam  of  maximum  energy  (226.7  MeV)  is  delivered 
through  the  center  of  the  prototype.  The  bias  voltage  is  the  potential  of  the  top  plate  that  defines  the  drift  region.  The 
mesh  is  held  at  80%  of  the  top  plate  (voltage  divider).  We  achieve  gains  of  30  or  so  with  this  prototype.  The  bias 
voltage  is  limited  by  arcing  inside  the  prototype.  The  amplification  gap  is  defined  by  a  1.7  mm  thick  spacer  ring  of 
diameter  10  cm.  At  high  voltage  the  mesh  deflects  towards  the  anode  and  eventually  arcs.  We  are  working  on  better 
ways  to  maintain  uniform  gaps  of  various  thicknesses.  One  solution  is  to  use  a  woven  fiberglass  or  PVC  screen.  Bob 
has  successfully  laminated  the  screen  to  a  copper  cathode,  but  the  gap  is  fixed  to  be  the  thickness  of  the  screen  (1 
mm).  We  have  assembled  a  thicker  gap  using  nylon  washers  as  spacers.  The  washers  are  also  1.7  mm  gap,  but  in  this 
case  they  are  arranged  in  a  grid.  This  prevents  the  mesh  from  deflecting  across  such  a  wide  area  and  the  performance 
is  somewhat  improved.  Of  course,  the  CERN  parts  are  laminated  with  Kapton  standoffs  spaced  every  5  mm  between 
the  mesh  and  cathode  which  maintain  a  uniform  gap,  but  we  need  prototypes  of  different  thicknesses  to  choose  the 
gap  dimensions  first  so  we  continue  to  try  to  develop  in-house  solutions. 
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Computer  Simulations  of  Micromegas  Chambers 

We  are  using  computer  simulations  for  guidance  in  making  design  choices  for  the  Micromegas  chambers.  We  have 
implemented  the  chamber  geometry  in  Geant4  Monte  Carlo  simulation  and  can  add  Micromegas  chambers  to  the 
existing  IBA  nozzle  simulation  code  already  developed  at  UPenn:  the  double-scattering  and  uniform-scanning 
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simulations  including  the  MLC  implemented  by  Chris  Ainsley,  and  the  pencil-beam  delivery  implemented  by  Derek 
Dolney.  The  next  figure  shows  a  Geant4  simulation  of  the  chamber  geometry  and  fields. 


We  are  also  using  the  Garfield  software  to  simulate  the  electromagnetic  field  in  the  chamber.  An  example  Garfield 
output  is  shown  next. 


We  are  using  these  field  simulations  to  guide  our  choices  of  operating  potentials,  gap  thicknesses,  and  to  help 
understand  some  of  our  measured  results.  We  have  not  chosen  materials  for  tissue-equivalence  because  it  will 
depend  on  the  final  dimensions,  mostly  the  gap  size.  Note  in  the  plot  on  the  right  that  the  fields  above  the  wire  mesh 
are  bent  in  such  a  way  as  to  produce  a  focusing  effect  toward  the  hole  for  electrons  travelling  out  of  the  upper  drift 
region. 

The  focusing  effective  produced  by  operating  with  the  mesh  at  negative  potential  relative  to  the  collecting  plate  was 
understood  to  be  important  for  stable  operation  at  high  beam  currents.  The  next  figure  compares  the  field  lines 
generated  by  the  two  polarities.  In  the  case  of  the  mesh  held  at  negative  potential  relative  to  the  collecting  electrode, 
a  high  field  region  is  created  in  the  relatively  narrow  amplification  gap  between  the  mesh  and  the  anode  where  gas 
gain  occurs.  The  shape  of  the  field  near  the  mesh  is  such  that  it  tends  to  focus  electrons  between  the  wires  of  the 
mesh  as  they  move  from  the  drift  gap  into  the  amplification  region.  Since  the  amplification  occurs  in  the  small  gap 
region,  positive  ions  can  be  cleared  out  more  quickly.  Alternatively,  the  configuration  with  the  mesh  held  positive 
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relative  to  the  electrodes  is  more  like  a  multi  wire  proportional  counter,  with  the  electrons  being  collected  at  the 
mesh.  Ionization  gain  occurs  near  the  mesh  wires  where  the  field  strength  is  very  high,  proportional  to  log  (r_wire/r). 
Some  gain  is  also  realized  in  the  amplification  gap  for  primary  ionization  produced  there,  however  primary  electrons 
from  the  drift  region  do  not  generally  cross  the  mesh  plane  and  the  number  of  primary  ions  produced  is  small.  A 
drawback  of  this  configuration  at  high  current  is  that  slowly  drifting  positive  ions  produced  near  the  mesh  wires  tend 
to  build  up  in  the  low  field  regions  that  can  be  seen  around  the  mesh  wires  in  the  next  figure.  A  buildup  of  positive 
ions  near  the  mesh  wires  has  the  effect  of  increasing  the  effective  wire  diameter,  r  wire,  and  so  this  type  of  chamber 
generally  has  less  gain  as  beam  current  increases.  We  found  by  measurements  in  proton  beams  of  the  gain  using  the 
two  polarities  that  the  mesh  held  negative  gives  the  ability  to  produce  higher  gains  and  that  the  gain  is  more  stable 
with  respect  to  variations  in  the  beam  current.  There  are  also  low  field  regions  in  the  configuration  with  the  mesh 
negative,  but  they  tend  to  be  located  just  above  the  mesh  wires  in  the  drift  gap,  where  an  accumulation  of  positive 
space  charge  may  tend  to  defocus  electrons  drifting  into  the  amplification  region,  however  the  gain  of  the  device  is 
observed  to  be  more  stable. 


We  have  implemented  the  copper  sheets,  printed  circuit  layers,  and  gas  in  Geant4  simulations  and  can  simulate  the 
three  modalities  of  proton  delivery  to  the  Micromegas  geometry  using  the  existing  simulation  code  including  the 
proton  MLC.  Some  simulation  results  of  SOBP  and  pristine  Bragg  peaks  deliveries  are  compared  with  data 
measured  by  a  Micromegas  prototype  in  the  following  sections. 

Multi  Strip  Prototype 

To  test  the  position  resolution  of  these  devices  in  electron  and  proton  beams,  we  have  constructed  a  prototype  with  a 
readout  plane  which  is  divided  into  8  strips  and  a  left  and  right  guard  region.  The  plane  is  divided  in  half  so  there  is 
an  upper  and  lower  half  making  20  channels  total.  The  first  20  channel  prototype  was  produced  in  Q1  2012  and  is 
shown  below. 
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CERN  Pilot  Device 

We  have  obtained  from  CERN  a  5-channel  pilot  Micromegas  device.  During  Q1  2012,  we  prepared  the  mechanical 
design  for  this  first  pilot  Micromegas  chamber  produced  at  CERN  using  the  BULK  micromegas  technique.  The  gap 
region  is  constructed  from  PEEK  insulators  and  also  provides  gas  inlets  and  outlets,  gas  seals,  and  provision  for  a 
spring  connection  to  the  mesh  plane. 

The  next  picture  shows  the  pilot  device  assembled  with  the  insulator  ring  visible.  The  cathode  layer  is  divided  into  a 
central  region  and  4  surrounding  regions  for  the  beam  test.  The  gap  size  is  300  microns.  The  mesh  is  supported 
above  the  cathode  by  the  small  support  posts  which  can  be  seen  distributed  on  the  surface.  The  mesh  HV  feed  is  on 
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Next  is  a  picture  of  the  bottom  side  of  the  pilot  where  the  5  regions  are  connected  to  output  cables  leading  to  the 
preamps. 
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The  pilot  device  has  been  tested  in  70/30  Argon  Co2  low  gain  gas  using  an  Fe55  source  which  is  embedded  within 
the  chamber.  The  pulse  height  spectrum  of  the  55  Fe  calibration  (Figure  6)  can  be  used  to  correct  for  variations  in 
the  absolute  gain  due  to  changes  in  gas,  voltage,  temperature,  or  pressure  since  it  measures  the  absolute  gain.  An 
example  spectrum  is  shown  in  the  next  figure.  The  smaller  peak  is  the  Argon  escape  peak. 


40 


pulse  height,  mV 

The  Fe55  source  provides  an  absolute  calibration  of  the  entire  chain  of  electronics  which  includes  the  chamber  gain, 
the  preamp  gain  and  the  amplifier  gain.  The  following  figure  shows  a  separate  calibration  of  the  preamp/amp  using 
an  injected  charge  pulse  which  allows  us  to  extract  the  chamber  gain.  Below  is  the  resulting  calibration  curve.  The 
calibration  was  stable  to  less  than  '/2%  overnight  without  correcting  for  changes  in  atmospheric  pressure. 
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The  next  figure  shows  an  individual  pulse  from  the  chamber:  cosmic 
amplifier  output  (magenta) 

Tek  J~L  •  Acq  Complete  M  Pos:  800,0ns  ACQUIRE 


CH2  10.0m V  M  2.50.JJS  CH2  \  -7.80mV 

CH3  SO.OrnV  CM  S.OOmV  28-Mar-12  13:35  12. 1834Hz 


ray  trigger  (cyan),  preamp  output  (green)  and 
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We  have  successfully  measured  the  distal  end  of  an  SOBP  with  the  Micromegas  pilot  device.  Our  experimental 
setup  is  shown  in  the  next  few  photographs.  First  are  the  two  chambers,  to  be  irradiated  from  above.  The  top 
chamber  is  the  multi-strip  Micromegas  prototype.  The  gap  is  large  so  that  chamber  has  no  gain,  i.e.  is  running  in 
ionization  mode.  The  5-channel  Micromegas  pilot  device  is  inside  the  copper  shielding  box.  Gas  flows  through  both 
chambers  and  both  are  sharing  the  same  high  voltage  feed. 
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This  is  the  experiment  setup  in  the  proton  room.  We  are  using  the  MLC  to  collimate  to  a  very  small  5  mm  x  5  mm 
field  in  order  to  simulate  the  flux  that  the  5  mm  x  5  mm  voxels  of  the  pixellated  CERN  prototype  will  see. 
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For  the  SOBP  measurement,  the  couch  was  lowered,  a  tank  made  of  lexan  was  placed  on  top  of  the  chambers, 
downstream  of  the  MLC,  and  filled  with  water,  and  an  R17.5  M10  SOBP  was  delivered  to  the  Micromegas 
chamber.  A  drain  tube  was  used  to  flow  water  out  of  the  tank  continuously  while  the  beam  was  on  and  data  was 
collected.  In  this  way,  we  hoped  to  collect  an  entire  SOBP  quickly  without  having  to  reenter  the  room  and  adjust 
water  depth  or  solid  water  stack.  The  water  tank  worked  well,  but  we  did  not  have  enough  time  to  collect  the  entire 
SOBP  yet.  The  tank  starts  full,  so  we  got  the  distal  falloff  and  some  of  the  plateau  of  the  R175M10.  The  next  figure 
shows  the  data  that  we  collected.  You  can  see  the  tuning  pulses,  and  some  data  where  we  checked  that  our  gain 
settings  were  not  saturating  in  the  dose  rate  within  the  SOBP.  Then  the  tank  was  filled  and  the  beam  restarted  to 
gather  the  SOBP  data. 


Below  you  can  see  the  chambers  centered  just  downstream  of  the  MLC. 
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This  is  a  double-scattering  delivery,  using  a  range  modulator  wheel.  Each  segment  of  the  modulator  wheel  delivers  a 
different  pristine  Bragg  peak,  and  you  can  see  the  pristine  peaks  in  the  SOBP  data.  The  dose  at  any  given  depth 
should  be  the  sum  of  the  dose  of  all  the  pristine  peaks.  We  have  performed  the  sum  over  each  wheel  rotation.  That  is 
shown  as  the  black  curve  on  the  next  plot.  The  depth  was  obtained  by  recording  the  water  level  as  a  function  of  time. 
By  adding  the  water-equivalent  thickness  of  the  copper  and  printed  circuit  layers  above  the  Micromegas  pilot,  we 
obtain  a  range  measurement  for  this  beam:  17.2  cm. 
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A  more  polished  version  of  this  figure  appears  in  the  PRi  manuscript  that  is  attached  as  an  appendix,  and  two 
regions  are  zoomed  to  reveal  the  time  structure  of  the  beam  delivery 

It  is  very  interesting  and  exciting  that  we  can  resolve  the  individual  segments  of  the  rotating  modulator  wheel.  The 
water-equivalent  thicknesses  of  the  segments  are  needed  to  commission  the  treatment  planning  system.  The 
Micromegas  chamber,  even  a  single  layer  used  with  a  water  tank,  could  be  used  to  quickly  measure  that  data.  Those 
data  have  been  measured  in  a  very  time  consuming  way  in  the  past  by  stopping  the  wheel  on  each  segment  and 
delivering  beam  to  an  ion  chamber.  Some  more  discussion  and  figures  appear  in  the  PRI  manuscript. 

The  SOBP  measured  with  we  measured  with  Geant4  simulation  results.  That  is  shown  in  the  next  figure.  The 
simulated  SOBP  was  normalized  to  1  in  mid-SOBP.  The  measured  data  was  normalized  to  the  simulated  data  at  the 
shallow  end  of  the  measured  data  (approx  15  cm).  We  are  not  yet  attempting  absolute  dosimetry  with  the  chamber. 
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Another  comparison  of  Geant4  simulation  to  Micromegas  measurement  for  a  pristine  Bragg  peak  appears  in  the  PRI 
manuscript.  Overall  the  agreement  is  within  5%.  There  are  some  features  in  the  measured  data  that  are  not 
reproduced  by  Geant  simulations  and  we  continue  to  work  to  understand  the  difference.  Some  possible  explanations 
are  described  in  the  manuscript. 

We  measured  with  our  Micromegas  chamber,  to  high  precision  (0.002%),  important  aspects  of  the  proton  beam  time 
structure:  the  frequency  of  the  modulator  wheel,  and  the  beam  scanning  frequencies.  Those  details  can  be  found  in 
the  PRI  manuscript. 

We  did  an  experiment  to  set  an  upper  limit  on  the  spatial  resolution  that  is  achievable  with  our  Micromegas  design. 
We  moved  a  small  spot,  5  mm  x  5mm,  across  the  boundary  between  the  center  channel  and  one  of  the  outer 
quadrant  channels.  Analysis  of  the  data  obtained  indicates  that  the  Micromegas  design  can  produce  a  resolution 
better  than  1.1  mm  (1  sigma).  This  is  better  than  any  existing  chamber-based  technology  for  proton  therapy.  The 
measurement  precision  was  limited  by  the  couch  positioning  accuracy,  and  likely  the  chamber  could  reach  even 
finer  resolution.  More  details  can  be  found  in  the  PRI  manuscript. 

CERN  Micromegas  Board 

In  Ql,  we  completed  the  first  design  of  a  pad  detector  which  will  be  mated  to  a  drift  region  and  a  MicroMegas 
amplification  plane.  The  pads  are  5x5  mm.  The  eventual  design  will  have  a  pad  size  between  5x5  and  3x3  mm. 
Position  resolution  for  the  5x5  design  will  be  approximately  1.4  mm  or  0.86  for  the  3x3  configuration. 

The  board  layout  consists  of  a  10cm  array  of  pads  and  a  four  layer  board  to  bring  the  pad  signals  out  to  the 
connectors.  The  figure  below  is  a  rendering  of  the  PCB  with  each  layer  drawn  in  a  different  color.  The  Micromegas 
and  drift  planes  sit  on  top  of  this  PCB  board. 
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The  second  figure  shows  an  expanded  view  of  the  pad  structure  on  the  top  layer. 


The  pixellated  Micromegas  design  was  sent  to  CERN  and  was  reviewed  by  the  CERN  electronics  engineer  who 
found  some  minor  problems  with  the  board  design.  There  was  a  short  circuit  found  and  an  o-ring  was  located  on  top 
of  a  high-voltage  feed. 

The  initial  problems  were  rectified  and  a  first  batch  of  pixellated  Micromegas  boards  were  produced.  Two  of  the 
new  layers  are  shown  in  the  next  photo. 
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The  figure  shows  two  layers  of  a  completed  detector  seen  from  the  front  and  back  sides. 
The  connectors  for  the  signal  outputs  are  shown  in  the  next  figure 
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The  following  figure  shows  the  interior  of  the  chamber. 
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The  small  dots  are  the  support  pillars  for  the  screen  (which  is  too  fine  to  see  in  the  photograph). 

These  chambers  are  being  tested  with  test  electronics  in  the  Physics  Department.  They  will  be  irradiated  in  the 
proton  beam  at  Roberts  when  beam  time  becomes  available  for  research. 

Amplifier  Design 

To  readout  the  multiple  channels  of  layer,  we  have  designed  a  readout  chain  consisting  of  pre-amplifier  boards,  a 
readout  DAQ,  and  have  written  some  PC  software  to  control  the  data  acquisition. 

The  preamp  and  readout  for  the  strip  detector  and  the  pad  detector  are  the  same.  The  design  was  finished  in  Q1  and 
the  first  two  boards  have  been  assembled  and  will  be  tested  in  Q2. 

The  readout  system  uses  a  custom  design  proton  monitor  preamp  board  (designed  at  Penn)  together  with  a 
commercially  available  readout  (Dl-720). 

The  Dl-720  has  14-  bit  resolution  and  150-  200kHz  waveform  recording  capability.  It  communicates  with  a  PC 
through  an  Ethernet  link.  Each  device  has  16  differential  analog  inputs  .  We  require  10  differential  inputs  for  the 
Proton  Monitor  in  the  strip  layout.  All  channels  support  a  measurement  range  of  1.25  to  10V  full  scale  and  gain 
factors  of  1,  2,  4,  and  8  are  programmable  per  channel. 

Two  boards  of  the  custom  design  10  channel  Proton  Monitor  Preamp  Board  have  been  produced  and  will  be  tested 
in  Q2.  The  channels  have  a  dual  gain  configuration  which  is  controlled  by  outputs  from  the  Dl-720.  The 
specifications  are: 

Hi-  gain  mode:  20mV/nA  design.  (16.6mV/nA  measured  in  spice  simulation.) 

Mbit  ADC:  16384  counts 
Vdc  Range  =  10V  (+-  5V) 

Least  count  (SPICE)  =  10/16384  =  0.610mV/cnt 
Resolution  =  36.8  pA/cnt. 

Actual  Gain  may  be  higher  due  to  differences  in  simulation  of  the  switch  and  the  real  switch. 

Lo-  gain  mode:  500mV/uA  design.  (488mV/uA  measured  in  spice  simulation) 
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14-bit  ADC:  16384  counts 
Vdc  Range  =  10V  (+-  5V) 

Least  count  (SPICE)  =  10/16384  =  0.610mV/cnt 
Resolution  =  1.25nA/cnt 

This  dual  gain  system  uses  one  op-amp  with  two  feedback  loops  per  channel,  one  permanently  wired,  and  the  other 
switched  on  by  a  logic  level.  The  gain  can  be  set  individually  using  digital  I/O  bits  available  on  the  DI-720  A/D 
convertor  board.  This  provides  dual  gains  for  each  channel,  that  feed  directly  into  the  multiplexed  A/D  inputs, 
switches  and  buffers  for  additional  digital  I/O  gain  control.  This  system  provided  flexibility  for  adjusting  the  gain 
across  the  plane. 

While  lots  of  automatic  techniques  are  possible,  the  simplest  (therefore  fastest)  way  to  automatically  adjust  the  gain 
would  be  to  have  a  monitoring  program  look  at  the  data  as  it's  coming  back  and  go  to  high  gain  if  the  output  goes 
below  1/20  of  the  full  scale  range.  The  output  would  stay  fixed  unless  it  went  above  its  10X  upper  window  limit 
-1/10  of  the  coarse  scale  reading.  This  kind  of  switching  could  accommodate  wide  variations  in  dose  across  a 
treatment  field. 

A  screenshot  of  the  software  that  we  have  developed  to  provide  a  high-level  user  interface  to  control  the  DAQ  and 


handle  the  multi-channel  data  from  the  DAQ  is  shown  next.  The  software  was  developed  mostly  by  a  physics 
student,  Gaurov  Shukla.  The  software  records  multiple  channels  and  also  allows  to  switch  the  individual  gains  for 
the  channels.  A  plot  of  10  data  channels  is  displayed  on  the  computer  screen  in  real  time.  The  acquired  data  is 
written  to  a  file  that  can  be  re-opened,  manipulated  off-line,  and  saved  as  comma-separated  values  for  work  in 
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There  are  four  amplifier  boards  for  each  chamber  layer.  Here  one  of  the  boards  is  on  the  automated  machine  which 
mounts  the  components.  There  are  mounted  amplifier  circuits  on  both  the  front  and  back  surfaces  of  this  card. 

The  amplifier  and  ADC  readout  design  is  being  revised  by  the  electronics  group  at  Penn.  The  current  solution  is 
expensive  and  it  will  be  a  challenge  to  support  the  large  number  of  channels  that  need  to  be  read.  A  20  x  20  cm2 
layer  at  5  mm  pixel  spacing  would  have  1600  channels.  With  only  30  layers  that  would  make  almost  50,000  data 
channels. 

One  design  option  is  shown  below.  Each  pixel  requires  a  pre -amplifier.  Several  pre-amplifiers  are  muxed  together 
and  passed  into  a  single  ADC.  This  saves  on  the  cost  of  digitization  electronics  but  imposes  a  limit  on  the  per 
channel  sample  time.  The  frame  rate  limit  is  almost  300  kHz  which  is  more  than  adequate  even  for  a  fast  pencil 
beam  scanning  application. 
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•  Dual  Channel  ADC  conversion  time  =  34  clock  cycles  850ns. 

•  Readout  Unit  =  Cell 

One  Cell  =  2  sets  of  4  channels  Multiplexed  to  one  Dual  ADC 

•  Cell  Sample  Cycle  readout  time  (40MHz  clock)  =  3.4uS 

Frame  Time  =  1  read  of  all  Cells  =  3.4uS  (  4  sets  of  34  clock  cycles) 

•  Max  Frame  Rate  =  1/3. 4us  =  294KHz 
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An  FPGA  is  proposed  to  manage  all  of  the  ADCs.  The  FPGA  would  initialize  the  ADCs,  but  also  support  some 
signal  processing  such  as  pedestal  subtraction,  thresholding,  and  sparsification,  in  order  to  reduce  the  flow  of  raw 
data  that  must  be  passed  upstream  to  a  PC. 
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GLOBAL  CLOCK  DISTRIBUTION 


Amplifier  to  Data  Acquisition  connectors 

Connections  between  the  chamber  and  amplifier  boards  and  between  the  amplifier  boards  and  the  data  acquisition 
system  require  a  number  of  small  boards,  connectors  and  cables.  The  figure  shows  the  configuration  for  the 
connectors. 
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Automated  channel  index  database 


Ready _ _ _ lft»a 


The  large  number  of  signals  in  the  system  requires  a  database  which  can  convert  the  design  software  quantities  into 
tables  for  the  analysis  system.  This  is  now  complete.  Routing  tables,  component  lists,  and  connection  diagrams  are 
input  directly  from  the  electronic  design  software  and  produce  the  require  channel  index  parameters.  One  small 
portion  of  this  system  is  shown. 
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Two  layer  DataQ  acquisition  system 


On  the  right  side  of  the  picture  above  is  one  of  two  completed  layer  acquisition  systems  consisting  of  18  DataQ 
modules.  The  system  is  capable  of  reading  300  channels  with  synchronized  clocks  at  rates  up  to  lOkHz/channel. 

Rolling  cart 

We  have  found  that  we  need  to  arrange  the  entire  apparatus  on  a  movable  cart  in  order  to  take  maximum  advantage 
of  short  periods  of  time  available  in  the  proton  beams.  We  are  constructing  a  rolling  cart  with  an  adjustable 
extension  that  projects  into  the  proton  beam  area.  It  has  space  for  all  of  the  required  electronics  components,  space 
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for  the  gas  system,  and  a  UPS  (uninterruptable)  power  system.  The  prototype  cart  frame  is  shown  below. 


--  .. 


Four  carts  are  being  constructed.  The  cart  will  allow  us  to  bring  up  the  system  including  the  computers,  calibrate, 
disconnect  without  losing  power  and  roll  into  the  treatment  area.  Once  there,  we  can  reestablish  wall  power  and  take 
data.  The  entire  process  should  take  a  few  minutes. 


Status  of  Milestones 

This  Micromegas  proton  monitor  project  began  in  10/2011  and  so  was  limited  to4  quarters  of  research.  This  is  was 
significantly  shorter  than  the  proposed  6  quarters  and  we  have  had  to  make  adjustments  to  our  goals. 

All  Q1  milestones  were  completed.  Q2  milestones  were  completed  except  for  the  shielding  design  for  the  readout 
electronics  and  the  study  of  stacking  materials  to  give  a  tissue-equivalent  assembly.  Those  studies  will  have  to  be 
done  later.  They  will  rely  on  the  Geant4  simulations  which  we  have  shown  to  agree  well  with  our  measurements.  As 
a  compromise  for  the  stacking  material,  we  have  purchased  some  solid  water  pieces  that  may  not  be  ideal  in  terms  of 
density  or  composition  but  will  allow  us  to  proceed  with  tests  and  demonstrate  the  3D  system.  We  can  also  use  them 
to  benchmark  against  some  measurements  the  simulation  geometry  that  will  need  to  be  developed  to  explore  the 
choice  of  materials. 

Q3  milestones  involved  assembly  and  testing  of  a  20x20  cm2  Micromegas  layer.  Due  to  time  constraints  we  decided 
to  make  the  first  pixilated  prototype  design  smaller  than  we  had  hoped.  We  ordered  from  CERN  a  10  cm  diameter 
prototype  rather  than  the  20x20  cm2.  This  reduced  the  number  of  pads  to  readout,  so  that  we  would  not  need  to 
assemble  so  many  readout  boards.  Also  it  would  be  harder  and  take  longer  to  design  a  Micromegas  board  to  bring  so 
many  signals  out  to  the  edge  of  the  board  for  readout.  The  10  cm  transverse  size  will  still  be  useful  to  establish 
feasibility  and  maybe  be  used  for  small  field  measurements  (some  brain  fields,  for  example).  The  first  10  cm 
Micromegas  boards  have  just  arrived  and  are  being  tested.  We  have  not  been  able  to  complete  any  in-beam  tests 
with  those.  Instead,  we  were  able  to  obtain  a  limited  5-channel  Micromegas  board  on  a  short  timescale  from  CERN, 
and  that  was  used  to  complete  the  milestones  of  Q3.  The  outcome  of  those  tests  essentially  comprises  the  PRI 
manuscript. 
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Software  has  been  written  to  control  the  data  acquisition  of  two  layers  as  described  above.  That  uses  a  long  chain  of 
DATAQ  modules.  The  software  initializes  all  of  the  DATAQ  modules  and  begins  the  data  acquisition.  At  the  end  of 
the  acquisition  cycle,  a  fde  contains  the  digitized  signal  of  all  channels  at  rates  up  to  10  kHz.  The  signals  (essentially 
dose  rates  on  each  pixel)  can  be  displayed  on  screen  or  analyzed  off-line. 

In  summary,  we  are  about  one  quarter  behind  schedule,  due  to  some  problems  with  board  designs  that  needed  to  be 
fixed,  and  also  difficulty  getting  beam  time  due  to  downtime  of  the  IBA  system.  Our  intent  is  to  continue  work 
beyond  the  end  of  the  award  period.  Derek  is  being  supported  by  the  Department  of  Radiation  Oncology  for  two 
additional  quarters.  Bob  will  use  some  of  his  protected  research  time  that  is  funded  by  the  Department  of  Physics  to 
continue.  We  will  be  able  to  purchase  the  Micro megas  layers  and  the  equipment  that  we  need  to  assemble  them  and 
run  the  simulations  before  the  end  of  the  award. 

Incorporation  of  beam  scanning  in  treatment  planning 

Derek  Dolney  used  Geant4  simulations  to  generate  beam  data  libraries  to  enable  us  to  use  Varian’s  scanning 
algorithm  in  the  Eclipse  treatment  planning  system.  This  gives  us  the  opportunity  to  evaluate  patient  plans  from 
scanned  beams  prior  to  commissioning  the  system.  Derek  generated  beam  data  for  both  of  the  IBA  Dedicated  and 
Universal  Nozzles,  based  on  the  specifications  of  spot  size  near  isocenter  provided  by  the  vendor.  Derek  has  written 
a  manuscript  describing  his  method  to  generate  beam  data  libraries  from  vendor  specs.  That  manuscript  is  attached 
as  an  appendix.  The  manuscript  was  rejected  by  Physics  in  Medicine  and  Biology.  We  are  considering  submission  to 
another  journal  at  this  time. 

The  beam  data  libraries  allowed  comparison  of  the  quality  of  plans  between  the  two  IBA  nozzles,  for  specific 
treatment  sites.  The  Dedicated  Nozzle  has  a  smaller  spot  size  but  limited  choice  of  beam  angles  since  the  only 
Dedicated  Nozzle  at  Penn  is  in  the  fixed  beam  room. 

One  study  used  the  generated  PBS  data  library  to  compare  PBS  and  double  scattered  proton  therapy  against  IMRT 
for  postoperative  radiotherapy  in  completely  resected  stage  IIIA  non-small  cell  lung  cancer.  That  study  resulted  in  a 
manuscript  (attached  as  an  Appendix)  that  has  been  submitted  for  publication. 

Another  study  considered  proton  DS  vs.  SFUD  PBS  vs  IMPT  vs  IMRT  for  post-cystectomy  irradiation  of  the  pelvic 
nodes.  That  study  appeared  in  a  poster  titled  “Comparison  of  Treatment  Techniques  for  Pelvic  Node  Irradiation: 
Intensity-modulated  Photons  Versus  Protons  “  at  the  AAPM  Annual  Meeting  in  2012. 

Eclipse  is  commissioned  and  validated  with  data  collected  in  Treatment  Room  #2.  Treatment  planning  is  working 
and  we  are  treating  about  12  patients  per  day  with  pencil  beam  scanning. 

Measurement  of  dose  distributions  in  static  and  moving  phantoms 

A  major  accomplishment  of  the  Phase  II  research  this  past  year  is  the  development  of  software  that,  given  a  patient 
CT  dataset  and  a  treatment  plan  fde  from  the  Eclipse  treatment  planning  system,  performs  the  calculation  of  the  3D 
dose  distribution  in  patient  using  the  Geant4  Monte  Carlo  engine.  We  can  perform  the  forward  dose  calculation 
using  our  in-house  PBS  simulation  code  based  on  the  Geant4  Monte  Carlo  engine.  We  will  use  these  simulations  to 
validate  the  dose  calc  algorithms  in  Eclipse  and  to  tune  parameters  in  Eclipse  that  have  an  effect  on  fits  of  the 
commissioning  data  and  parameters  affecting  the  optimization  engine.  An  example  of  the  PBS  forward  calculation 
using  Geant  is  shown  in  the  figure  below. 
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Figure.  Dose  distribution  for  a  prostate  case  calculated  with  Geant4  Monte  Carlo 
simulations.  Note  that  the  DVH  line  for  target  coverage  is  much  worse  for  the  Monte 
Carlo  calc  than  for  the  Eclipse  dose  calc.  This  is  due  mostly  to  the  sample  variance 
contribution  to  the  Monte  Carlo  dose  uncertainty,  which  can  be  reduced  by  running 
longer  simulations.  The  median  dose  for  the  Monte  Carlo  calc  is  only  49  Gy  rather  than 
the  5 1  Gy  that  Eclipse  gives. 


It  is  also  possible  to  calculate  the  Monte  Carlo  sample  variance  as  a  3D  spatial  distribution,  as  shown  in  the  next 
figure. 
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Figure.  Dose  uncertainty  distribution  for  the  prostate  case.  This  distribution  essentially 
represents  the  error  bars  for  the  dose  shown  in  the  preceding  figure.  Note  that  the 
uncertainty  shown  here  currently  only  includes  the  contribution  of  random  sample 
variance  inherent  from  the  Monte  Carlo  method.  No  contribution  is  included  for  setup 
uncertainties,  motion,  target  delineation,  or  other  uncertainties.  The  white  areas  have 
uncertainty  less  than  4%.  The  top  right  panel  is  the  analogue  of  DVH:  an  uncertainty 
volume  histogram.  It  shows  that  the  target  dose  is  accurate  to  between  2  and  5%.  The 
relative  sample  variance  scales  as  l/sqrt(dose),  so  the  most  uncertain  points  will  be  at  the 
margin  of  the  PTV,  as  can  be  seen  top  left  where  some  of  the  PTV  is  not  white,  i.e.  >  4% 
sigma. 

Using  Velocity,  it  is  possible  to  compute  the  difference-of-dose  between  Monte  Carlo  and  Eclipse.  The  two 
calculations  mostly  agree  in  the  center  of  the  PTV.  Around  the  margin  of  the  PTV,  Monte  Carlo  is  about  5%  lower 
than  Eclipse,  and  a  little  further  outside  the  PTV  Monte  Carlo  is  5%  higher.  This  is  consistent  with  the  idea  that 
some  of  the  Gaussian  peak  has  been  scattered  out  to  a  longer  tail  that  Eclipse  is  not  modeling.  Within  Eclipse,  it  is 
possible  to  include  a  second  Gaussian  term  in  the  model  of  the  beam  profile,  but  there  is  a  parameter  that  must  be 
tuned  to  adjust  the  relative  weight  of  the  two  Gaussians. 


We  continue  to  refine  our  implementation  of  the  IBA  nozzles  in  simulation  to  reach  better  agreement  with  data 
collected  during  commissioning  of  the  proton  treatment  rooms. 

Derek  has  also  used  the  phase  space  data  collected  during  room  2  commissioning  to  generate  an  initial  phase  space 
for  simulations  with  starting  point  upstream  in  the  treatment  nozzle.  That  procedure  has  been  described  in  previous 
reports:  the  beam  spot  profiles  are  corrected  for  multiple  scattering  in  air  by  computing  the  scattering  contribution  to 
the  spot  size  as  calculated  with  Geant4,  and  a  quadratic  as  a  function  of  depth  in  air  is  fit  to  the  resulting  spot 
sigmas.  This  quadratic  function  thus  represents  the  simple  geometric  beam  optics  that  would  determine  the  spot  size 
were  it  to  propagate  in  vacuum.  The  initial  spot  size  and  beam  divergence  are  determined  from  the  polynomial 
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coefficients.  The  difference  in  the  case  of  fitting  the  commissioning  data  is  that  we  have  the  spot  size  at  7  or  8  air 
depths  to  use  to  fit  the  quadratic.  Previously  we  relied  on  IB  A  spec  for  spot  size  at  isocenter,  measurements  of  the 
beam  emittance  at  another  facility,  and  the  idea  that  the  beam  would  be  focused  at  isocenter  to  determine  the  3 
parameters  of  the  quadratic.  It  turns  out  that  the  beam  is  not  focused  exactly  at  isocenter,  but  it  does  not  matter.  The 
data  is  fit  well  by  a  quadratic  function,  which  indicates  that  Geant4  is  calculating  the  multiple  scattering  well  enough 
in  air,  at  least.  The  measured  spot  size  in  air  is  compared  with  Monte  Carlo  simulations  in  the  next  figure. 
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Figure.  Comparison  of  Monte  Carlo  (lines)  beam  profile  in  air  with  data  (points)  measured  during  commissioning.  Shown  here 
are  the  maximum  and  minimum  beam  energies.  The  range  shifter  is  not  in  the  beam  line. 
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Figure.  Comparison  of  Monte  Carlo  (lines)  calculated  beam  profile  with  measured  (points  with  error  bars)  data  using  the 
range  shifter  collected  during  Room  2  commissioning.  The  initial  phase  space  for  Monte  Carlo  was  obtained  from  fit  to  the 
open  beam  commissioning  data. 


We  have  also  verified  that  Geant  simulations  reproduce  the  spot  size  when  the  range  shifter  is  used.  The  beam 
profiles  measured  with  the  range  shifter  were  not  used  to  produce  new  fitting  functions.  The  same  initial  phase  space 
that  fits  the  open  beam  case  also  reproduces  the  spot  size  for  the  case  of  the  range  shifter,  indicating  that  Geant  is 
modeling  the  scatter  in  the  range  shifter  well  enough.  The  comparison  of  spot  size  measured  and  simulated  for  the 
range  shifter  case  is  shown  in  the  figure  above. 

A  comparison  of  depth  dose  curves  is  given  in  the  next  figure.  There  is  some  difference  in  the  shape  of  the  Bragg 
curve  particularly  the  slope  in  the  entrance  region.  We  are  investigating  the  origin  of  this  difference  at  present.  One 
possible  effect  contributing  to  the  difference  is  that  we  are  not  collecting  all  of  the  charge  deposited  in  the  water 
phantom  due  to  the  finite  size  of  the  Bragg  Peak  chamber.  A  long  dose  tail  is  produced  by  multiple  Coulomb 
scattering  and  nuclear  interactions,  and  when  many  spots  are  summed  to  produce  a  uniform  dose  to  s  target,  the  tail 
accumulates  to  produce  a  so-called  dose  halo  around  the  target.  The  dose  tail  can  grow  larger  than  the  diameter  of 
the  chamber  (8  cm).  Some  evidence  for  this  can  be  seen  in  the  commissioning  measurements:  the  dose  collected 
with  a  the  beam  scanning  a  large  uniform  field  appears  to  be  about  10%  larger  than  that  measured  with  a  chamber 
attempting  to  integrate  the  full  dose  profile  of  an  unscanned  beam. 
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In  the  past  quarter,  Derek  has  implemented  the  scanning  magnets  in  Geant4  simulation.  Previously  different  targets 
were  delivered  by  steering  the  beam  geometrically,  i.e.  adjusting  the  mean  proton  direction  for  the  phase  space 
generation.  Now  magnetic  fields  are  implemented  based  on  specs  from  IB  A.  A  constant  magnetic  field  is 
implemented  in  simulation  over  the  length  of  the  magnet  yokes.  The  field  strength  can  be  chosen  in  order  to  hit  to 
desired  target  position  by  integrating  the  Lorentz  force  law,  and  this  method  hits  the  target  within  0.5%.  Derek  has 
also  implemented  the  thin  vacuum  windows  and  layers  in  the  beam  monitor  ionization  chambers,  in  an  effort  to 
reproduce  the  long  tail  (“halo”)  observed  in  the  beam  spot.  Additionally,  the  energy  deposit  in  the  air  in  the  monitor 
chambers  can  be  used  to  achieve  absolute  dosimetry  with  simulation.  The  implementation  of  the  nozzle  is  rendered 
in  the  next  figure. 
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Van  mm  Vacuum  Monitor 
Scanning  Closing  ionization  wai-pr 


A  prostate  field  was  delivered  to  solid  water  with  film  placed  within  at  different  depths.  The  forward  dose 
calculation  was  performed  using  the  Geant4  Dedicated  Nozzle  implementation.  A  gamma  analysis  was  performed  to 
compare  the  dose  distributions  measured  and  calculated.  Typical  values  were  used  for  the  gamma  thresholds  (3% 
dose/3mm).  With  these  thresholds,  we  found  that  99.8%  of  points  pass  the  comparison,  even  in  the  distal  falloff 
region,  as  shown  in  the  next  figure.  A  similar  capability  was  demonstrated  recently  by  (Grevillot  et  al.  2012)  using 
GATE,  though  their  simulations  were  started  at  nozzle  exit  and  may  not  reproduce  the  beam  halo  accurately. 


The  prostate  field  was  also  measured  with  the  IBA  Matrixx  and  the  results  are  consistent  with  the  film 
measurements. 

To  examine  the  beam  halo,  ring  patterns  were  delivered  to  film  at  Penn.  The  halo  contribution  is  amplified  at  the 
center  of  the  ring.  The  next  figure  shows  a  gamma  comparison  for  one  of  the  rings  with  an  especially  large  halo 
(using  the  range  shifter).  At  the  center  of  the  ring,  the  measured  dose  is  4.6%  (of  maximum)  but  the  simulation 
onlygives  2.2%.  At  this  level  of  agreement,  92%  of  points  pass  gamma  analysis  with  3%  /3  mm  thresholds.lt  is 
believed  that  there  is  an  additional  halo  contribution  generated  in  the  focusing  quadrupole  magnets  that  can  be  even 
worse  at  shallower  depths  (see  the  next  figure). 
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At  shallower  depths  we  have  observed  tails  for  the  beam  profde  that  appear  to  be  quite  long  but  in  only  one 
transverse  dimension.  In  the  next  figure,  at  the  7.0  cm  depth,  the  beam  tails  are  quite  long  in  the  horizontal  direction. 
This  leads  to  as  much  as  8%  of  the  prescription  dose  outside  of  the  treatment  target.  We  are  still  trying  to  understand 
the  mechanism  that  is  generating  such  a  large  beam  halo  in  the  one  dimension. 


71 


To  get  a  better  picture,  we  have  measured  spot  profiles  for  a  range  of  energies  down  to  the  0.01%  level.  An  example 
is  shown  in  the  next  figure.  This  is  time  consuming,  because  it  takes  multiple  deliveries  of  varying  dose  levels  to 
different  pieces  of  film.  The  film  measurements  are  normalized  and  “stitched  together”  to  produce  a  spot  profile 
measured  to  very  low  dose  levels. 
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Phase  III.  Image  Guided  and  Adaptive  Proton  Therapy 


Cone  Beam  CT  (CBCT)  for  proton  Therapy 

A  major  goal  of  phase  III  was  the  development  of  cone  beam  CT  for  proton  therapy.  Despite  several 
years  of  intensive  efforts  to  explore,  alone  or  with  several  vendors,  the  feasibility  of  development  of  this 
device,  we  failed  to  find  a  solution  that  will  have  high  likelihood  of  success  until  couple  of  years  ago.  At 
this  point  of  time  IBA  introduced  to  us  their  idea  to  develop  and  install  CBCT  on  a  proton  gantry  which  will 
use  an  upgraded  version  of  the  two  orthogonal  panels  and  X-Rays  tubes  that  are  currently  installed  on 
the  gantry  .  We  have  reached  an  agreement  with  IBA  regarding  CBCT  scanners  and  formalized  a 
contract.  The  agreement  is  that  IBA  will  install  two  CBCTs  on  the  proton  gantries  in  Room  1  and  Room  3. 
They  will  use  the  two  orthogonal  imaging  devices  that  we  already  have  on  the  gantries  and  modify  them 
with  new  flat  panels;  x-ray  tubes,  and  an  all-new  control  system  to  enable  us  to  acquire  CBCT  images 
while  rotating  the  gantries.  The  first  installation  is  I  projected  to  occur  in  early-2013,  and  we  are  starting  to 
evaluate  the  planned  workflow  with  these  devices. 


We  had  previously  requested  and  were  granted  a  no-cost  extension  with  a  new  Scope-of-Work  to  perform 
the  adaptive  proton  study.  The  protocol  has  not  been  modified  and  continues  to  enroll  patients 
successfully,  the  data  from  whom  we  will  continue  to  collect  and  analyze. 

Telemedicine-  Walter  Reed 

Introduction-Summary 

An  integral  goal  of  cooperative  agreement  DAMD17-W81XWH-04-2-0022  focused  on  the  development  of 
remote  proton  treatment  planning  capabilities  between  the  Walter  Reed  Army  Medical  Center  and  the 
University  of  Pennsylvania’s  Roberts  Proton  Therapy  Center.  To  our  knowledge,  such  a  telemedicine 
platform  had  never  been  designed  and  successfully  deployed  in  a  clinical  environment  prior  to  this  effort. 
Over  the  course  of  our  research,  several  systems  were  designed  and  evaluated.  It  is  our  hope  the  robust 
system  we  eventually  designed,  tested  and  deployed,  will  not  only  serve  our  local  DoD  beneficiaries,  but 
also  be  replicated  at  national  Military  Treatment  Facilities,  in  partnership  with  their  regional  proton  therapy 
centers. 

Body 

During  phases  1  through  3  of  this  research,  the  Walter  Reed  Army  Medical  Center  and  the  University  of 
Pennsylvania  designed  and  tested  a  series  of  solutions  intended  to  meet  the  following  deliverables 
(language  taken  from  the  original  cooperative-agreement):  1)  validation  of  the  prototype-system 
(hardware/software),  2)  development  of  communication  protocols  for  electronic  transfer  of  treatment 
plans,  3)  comprehensive  “operational”  testing  of  the  multi-source  multi-zone  telemedicine  system,  and  4) 
final  evaluation,  fine-tuning  and  implementation  of  solution.  These  goals  were  challenged  by  several 
operational  and  legal  issues,  such  as  integrating  into  existing  clinical  systems,  meeting  network  security 
obligations  at  both  sites,  or  addressing  HIPAA-privacy  concerns  during  the  manipulation  and  transfer  of 
patient  data  between  sites. 

Over  the  course  of  this  research,  several  solutions  were  designed  and  tested,  the  two  major  ones 
resulting  in  publications  (please  see  two  references).  The  first  solution  consisted  of  a  Polycom  PVX- 
powered  remote  proton  treatment  system,  1)  giving  physicians  the  ability  to  remotely  participate  in 
refining  and  generating  proton  therapy  plans  via  a  secure  and  robust  Internet2  VPN  tunnel  to  the 
University  of  Pennsylvania’s  commercial  proton  treatment  planning  package,  2)  allowing  cancer-care 
providers  sending  patients  to  a  proton  treatment  facility  to  participate  in  treatment  planning  decisions  by 
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enabling  referring  or  accepting  providers  to  initiate  ad-hoc,  point-to-point  communication  with  their 
counterparts  to  clarify  and  resolve  issues  arising  before  or  during  patient  treatment,  and  thus  3)  allowing 
stewards  of  an  otherwise  highly  centralized  resource  the  ability  to  encourage  wider  participation  with  and 
referrals  to  sparsely  located  proton  treatment  centers  by  adapting  telemedicine  techniques  that  allow 
sharing  of  proton  therapy  planning  services. 

When  the  DoD  communicated  its  decision  to  no  longer  support  the  application-sharing  portion  of  the 
Polycom  PVX  product,  a  much-needed  functionality  for  remote  treatment  planning,  our  team  was  forced 
to  pursue  other  avenues.  Our  second  major  initiative,  one  which  led  to  the  system  currently  in  use  at  the 
Walter  Reed  National  Military  Medical  Center,  relied  on  a  hybrid  remote  proton  radiation  therapy  solution 
merging  a  CITRIX  server  (now  Juniper)  with  a  JITIC-certified  desktop  videoconferencing  unit.  This 
conduit,  which  met  both  HIPAA  guidelines  and  the  more  stringent  security  restrictions  imposed  by  the 
DoD,  integrated  both  institutions’  radiation  oncology  treatment  planning  infrastructures  into  a  single  entity 
for  DoD  patients’  treatment  planning  and  delivery.  This  system  enabled  DoD  radiation  oncologists  and 
medical  physicists  the  ability  to  1)  remotely  access  a  proton  therapy  treatment  planning  platform,  2) 
transfer  patient  plans  securely  to  the  UPenn  patient  database,  and  3)  initiate  ad-hoc  point-to-point  and 
multi-point  video  conferences  to  dynamically  optimize  and  validate  treatment  plans. 


Adaptive  Radiation  Treatment  for  Changes  in  Tumor  Motion  and  Volume 

OVERVIEW 

In  recent  years,  conformal  techniques  have  been  developed  that  allow  for  precise  delivery  of  radiotherapy  to  the 
primary  tumor  and  regional  lymphatics  while  minimizing  the  dose  to  normal  tissues.  These  approaches  are 
predicated  upon  precise  anatomic  localization  of  the  regions  to  be  irradiated.  Unfortunately,  at  present,  most 
conformal  treatment  delivery  approaches  do  not  account  for  changes  in  tumor  volume,  tumor  motion  or  changes 
in  patient  anatomy  during  the  time  course  of  definitive  radiotherapy.  Proton  beam  radiotherapy  can  potentially 
allow  for  ultra-precise  delivery  of  treatment  due  to  the  physical  characteristics  of  the  proton  beam.  Therapeutic 
proton  beam  radiotherapy  allows  for  the  elimination  of  exit  dose  and  a  significant  reduction  in  the  entrance  dose 
to  the  patient  while  maximizing  dose  delivered  to  the  tumor  (Figure  1).  However,  accurate  treatment  delivery  with 
proton  beam  radiation  is  predicated  upon  precise  definition  of  tumor  volume  and  location.  Tumor  volume 
reduction  during  definitive  proton  beam  radiotherapy  has  resulted  in  significant  dosing  errors,  with  dose  deposition 
in  unintended  regions  (MDACC  PTCOG  47).  The  purpose  of  this  protocol  is  to  quantify  the  extent  of  tumor 
volume,  motion,  and  anatomic  changes  that  occur  during  the  tumor  course  of  definitive  photon  beam 
radiotherapy.  As  both  proton  beam  and  photon  beam  radiotherapy  have  nearly  identical  biological  efficacy,  the 
changes  observed  during  photon  beam  radiotherapy  should  closely  approximate  that  which  would  likely  be 
observed  during  proton  beam  irradiation.  The  long-term  goal  is  to  use  this  data  to  develop  an  adaptive  treatment 
approach  for  proton  and  photon  beam  radiation. 
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Figure  1 :  Comparison  of  Dose  Deposition  between  Photon  and  Proton  Beam  Radiotherapy 

SPECIFIC  AIMS/OBJECTIVES 

Overall  Aim 

To  estimate  the  degree  of  tumor  volume,  tumor  motion,  and  patient  anatomy  changes  that  occur  during  the  time 
course  of  definitive  photon  and  proton  beam  radiotherapy.  To  use  the  data  obtained  in  this  study  to  ultimately 
develop  an  adaptive  radiotherapeutic  approach  that  accounts  in  fast  dose  calculation  engine  to  allow  for 
adaptation  to  account  for  these  changes 

Primary  Aim 

To  estimate  the  degree  of  tumor  volume,  tumor  motion  and  patient  anatomy  change  during  treatment  with  photon 
beam  radiotherapy  using  weekly  4D  or  3D  CT  Scans  and  use  this  data  to  develop  a  fast  dose  calculation  engine 
to  allow  for  treatment  adaptation. 

Secondary  Aims 

To  estimate  the  degree  of  tumor  volume,  tumor  motion  and  patient  anatomy  change  during  treatment  with  proton 
beam  radiotherapy  using  weekly  4D  or  3D  CT  Scans 

Progress 

The  protocol  received  Penn  IRB  approval  to  open  for  recruitment  in  November  2009  and  is  expected  to 
complete  accrual  in  November  2014.  The  protocol  enrollment  goal  is  120  subjects  with  30  patients  per 
stratum  (e.g.  gynecologic  cancers). 

From  08/2010  until  10/1/2012,  we  screened  66  people  and  of  the  66,  enrolled  63  people  on  the  Adaptive 
protocol.  With  63  enrolled  subjects,  we  met  52.5%  of  the  protocol  enrollment  goal  (N=120).  Among  the 
total  63  enrolled  subjects,  the  breakdown  per  stratum  is:  29  lung  (SCLC  and  NSCLC),  9  Gl,  22  GYN,  and 
3  head  &  neck.  Demographic  data  shows:  23  male,  40  female,  44  white,  1 7  black,  and  2  Asian. 
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Among  the  63  enrolled  subjects,  47  individuals  completed  the  protocol  while  16  were  withdrawn.  Among 
the  16  withdrawn  cases:  10  lung,  1  head  &  neck,  4  GYN,  and  1  Gl. 


Study  Group 

Current  Count 

Lung 

29 

Gl 

9 

GYN 

22 

Head  &  Neck 

3 

TOTAL 

ENROLLMENT 

63 

Sex 

Current  Count 

Male 

23 

Female 

40 

TOTAL 

ENROLLMENT 

63 

Race 

Current  Count 

White 

44 

White,  Hispanic 

0 

Black 

17 

Asian 

2 

Other 

0 

TOTAL 

ENROLLMENT 

63 

Current  Count 


Completed 

47 

Withdrawn 

16 

TOTAL 

ENROLLMENT 

63 

Image  quantification  on  the  accrued  data  sets  continues.  Data  analysis  will  examine  the  effect  of  tumor 
and  patient  anatomy  changes  on  radiation  treatment  efficacy  and  will  be  initiated  once  contours  are 
complete  on  current  patients.  To  date,  contouring  has  been  completed  for  9  Gl,  22  gynecologic,  2  head 
and  neck,  and  10  lung  patients.  From  a  random  sampling  of  patients,  a  Gl  patient  involves  contouring 
roughly  700  images,  40  images  for  a  gynecologic  patient,  50  for  a  head  and  neck  patient,  and  900  images 
for  a  lung  patient.  Contouring  for  the  remaining  patients  will  be  completed  within  the  next  1-2  months. 
Once  contouring  is  complete,  tumor  volume  and  motion  data  will  be  tabulated  and  analyzed  by  Dr.  Kevin 
Teo  beginning  in  November  2012. 

Preliminary  data  analysis  may  be  completed  in  time  for  abstract  submission  to  the  American  Society  of 
Clinical  Oncology  in  early  2013. 


Report  for  the  Proton  Beam  Allocation  Project 

Most  of  the  work  in  this  project  is  done  in  Phase  IV  of  the  award  and  is  being  reported  with 
this  award.  The  work  is  continuing. 
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We  have  made  progress  on  three  fronts:  designing  the  real-time  beam  allocation 
application,  building  a  simulation  study  focused  on  investigating  the  performance  of  beam 
allocation  algorithms  under  stochastic  durations  of  preparation  and  field  times,  and  studying 
the  influence  of  different  patient  sequencing  schemes  on  throughput  performance. 
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Key  Research  Accomplishments 


Phase  I 

Multileaf  collimator  was  successfully  developed  and  constructed.  The  device  got 
FDA  approval  and  was  installed  on  four  proton  gantries  at  UPENN,  Roberts  Proton 
Therapy  Center . 

The  device  is  being  used  routinely  for  patients’  treatment  which  is  the  ultimate  success 
of  this  research  goal. 


Phase  II 

•  rocured,  installed,  and  upgraded  a  computing  cluster  (now  1 1 6  CPUs)  that  is 
shared  by  the  research  group  at  Penn. 

•  Developed  a  method  to  generate  a  PBS  beam  data  library  to  commission  a 
treatment  planning  system  that  fits  vendor  specifications  for  size  of  the  primary 
Gaussian  spot. 

•  Generated  beam  data  libraries  for  the  IBA  Dedicated  and  Universal  nozzles. 

•  Achieved  a  ridge  filter  design  that  reduces  the  number  of  energy  layers  required 
to  treat  shallow  targets. 

•  Implemented  several  HU-to-Material  calibration  curves  for  simulations:  tissue- 
based  calibration,  water-only  calibration,  prostate  and  brain  site-specific 
calibrations. 

•  Developed  the  ability  to  perform  fast  spot  weight  optimization  based  on  the 
Cimmino  algorithm  using  Geant4  Monte  Carlo  calculated  dose  kernels. 

•  Developed  DICOM  I/O  capabilities  in  support  of  simulations:  CT  datasets,  RT 
Plan  files  (MLC  leaf  positions,  compensator  milling  pattern,  gantry  and  couch 
positions,  etc),  RT  Structure  files,  writing  out  dose  files  and  isotope  maps. 

•  Implemented  the  IBA  Pencil  Beam  Scanning  delivery  system  for  the  Universal 
and  Dedicated  Nozzles  in  Geant4  simulation.  Validated  against  measured  data 
using  gamma  3%/3mm  criteria  (>99%  points  pass). 

•  Developed  a  novel  technology  based  on  Micromegas  providing  good  spatial 
resolution  in  two  dimensions  and  fine  time  resolution  for  proton  therapy 
dosimetry. 


Phase  III 

Cone  beam  CT  will  be  installed  by  IBA  at  UPENN  proton  therapy  facility  in  2013. 


78 


As  indicated  above,  Walter  Reed  National  Military  Medical  Center  now  has  a  fully 
functional  remote  proton  treatment  planning  solution,  one  which  has  the  potential  to 
positively  impact  radiation  oncology-care  for  our  DoD  beneficiairies. 

We  believe  the  four  deliverables  listed  in  the  original  language  of  the  first  cooperative- 
agreement  have  been  met,  as  the  remote  proton  treatment  planning  system  was 
deployed  shortly  before  the  Walter  Reed  Army  Medical  Center  and  the  National  Naval 
Medical  Center  merged  in  September  2011.  The  system  is  now  in-use  at  the  Walter 
Reed  National  Military  Medical  Center,  as  both  a  research  and  clinical  platform.  Using 
telemedicine  sytem  that  was  developed  as  part  of  this  research  patients  are  being 
planned  for  proton  therapy  at  Bethesda  Maryland  and  their  treatment  is  being  delivered 
in  Philadelphia. 
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Reportable  outcomes 


Phase  I-  MLC  publications 


Research  articles  (published) 


[1]  E  Diffenderfer,  C  Ainsley,  M  Kirk,  J  McDonough,  R  Maughan:  Comparison  of  secondary  neutron  dose  in 
proton  therapy  resulting  from  the  use  of  a  tungsten  alloy  MLC  or  a  brass  collimator  system.  Med.  Phys. 

38(1 1):  6248-6256,  November  2011 

[2]  E  Diffenderfer,  C  Ainsley,  M  Kirk,  J  McDonough,  R  Maughan:  Reply  to  Comment  on  "Comparison  of 
secondary  neutron  dose  in  proton  therapy  resulting  from  the  use  of  a  tungsten  alloy  MLC  or  a  brass  collimator 
system"  Med.  Phys.  39(4):  2306-2309,  April  2012 


Research  articles  (in  preparation) 

[1]  C  Ainsley  et  al:  Monte  Carlo  simulation  and  development  of  a  multileaf  collimator  for  proton  therapy 

[2]  C  Ainsley  et  al :  Shielding  tests  of  a  multileaf  collimator  for  proton  therapy 

[3]  C  Ainsley  et  al:  Monte  Carlo  study  of  the  dosimetric  characteristics  of  a  multileaf  collimator  for  proton 
therapy 

[4]  C  Ainsley  et  al:  Practical  consequences  of  the  use  of  a  multileaf  collimator  for  proton  therapy 

[5]  C  Ainsley  et  al:  Optimization  of  Monte  Carlo  model  parameters  for  the  simulation  of  a  commercial  proton 
therapy  double  scattering  system 


Scientific  abstracts 

[1]  AAPM  49th  Annual  Meeting,  Minneapolis,  MN,  USA  (July  2007) 

“Perturbation  to  dose  distribution  caused  by  utilizing  an  MLC  instead  of  a  brass  aperture  in  passive 
scattering  proton  therapy  ” 

D  Goulart,  R  Maughan,  J  McDonough,  P  Bloch,  S  Avery,  C  Ainsley 
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[Poster] 


[2]  AAPM  49th  Annual  Meeting,  Minneapolis,  MN,  USA  (July  2007) 

“Investigation  of  the  impact  of  leaf  design  on  the  radiation  leakage  through  a  multileaf  collimator  for  use  in 
proton  radiotherapy  ” 

C  Ainsley,  S  Avery,  R  Maughan,  J  McDonough,  P  Bloch,  D  Goulart,  M  Ingram 
[Oral] 

[3]  PTCOG  47,  Jacksonville,  FL,  USA  (May  2008) 

“Designing  a  multileaf  collimator  for  proton  therapy” 

C  Ainsley,  S  Avery,  R  Maughan,  J  McDonough,  J  Metz,  R  Scheurermann,  Z  Tochner 
[Poster] 

[4]  AAPM  51st  Annual  Meeting,  Anaheim,  CA,  USA  (July  2009) 

“ Monte  Carlo  simulation  and  development  of  a  multileaf  collimator  for  proton  therapy” 

C  Ainsley,  R  Scheuermann,  S  Avery,  D  Dolney,  R  Maughan,  J  McDonough 
[Moderated  poster] 

[5]  AAPM  51st  Annual  Meeting,  Anaheim,  CA,  USA  (July  2009) 

“Determination  of  neutron  dose  due  to  a  therapeutic  proton  beam  incident  on  a  closed  tungsten  MLC  using 
the  dual  hydrogenous/non-hydrogenous  ionization  chamber  method” 

E  Diffenderfer,  R  Maughan,  C  Ainsley,  S  Avery,  J  McDonough 
[Oral] 

[6]  PTCOG  48,  Heidelberg,  Germany  (September  2009) 

“Design  and  performance  of  a  multileaf  collimator  for  proton  therapy” 

C  Ainsley,  S  Avery,  E  Diffenderfer,  D  Dolney,  L  Lin,  J  McDonough,  J  Metz,  R  Scheuermann,  Z  Tochner 
[Poster] 

[7]  AAPM  52nd  Annual  Meeting,  Philadelphia,  PA,  USA  (July  2010) 

“Comparison  of  proton  MLC  with  non -divergent  brass  and  tungsten  apertures” 

M  Kirk,  C  Ainsley,  J  McDonough 

[Poster] 

[8]  PTCOG  50,  Philadelphia,  PA,  USA  (May  2011) 

“Comparison  of  secondary >  neutron  dose  in  proton  therapy  resulting  from  the  use  of  a  tungsten  MLC  or  a 
brass  aperture  system  ” 
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E  Diffenderfer,  C  Ainsley,  J  McDonough,  R  Maughan 
[Poster] 

[9]  PTCOG  50,  Philadelphia,  PA,  USA  (May  2011) 

“Design,  testing  and  characterization  of  a  multileaf  collimator  for  proton  therapy” 

C  Ainsley,  S  Avery,  E  Diffenderfer,  D  Dolney,  M  Kirk,  L  Lin,  R  Maughan,  J  McDonough,  J  Metz,  R 

Scheuermann,  Z  Tochner 

[Oral] 

[10]  PTCOG  50,  Philadelphia,  PA,  USA  (May  2011) 

“Optimizing  Monte  Carlo  parameters  to  fit  proton-beam  measurements  with  a  tungsten  MLC” 

M  Kirk,  C  Ainsley,  D  Dolney,  J  McDonough 
[Poster] 


Phase  II-  publications  (Research  articles-in  preparation) 

[1]  A  manuscript  about  the  novel  two-dimensional  proton  dosimetry  technology  has  been  submitted  to  a  Special 

Issue  titled  “Detectors  for  Hadron  Therapy:  Operational  Principles,  Techniques,  and  Readout”  of  the 
journal  Physics  Research  International.  It  is  attached  as  an  Appendix. 

[2]  A  manuscript  about  the  generation  of  beam  data  libraries  from  vendor  specs  has  been  prepared  for 

publication.  It  is  resected  stage  IIIA  non-small  cell  lung  cancer  was  prepared  and  is  being  submitted  for 
publication  attached  as  an  Appendix. 

[3]  A  manuscript  comparing  proton  therapy  modalities  with  IMRT  for  postoperative  radiotherapy  in 
completely 

.  It  is  attached  as  an  Appendix. 
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Abstracts 


•  Oral  Presentation  (speaker:  Derek  Dolney):  R.  Hollebeek,  M.  Newcomer,  G.  Mayers,  B.  Delgado,  G. 
Shukla,  R.  Maughan,  D.  Dolney,  "A  New  Technology  for  Fast  Two-Dimensional  Detection  of  Proton 
Therapy  Beams",  IEEE  Nuclear  Science  Symposium,  Medical  Imaging  Conference  (2012). 

•  Poster:  K.  Noa,  J.  Christodouleas,  D.  Dolney,  A.  Kassaee,  Comparison  of  treatment  plans  with  photons 
using  intensity  modulated  radiation  therapy  and  protons  using  pencil  beam  scanning  for  pelvic 
nodes,  AAPM  Annual  Meeting  (2012). 

•  Poster:  J.  Durgin,  D.  Dolney,  J.  McDonough,  "Treatment  Time  Reduction  for  Proton  Modulated 
Scanning  Beams  Using  a  Ridge  Filter",  AAPM  52nd  Annual  Meeting,  Philadelphia,  PA  (2010). 

•  Poster:  S.  Both,  T.  Zhu,  J.  Finlay,  X.  Zhu,  R.  Slopsema,  D.  Dolney,  J.  McDonough,  "An 
Independent  Program  for  MU  Check  of  Modulated  Scanning  Beam  for  IMPT",  AAPM  51st  Annual 
Meeting,  Anaheim,  CA  (2009). 

•  Proposal:  “A  detector  system  for  imaging  radiotherapeutic  dose  distributions  in  4D“  submitted  to 
Recovery  Act  Limited  Competition:  NIH  Challenge  Grants  inHealth  and  Science  Research  (RC1) 
submitted  to  NIH,  submitted  2009,  not  funded. 

•  Proposal:  NIH  R21  “An  investigation  on  the  use  of  Micromegas  technology  for  proton  therapy 
dosimetry”,  submitted  2009,  not  funded. 

•  Proposal:  NIH  R21  “Three-Dimensional  Dosimetry  for  Proton  Therapy  using  Micromegas 
Detectors”,  submitted  2010,  not  funded. 

•  Proton  dosimetry  with  Micromegas  ranked  top  4  among  ideas  at  the  University  of  Pennsylvania 
competing  for  a  Keck  Foundation  award. 

•  Proposal:  NIH  R01  “Three-Dimensional  Dosimetry  for  Proton  Therapy  using  Micromegas 
Detectors”,  submitted  2012. 

•  Derek  Dolney  invited  to  interview  for  the  position  of  Research  Physicist  at  St.  Jude 
Children’s  Hospital  (Nov  2012). 

Phase  III-  publications  (Research  articles  -published] 

[1]  Development  of  a  remote  proton  radiation  therapy  solution  over  internet2.  Belard  A.,  Tinnel  B., 
Wilson  S.,  Ferro  R.,  O’Connell  J.,  Telemed  J  E  Health.  2009  Dec;15(10):998-1004. 

[2]  Improving  proton  therapy  accessibility  through  seamless  electronic  integration  of  remote  treatment 
planning  sites.  Belard  A,  Dolney  D,  Zelig  T,  McDonough  J,  O'Connell  J.,  Telemed  J  E  Health.  201 1 
Jun;17(5):370-5. 
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Conclusion 


We  have  successfully  advanced  an  developed  several  key  technologies  to  advance  and  move  proton 
therapy  to  the  next  stage. 

1  .We  built  clinical  MLC  for  proton  therapy. 

2.  There  are  several  very  positive  outcomes  from  Phase  II  of  the  award.  Most  notable  is  the  development 
of  a  new  detector  technology  for  proton  therapy  dosimetry.  This  two-dimensional  layer  achieves  better 
spatial  and  time  resolution  than  was  previously  available.  The  investigators  believe  that  this  technology 
can  be  assembled  into  a  system  to  provide  full  three-dimensional  dosimetry,  which  is  not  currently 
available. 

Additionally,  a  capability  has  been  developed  to  compute  dose  distributions  for  patient  treatment  fields 
using  Geant4  Monte  Carlo  (i.e.,  the  forward  dose  calculation).  The  method  requires  some  more  validation 
against  measurements  (e.g.,  in  heterogeneous  media),  but  could  be  applied  clinically. 

The  capability  has  been  developed  to  do  inverse  treatment  planning  and  spot-weight  optimization  using 
Monte  Carlo  calculated  dose  kernels.  The  kernel  generation  is  still  time-consuming,  however  the  cost 
function  is  flexible  and  could  incorporate  LET/TCP/NTCP  information,  or  be  otherwise  modified  for  robust 
treatment  planning. 

3. Our  robust  and  secure  remote  treatment  planning  solution  not  only  grants  DoD  patients  access  to  a 
state-of-the-art  treatment  modality,  it  also  allows  participation  in  the  treatment  planning  process  by  DoD 
radiation  oncologists  and  medical  physicists. 

This  telemedicine  system,  one  which  we  hope  to  improve  overtime,  has  the  potential  to  lead  to  a  greater 
integration  of  military  treatment  facilities  and/or  satellite  clinics  into  regional  proton  therapy  centers. 

4.  We  are  installing  the  first  CBCT  in  proton  therapy. 
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Appendices 


W81XWH-04-2-0022 

Award  Period:  05/17/2004  -  10/31/2012 

List  of  personnel  (not  salaries)  receiving  pay  from  the  research 
effort 


Name 


Role 


AINSLEY, CHRISTOPHER 

Postdoctoral  Researcher 

APPENZOLLER, LINDSEY 

Summer  Student 

AVERY, STEPHEN 

Co-Investigator 

BALDYTCHEV,  MAXIM 

Graduate  Student 

BLOCH, PETER  H 

Co-Investigator 

BOTH, STEFAN 

Co-Investigator 

BUI, STEPHANIE 

Research  Assistant 

DELGADO, BRIAN  M 

Summer  Student 

DIIANNI, SAMUEL 

Grants  Administrator 

DOLNEY,  DEREK 

Postdoctoral  Researcher/Instructor 

DURGIN, JAMES  L 

Graduate  Student 

EGAN, ALEXANDER  JOSEPH 

Summer  Student 

FERRO, RALPH  J 

Computer  Technician 

FOWLER, SUSAN  J 

Summer  Student 

GOULART, DICKSON  C 

Postdoctoral  Researcher 

HOLLEBEEK, ROBERT  JOHN 

Co-Investigator 

INGRAM, MARKS 

Graduate  Student 

JOZWIAK, MICHAEL 

Computer  Technician 

KARASICKJODD 

Summer  Student 

KEENER, PAUL  T 

Systems  Programmer 
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KIRK, MAURA  L 

Graduate  Student 

KLEIN, STUART  L 

Grants  Administrator 

MAUGHAN, RICHARD 

Co-Investigator 

MAYERS, GODWIN  M. 

Electrical  Mechanical  Designer 

MCDONALD, CLIFFORD  S. 

Summer  Student 

MCDONOUGH, JAMES  E. 

Co-Investigator  (former  PI) 

MCKENNA, W  GILLIES 

Former  PI 

METZ, JAMES  M. 

Co-Investigator 

MICK, ROSEMARIE 

Co-Investigator 

NEWCOMER, F  MITCHELL 

Electronics  Engineer 

PATRICK, MARK  S 

Grants  Administrator 

PRENDERGAST, SUSAN 

Research  Nurse 

REILLY, MICHAEL  B 

Electrical  Mechanical  Designer 

RENGAN,RAMESH 

Co-Investigator 

REY, FELIPE 

Medical  Resident 

ROSENFIELD, JONATHAN  R 

Graduate  Student 

SCHEUERMANN, JOSHUA  S. 

Graduate  Student 

SCHEUERMANN, RYAN  M 

Graduate  Student 

SHARKOSKI, TIFFANY  E. 

Clinical  Research  Coord. 

SHUKLA.GAURAV 

Summer  Student 

SMITH, DEBORAH 

Research  Nurse 

STEIN, SARAH  A 

Summer  Student 

TOCHNER,ZELIG  A. 

PI 

VAPIWALA,NEHA 

Project  Leader 

WANG,YI  WEI 

Summer  Student 

XANTHOPOULOS.ERIC 

Medical  Resident 
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Phase  I  -journal  publications  -  published 


Comparison  of  secondary  neutron  dose  in  proton  therapy  resulting 
from  the  use  of  a  tungsten  alloy  MLC  or  a  brass  collimator  system 

Eric  S.  Diffenderfer,  Christopher  G.  Ainsley,  Maura  L.  Kirk,  James  E.  McDonough, 
and  Richard  L.  Maughan 

Department  of  Radiation  Oncology,  University  of  Pennsylvania,  Philadelphia,  Pennsylvania  19104 
(Received  11  March  2011;  revised  30  September  2011;  accepted  for  publication  6  October  2011; 
published  27  October  2011) 

Purpose:  To  apply  the  dual  ionization  chamber  method  for  mixed  radiation  fields  to  an  accurate 
comparison  of  the  secondary  neutron  dose  arising  from  the  use  of  a  tungsten  alloy  multileaf 
collimator  (MLC)  as  opposed  to  a  brass  collimator  system  for  defining  the  shape  of  a  therapeutic 
proton  field. 

Methods:  Hydrogenous  and  nonhydrogenous  ionization  chambers  were  constructed  with  large 
volumes  to  enable  measurements  of  absorbed  doses  below  1 0  4  Gy  in  mixed  radiation  fields  using 
the  dual  ionization  chamber  method  for  mixed-field  dosimetry.  Neutron  dose  measurements  were 
made  with  a  nominal  230  MeV  proton  beam  incident  on  a  closed  tungsten  alloy  MLC  and  a  solid 
brass  block.  The  chambers  were  cross-calibrated  against  a  6oCo-calibrated  Farmer  chamber  in  water 
using  a  6  MV  x-ray  beam  and  Monte  Carlo  simulations  were  performed  to  account  for  variations  in 
ionization  chamber  response  due  to  differences  in  secondary  neutron  energy  spectra. 

Results:  The  neutron  and  combined  proton  plus  c-ray  absorbed  doses  are  shown  to  be  nearly 
equivalent  downstream  from  either  a  closed  tungsten  alloy  MLC  or  a  solid  brass  block.  At  10  cm 
downstream  from  the  distal  edge  of  the  collimating  material  the  neutron  dose  from  the  closed  MLC 
was  (5.360.4)_10_5Gy/Gy.  The  neutron  dose  with  brass  was  (6.460.7)_10_s  Gy/Gy.  Further 
from  the  secondary  neutron  source,  at  50  cm,  the  neutron  doses  remain  close  for  both  the  MLC  and 
brass  block  at  (6.960.6)_10_6Gy/Gy  and  (6.360.7)_10_6Gy/Gy,  respectively. 

Conclusions:  The  dual  ionization  chamber  method  is  suitable  for  measuring  secondary  neutron  doses 
resulting  from  proton  irradiation.  The  results  of  measurements  downstream  from  a  closed  tungsten 
alloy  MLC  and  a  brass  block  indicate  that,  even  in  an  overly  pessimistic  worst -case  scenario,  secondary 
neutron  production  in  a  tungsten  alloy  MLC  leads  to  absorbed  doses  that  are  nearly  equivalent  to 
those  seen  from  brass  collimators.  Therefore,  the  choice  of  tungsten  alloy  in  constructing  the  leaves 
of  a  proton  MLC  is  appropriate,  and  does  not  lead  to  a  substantial  increase  in  the  secondary  neutron 
dose  to  the  patient  compared  to  that  generated  in  a  brass  collimator. Vc  201 1  American  Association  of 
Physicists  in  Medicine.  [DOI:  10.1118/1.3656025] 

I.  INTRODUCTION 

In  recent  years,  most  effort  in  measuring  secondary  neutron 
doses  in  proton  therapy  has  focused  on  estimating  the  dose 
to  the  patient  outside  of  the  treatment  field  either  laterally  or 
beyond  the  spread  out  Bragg  peak.  Secondary  neutrons  produced 
by  interactions  of  the  proton  field  with  beam  modifying 
devices  (e.g.,  double  scattering  system,  beam  shaping 
collimators,  and  range  compensators)  and  the  patient  have 
been  studied  by  many  authors.  1-23  These  secondary  neutrons 
are  responsible  for  whole  body  irradiation  of  high  LET  particles 
at  low  dose  levels  where  the  long  term  effects  are  not 
fully  understood. 24-27  Consequently,  there  is  some  concern 
of  radiation-induced  secondary  cancers  in  patients  treated 
therapeutically  with  protons. 28 
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These  concerns  are  also  important  when  using  a  multileaf 
collimator  (MLC)  in  place  of  brass  or  Lipowitz’s  metal  collimators 
because  of  the  effect  that  the  MLC  may  have  on  secondary 
neutron  dose.  Moyers  et  al.io  found  that  most 
secondary  neutrons  are  produced  in  the  final  collimator  of  a 
passive  scattering  proton  system.  Tayama  et  al. 8  measured 
secondary  neutron  dose  from  a  passively  scattered  proton 
beam  and  determined  that  adjustment  of  the  aperture  diameter 
of  a  brass  MLC  precollimator  can  reduce  the  neutron 
dose  equivalent  outside  of  the  treatment  field.  Taddei  et  al.ii 
found  a  reduction  in  neutron  equivalent  dose  through  Monte 
Carlo  simulations  replacing  the  brass  final  collimator  with  a 
tungsten  collimator  of  the  same  thickness.  Brenner  et  al.n 
used  Monte  Carlo  simulation  to  study  changes  in  neutron 
dose  as  a  function  of  collimator  material  and  thickness. 

Daartz  et  al.  14 used  a  Bonner  sphere  to  measure  an  increase 
of  up  to  two-fold  in  neutron  equivalent  dose  when  using  a 
tungsten  MLC  in  place  of  a  brass  final  collimator. 

In  the  present  paper,  we  are  interested  in  comparing  the 
secondary  neutron  dose  arising  from  the  use  of  a  tungsten 
alloy  MLC,  which  is  in  use  on  the  double  scattering  and  uniform 
scanning  beam  lines  at  the  University  of  Pennsylvania 
Roberts  Proton  Therapy  Center,  to  a  brass  collimator  system 
for  defining  the  lateral  field  shape.  We  have  measured  neutron 
absorbed  dose  due  to  a  proton  beam  of  the  highest 
energy  available  from  our  cyclotron.  Measurements  were 
performed  downstream  from  a  closed  tungsten  alloy  MLC  or 
solid  brass  block.  This  is  an  extreme  case  which  does  not 
represent  a  realistic  clinical  situation,  but  offers  the  best 

6248  Med.  Phys.  38  (11),  November  2011  0094-2405/201 1/38(1 1  )/6248/9/$30.00  Vc2011  Am.  Assoc.  Phys.  Med.  6248 
geometry  for  making  a  quantitative  comparison  of  secondary 
neutron  production  for  a  tungsten  alloy  MLC  and  brass  collimator 
system. 

Based  on  nuclear  cross-sections  for  proton-neutron  interactions 
in  tungsten  or  brass,  one  would  expect  tungsten  to 
produce  the  greater  neutron  flux.  However,  when  constructing 
the  MLC  it  is  necessary  to  use  a  thickness  of  tungsten 
alloy  equivalent  to  slightly  greater  than  twice  the  range  of 
the  highest  energy  protons,  because  the  leaf  design  must 
incorporate  side-  and  end-steps  to  prevent  interleaf  leakage. 

In  a  solid  brass  collimator,  a  thickness  equivalent  to  just 
over  one  proton  range  is  used  and  the  thickness  can  be 
adjusted  according  to  the  energy  of  the  incident  protons. 

Although  more  neutrons  are  produced  in  a  tungsten  alloy 
MLC,  due  to  increased  thickness  there  is  substantial  self 
attenuations  of  the  neutron  flux  which  is  not  present  in  the 
thinner  brass  collimator,  the  difference  being  particularly 
pronounced  at  the  highest  proton  energies. 

Previous  efforts  aimed  at  measuring  the  out-of-field  neutron 
doses  produced  by  a  therapeutic  proton  beam  have 
employed  instruments  that  are  traditionally  used  in  a  radiation 
protection  setting  such  as  Bonner  spheres, 29  long  counters, 

30  scintillation  counters, 30  superheated  neutron  bubble 
detectors, 31  or  foil  activation  techniques. 32  Measurements 
with  these  instruments  are  reported  in  terms  of  dose  equivalent 
(Sv),  which  is  a  product  of  the  absorbed  dose  (Gy)  and  a 


88 


neutron  energy-dependent  radiation  weighting  factor.  Often 
commercial  devices  are  used  for  these  measurements  with 
vendor-supplied  calibrations  that  give  no  specifics  of  the 
radiation  weighting  factors  used.  Bonner  spheres  employ  a 
boron  trifluoride  (BF3)  or  3He  filled  counter  to  detect  neutrons 
which  have  been  thermalized  by  a  thick  polyethylene 
moderator.  The  size  of  the  moderator,  which  must  be 
increased  to  accommodate  higher  energy  neutrons,  therefore 
limits  their  spatial  resolution.  Although  neutron  bubble 
detectors  can  have  good  spatial  resolution,  their  accuracy  is 
statistically  constrained  by  the  maximum  number  of  bubbles 
that  can  be  reliably  counted,  a  number  that  is  on  the  order  of 
100  bubbles  per  exposure.  31,33  The  energy  response  of  these 
detectors  is  often  limited  and  they  are,  therefore,  expected  to 
under-respond  to  the  secondary  neutron  dose  produced  by 
high  energy  therapeutic  proton  beams  (_230  MeV),  since 
these  beams  contain  large  numbers  of  high  energy  neutrons. 
Typically  Bonner  spheres,  long  counters,  and  bubble  detectors 
respond  to  neutrons  with  energies  up  to  10-20  MeV. 

Recently,  survey  instruments  have  been  developed  with 
extended  energy  response.  Such  instruments  include  a  Bonner 
sphere34  and  a  long  counters  with  modified  moderator, 
and  an  instrument  based  on  scintillation  counters. 36  These 
devices  have  large  volumes  and  therefore  poor  spatial  resolution 
and  the  uncertainties  in  their  calibration  factors  can  be 
considerable. 

The  measurements  of  Binns  et  al.i  used  a  tissueequivalent 
proportional  counter  (TEPC)  to  study  the  microdosimetric 
spectra  resulting  from  proton  interactions  with 
the  dose  delivery  system.  Such  measurements  have  the 
advantage  of  providing  absorbed  dose  measurements  as  a 
function  of  lineal  energy.  This  can  then  be  used  to  assign 
appropriate  radiation  weighting  factors  or  relative  biological 
effectiveness  (RBE)  for  calculating  dose  equivalent  in  Sv  or 
Gy(RBE).37  While  a  commercial  instrument  is  available 
which  incorporates  a  TEPC  and  multichannel  analyzer  in  a 
single  portable  device  (REM  500,  Far  West  Technology, 

Inc.,  Goleta,  CA),  this  instrument  lacks  the  spectral  dynamic 
range  that  is  required  for  precision  microdosimetric  measurements. 
Precise  measurements  require  careful  control  of 
gas  pressure  in  the  TEPC  and  the  use  of  2-4  amplification 
channels  to  acquire  the  entire  signal  dynamic  range.  It  is 
likely  due  to  the  increased  challenge  these  difficulties  present 
that  this  method  has  not  been  widely  pursued  for  measuring 
secondary  dose  in  proton  therapy  fields. 

Ionization  chambers  such  as  those  that  are  routinely  used 

in  radiation  therapy  dosimetry  and  quality  assurance  would 

tend  to  alleviate  these  issues  were  it  not  for  the  large  background 

of  leakage  protons  passing  through  the  interleaf  gaps 

of  the  MLC  and  c-rays  induced  through  (p,c)  and  (n,c)  reactions. 

These  chambers  are  typically  constructed  of  tissueequivalent 

(TE)  materials  and  respond  to  neutrons,  protons, 

and  c-rays  with  equivalent  sensitivities.  However,  the  neutrons 

display  different  LET  and  radiation  weighting  factors 

from  the  protons  and  c-rays,  so  their  respective  dose  contributions 

must  be  separated  in  some  way. 
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We  determine  the  absorbed  neutron  and  combined  leakage 
proton  plus  c-ray  (p|3c)  absorbed  doses  directly  by 
means  of  a  dual  ionization  chamber  method  originally  developed 
as  a  mixed-field  dosimetry  technique  used  to  separate 
the  neutron  dose  from  the  background  neutron-induced  c-ray 
dose  in  fast  neutron  therapy  beams.  3s  An  advantage  of  this 
technique  is  that  it  determines  absorbed  dose  and  allows  the 
user  to  input  appropriate  radiation  weighting  factors  or  RBE 
to  calculate  dose  equivalent  or  RBE-weighted  dose,  respectively. 

In  this  technique,  two  ionization  chambers  with  different 
sensitivities  to  the  two  types  of  radiation  are  used  to 
evaluate  the  separate  absorbed  doses  of  neutrons  and  c-rays. 

The  contribution  from  interleaf  leakage  protons  to  the 
absorbed  dose  cannot  be  separated  from  that  due  to  c-rays, 
but  this  has  little  impact  because  the  RBE  of  protons  and  crays 
are  relatively  close  and  generally  small  compared  to 
that  of  neutrons.  39  The  chambers  are  constructed  to  have 
approximately  the  same  sensitivity  to  protons  and  c-rays, 
while  one  of  the  two  is  designed  to  be  relatively  insensitive 
to  neutrons  compared  to  the  other.  This  was  accomplished 
by  constructing  one  chamber  using  materials  that  closely 
mimic  the  dose  response  of  tissue  exposed  to  proton,  c-ray, 
and  neutron  radiation;  for  neutrons,  this  ideally  requires  the 
chamber  wall  and  gas  to  simulate  the  atomic  composition  of 
tissue  exactly.  In  practice,  this  is  not  possible  in  a  solid 
material  and  matching  hydrogen  content  (i.e.,  using  hydrogenous 
materials)  is  a  good  compromise  since  most  of  the 
neutron  kerma  originates  from  (n,p)  elastic  scattering  interactions. 

38  In  contrast,  the  other  chamber  is  constructed  using 
materials  with  relatively  low  neutron  interaction  crosssections 
(i.e.,  using  nonhydrogenous  and  higher  atomic  number 
(Z)  materials). 

The  absorbed  dose  of  secondary  neutron  or  p|3c  radiation 
downstream  of  a  closed  collimator  or  outside  of  a 
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therapeutic  proton  beam  is  expected  to  be  in  the  range 

0.01%-0.5%  of  the  primary  open  field  proton  dose, 1,2,7,32 

depending  on  the  delivery  mode  (e.g.,  scattering  or  scanning). 

Collection  volumes  of  commercially  available  ionization 

chambers  suitable  for  use  in  the  dual  ionization  chamber 

method  are  on  the  order  of  1  cm3.  The  charge  collected  in  a 

volume  of  this  size  for  doses  on  the  order  of  0.2  mGy  may 

therefore  be  as  low  as  5  pC.  With  a  measured  leakage  charge 

of  2-4  pC  over  the  elapsed  time  of  dose  delivery,  the  secondary 

radiation  signal  is  easily  lost  in  the  noise  due  to  current 

leakage.  Therefore,  we  have  designed  and  built  a  set  of 

larger  volume  ionization  chambers  that  increase  the  charge 

collection  efficiency  to  an  extent  that  exceeds  the  signal  to 

noise  ratio  limits  imposed  by  the  leakage  current.  For 

instance,  with  a  ten-fold  increase  in  chamber  volume  over 

commercially  available  chambers  and  with  reproducible 

charge  leakage  in  the  range  of  2-4  pC,  we  estimate  that 

doses  as  low  as  0.2  mGy  can  be  measured  with  an  accuracy 

of  approximately  6%. 

II.  METHODS  AND  MATERIALS 
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In  the  dual  chamber  method, 38  the  two  chambers  are  first 
calibrated  in  a  reference  photon  field.  When  placed  at  the 
same  point  in  a  mixed  field  each  exhibits  an  independent 
response  according  to  its  relative  sensitivity  to  neutrons  and 
p(3c  radiation.  The  dose  responses  of  the  chambers  can  be 
described  as  a  simple  sum  of  the  products  of  their  sensitivity 
to  the  separate  types  of  radiation  with  the  dose  due  to  the  respective 
radiation.  In  the  following  we  will  assign  the  subscript 
T  to  the  chamber  designed  to  have  equal  sensitivity  to 
both  neutrons,  protons,  and  c-rays  and  we  will  assign  U  to 
the  chamber  designed  to  have  lower  relative  neutron  sensitivity. 

In  the  mixed  field,  the  ratio  of  the  dosimeter  responses 
with  their  sensitivities  to  the  photon  field  used  for  calibration, 

Ro 

T  and  Ro 
u,  are  given  by 

R 

0 

t  Va  kiDn  |d  hiDptoc;  (1) 
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Ro 

u  Vi  kuDn  (3  huDptoc;  (2) 

in  units  of  absorbed  dose.  The  parameters  k  and  h  are  the  respective 

sensitivities  of  the  dosimeters  to  neutrons  and  p(3c 

radiation  relative  to  their  sensitivities  to  the  photon  field 

used  for  calibration.  Then,  the  absorbed  dose  to  water  from 

neutrons  and  pf)c  radiation,  Dn  and  Dp  p  c,  is  obtained  by 

solving  Eqs.  ( 1 )  and  (2)  simultaneously 
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The  two  components  of  dose  as  they  are  presented  in  Eqs. 

(3)  and  (4)  depend  on  the  relative  sensitivities  of  the  chambers 
to  p(3c  and  neutron  radiation. 

To  implement  the  dual  chamber  method  we  have  built  a 
chamber  using  TE  materials  with  nearly  equal  proton,  c-ray, 
and  neutron  sensitivities  and  a  second  chamber  constructed 
using  higher  Z  material  to  obtain  a  lower  sensitivity  to  neutron 
radiation.  Both  were  based  on  a  thimble-type  ionization 
chamber  design,  providing  an  active  volume  of  9.14  cm3. 

The  walls  of  the  ionization  chambers  are  0.318  cm  thick 
with  an  inner  diameter  of  1.91  cm,  Fig.  1.  A  Rexolite  1422 
(C-Lec  Plastics,  Philadelphia,  PA)  polystyrene  base  supports 
the  outer  shell,  the  electrode,  and  the  guard  ring  which 
reduces  leakage  current  between  the  outer  shell  and  inner 
electrode.  The  polystyrene  base  also  provides  an  inlet  and 
outlet  port  to  the  ionization  chamber  for  gas  flow  through  the 
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active  volume.  The  gas  flow  is  metered  using  an  adjustablerate 
flow-meter  at  a  rate  low  enough  to  ensure  that  air  is 
completely  flushed  from  the  system  without  increasing  the 
chamber  above  atmospheric  pressure.  A  thin-walled  l/4oo  diameter 
aluminum  stem  attached  to  an  aluminum  base  provides 
a  means  of  supporting  the  chamber  in  the  radiation 
field  as  well  as  routing  the  tri-axial  cable  and  the  1/1 600  PVC 
tubing  that  is  used  to  provide  gas  flow.  The  TE  chamber  was 
constructed  with  the  outer  shell,  the  inner  electrode,  and  the 
guard  ring  composed  of  A-150  TE  plastic.40  Methane -based 
TE  gas38  flows  through  the  chamber’s  active  volume.  For  the 
nonhydrogenous  chamber,  magnesium,  and  argon  were  the 
wall  material  and  gas  of  choice,  respectively,  due  to  their 

Fig.  1 .  (a)  Drawing  of  the  large  volume  ionization  chambers  designed  and  built  for  use  at  the  University  of  Pennsylvania’s  Roberts  Proton 
Therapy  Center,  (b) 

Image  of  the  assembled  Mg-Ar  (top)  and  TE-TE  (bottom)  ionization  chambers. 
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relatively  low  neutron  interaction  cross-sections.  The  construction 

of  this  chamber  is  identical  to  the  TE  chamber 

except  that  the  magnesium  components  have  been  substituted 

for  the  A-150  TE  plastic  components. 

The  chambers  were  cross-calibrated  against  a  6oCo-calibrated 
Exradin  A12  (Standard  Imaging,  Middleton,  WI) 

Farmer-type  ionization  chamber  (0.65  cm3  active  volume) 
using  the  6  MV  x-ray  beam  of  a  Varian  Clinac  iX  (Varian 
Medical  Systems,  Palo  Alto,  CA)  linear  accelerator.  The  large 
volume  chambers  were  placed  in  3.3  mm  thick  waterproof 
PMMA  sleeves  within  a  30_30_30  cm  water  phantom  with 
0.5  cm  thick  PMMA  walls  at  an  SSD  of  100  cm,  with  the  xray 
beam  delivered  horizontally.  Readings  were  taken  at  a 
depth  of  10  cm  with  stabilized  gas  flow  through  the  large  volume 
chambers.  The  Exradin  A12  readings  were  corrected 
with  the  x-ray  beam  quality  factor,  kQW).994,  which  was 
determined  using  the  beam  quality  specification  procedure  of 
Almond  et  al.41  Additional  corrections  for  leakage  current, 
temperature  and  pressure  variations,  polarity  effects,  ion  collection 
efficiency,  and  the  electrometer  calibration  factor  were 
applied  to  all  chamber  readings.  Table  1  shows  active  volumes 
and  calibration  factors  for  the  dosimeters. 

Dual  chamber  measurements  were  made  in  air  to  compare 

the  secondary  neutron  dose  for  tungsten  alloy  and  brass  collimators. 

All  measurements  of  secondary  radiation  dose 

from  tungsten  alloy  were  done  with  the  MLC  fully  closed. 

Fig.  2(a).  Measurements  with  brass  were  completed  by  placing 
a  12  cm  diameter  and  6.5  cm  thick  cylindrical  brass 
block  directly  downstream  from  the  MLC  with  20  open  leaf 
pairs  of  the  MLC  (each  of  physical  width  4.35  mm  and 
roughly  9  cm  thick)  forming  an  8.7  cm  diameter  circle,  Fig. 

2(b).  An  unmodulated  proton  beam  with  kinetic  energy  of 
230  MeV  was  delivered  in  uniform  scanning  mode  with  no 
lateral  deflection  and  with  all  beam-line  scatterers  removed 
so  that  the  neutron  production  would  be  confined  to  the 
MLC  or  brass  collimator  material.  Readings  were  taken  with 
the  chambers  placed  at  isocenter  10  cm  from  the  distal  edge 
of  the  closed  MLC  or  brass  block.  To  obtain  a  comparable 
neutron  source  to  detector  distance  and  accounting  for  the 
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difference  in  collimator  thickness,  readings  were  also  taken 
50  cm  downstream  from  the  proximal  edge  of  the  closed 
MLC  or  brass  block.  Gas  flow  through  the  chambers  was 
allowed  to  stabilize  at  the  same  flow  rate  used  for  calibration 
and  chamber  readings  were  corrected  for  all  previously  mentioned 
effects. 

The  proton  beam  used  in  this  study  was  characterized 
with  film  and  ionization  chamber  measurements.  Lateral 
beam  dose  profiles  with  the  MLC  fully  open  were  measured 
with  film  (Gafchromic  EBT2,  International  Specialty  Products, 

Wayne,  NJ)  placed  at  0  and  32  cm  depths  in  solid  water 
plastic,  where  32  cm  depth  is  at  isocenter.  An  8.4  cm  diameter 
plane  parallel  ionization  chamber  (Model  34070,  PTW, 

Freiburg,  Germany)  was  scanned  in  a  water  tank  along  the 
beam  axis  to  measure  the  fractional  depth  dose  profile. 

Implementation  of  the  dual  chamber  method  requires 
knowledge  of  the  neutron  energy  spectrum  for  an  accurate 
assessment  of  the  dose  response  of  the  chambers.  To  this 
end,  we  have  performed  simulations  of  secondary  radiation 
production  from  the  proton  beam  at  the  University  of  Pennsylvania 
using  the  Geant4  simulation  toolkit. 42  The  simulations 
incorporate  beam  shaping  components  of  the  universal 
nozzle  and  tungsten  alloy  MLC  and  have  been  experimentally 
verified  in  separate  measurements  to  be  published  later. 

Secondary  neutron  fluence  spectra  is  recorded  in  a  1  cm  diameter 
sphere  at  the  measurement  positions  distal  to  the 
closed  tungsten  alloy  (92.5%  W,  5.2%  Ni,  and  2.3%  Cu  by 
weight)  MLC  or  6.5  cm  brass  block  (62%  Cu,  35%  Zn,  and 
3%  Pb  by  weight). 

The  relative  neutron  sensitivities,  ku  and  ki,  as  a  function 
of  incident  neutron  energy  up  to  50  MeV  have  been  computed 
iteratively  by  Waterman  et  al.43  using  tabulated  tissue 
kerma  factors  and  experimentally  determined  chamber 
responses  in  a  number  of  neutron  fields  with  known  neutron 
energy  spectra.  However,  since  neutron  sensitivities  are  also 
a  function  of  chamber  gas  composition,  wall  material,  and 
chamber  size, 44^6  and  in  our  case  the  secondary  neutron 
energies  are  expected  to  approach  the  primary  proton  energy, 
we  have  developed  Monte  Carlo  simulations  to  calculate  the 
sensitivities  of  our  large  volume  chambers.  We  modeled  the 
magnesium- walled  and  argon  gas-filled  (Mg-Ar)  chamber  as 
well  as  the  A150  TE  plastic-walled  and  methane-based  TE 
gas-filled  (TE-TE)  chamber  using  dimensions  and  material 
Table  I.  The  dose  to  water  calibration  factors,  Ndw,  for  the  chambers  used 
in  the  measurements. 

Chamber  Active  volume  (cm3)  Ndw  (Gy/C) 

Exradin  A12  0.65  5.040_107 
TE-TE  9.14  3.44_1  Os 
Mg-Ar  9.14  2.33_106 

Fig.  2.  Experimental  setup  (not  to  scale)  showing  the  measurement  points 
10  cm  downstream  from  the  distal  side  and  50  cm  downstream  of  the  proximal 
side  of  either  the  closed  MLC  (a)  or  a  6.5  cm  thick  brass  block  placed 
downstream  of  the  MLC  with  leaves  open  to  form  an  8.7  cm  diameter 
circle  (b). 
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compositions  based  on  the  design  drawings  and  measurements 
of  the  finished  chambers.  Each  chamber  was  uniformly 
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irradiated  with  a  simulated  neutron  beam  having  a 
circular  diameter  sufficient  to  fully  encompass  the  entire 
chamber  with  the  beam  oriented  perpendicular  to  the  chamber’s 
cylindrical  axis.  The  dose  deposited  within  the  gas  volume 
of  the  chamber  was  scored  as  a  function  of  incident 
neutron  energy  which  ranged  0-250  MeV.  We  are  interested 
in  the  absorbed  dose  to  water,  so  the  sensitivities  were  calculated 
as  the  ratio  of  the  dose  deposited  in  the  chamber  gas 
volume  to  the  dose  deposited  in  the  gas  volume  of  an  identical 
chamber  composed  of  water.  The  water  density  of  the 
wall  and  gas  is  adjusted  such  that  the  total  areal  density  of 
each  is  equivalent  to  the  areal  densities  of  the  Mg-Ar  or  TETE 
chambers.  Relative  sensitivities  were  calculated  by  taking 
the  quotient  of  the  neutron  sensitivity  with  the  sensitivity 
obtained  through  simulating  exposure  of  the  chamber  to  a 
photon  field  with  an  energy  spectrum  that  approximates  the 
6  MV  photon  field  used  for  calibration. 

To  test  the  reliability  of  the  above  method  for  calculating 
ku  and  ki,  we  have  also  calculated  relative  sensitivity  functions 
for  the  chambers  described  in  the  Waterman  study.  In 
this  case,  dimensions  of  the  Mg-Ar  chamber  were  modeled 
after  an  Exradin  model  2  Spokas  thimble  chamber  with  0.54 
cm3  active  volume  and  dimensions  of  the  TE-TE  chamber 
were  modeled  on  the  FWT  1C-17  (Far  West  Technology, 

Inc.)  chamber  with  1.0  cm3  active  volume.  Since  the  neutron 
sensitivities  given  by  Waterman  et  al.43  are  relative  to  tissue, 
the  Mg-Ar  and  TE-TE  chamber  sensitivities  are  calculated 
relative  to  a  chamber  composed  of  ICRU  muse le47  with  the 
density  of  the  wall  and  gas  adjusted  appropriately.  The 
results  fall  within  the  errors  (1-2  s.d.)  and  deviations  from 
the  measured  values  can  be  attributed  to  a  lack  of  neutron 
cross-section  data  above  20  MeV  (Ref.  47)  and  ambiguities 
in  Waterman  et  al.43  regarding  the  dimensions  of  the  chambers, 
the  material  composition  of  the  TE-TE  chamber,  and 
the  elemental  composition  of  tissue. 

Since  measurements  are  performed  in  a  spectrum  of  neutron 
energies,  the  effective  relative  neutron  sensitivity  of  an 
ionization  chamber  in  any  given  neutron  energy  spectrum 
replaces  the  energy  dependent  neutron  sensitivity  in  Eqs.  (3) 
and  (4).  Effective  sensitivity  can  be  expressed  as  the  doseweighted 
average  of  relative  neutron  sensitivity43 
ki  y4 

D  ki5EPDw5EPdE 
D  DwQEPdE 

;  (5) 

where  i  represents  the  chambers  T  or  U,  Dw(E)  is  the  dose  to 
water  as  a  function  of  neutron  energy,  and  ki(E)  is  neutron 
sensitivity  relative  to  the  sensitivity  to  the  photon  field  used 
for  calibration. 

The  systematic  errors  in  Monte  Carlo  calculated  chamber 

sensitivities  are  difficult  to  estimate  and  a  detailed  analysis 

of  dose  measurement  errors  arising  from  these  calculations 

is  beyond  the  scope  of  this  work.  Flowever,  the  overall  measurement 

uncertainties  (DDn  and  DDp  (3  c)  can  be  derived 

through  error  propagation  of  Eqs.  (3)  and  (4)  (Ref.  48) 

assuming  the  uncertainties  are  uncorrelated 
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In  the  following,  the  component  of  the  uncertainty  in  p|3c 
sensitivity  (Dhi  and  Dhu)  arising  from  sensitivity  to  c-rays  is 
ignored  because  the  chambers  are  calibrated  in  a  photon  field. 
The  sources  of  error  inherent  in  calculating  neutron  sensitivity 
as  a  ratio  of  doses  can  be  estimated  by  approximating  neutron 
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dose  as  the  product  of  the  neutron  kerma  factor  (K)  with  the 
neutron  fluence  (U).  Then,  the  neutron  sensitivity  error  is  a 
function  of  the  errors  in  the  neutron  kerma  factor,  neutron  fluence, 
and  the  sensitivity  to  the  photon  field  used  for  calibration. 

Systematic  error  in  the  fluence  calculations  is  primarily 

dependent  on  neutron  emission  cross-section  uncertainties 

which  are  estimated  to  be  20—40%  for  protons  and  neutrons. 47 

As  an  approximation,  we  ignore  this  error  because  the  neutron 

sensitivity  is  calculated  as  a  ratio  of  doses  which  are  each 

affected  by  fluence  error  in  largely  the  same  manner.  Sensitivity 

to  the  calibration  field  is  also  calculated  as  a  dose  ratio,  so 

the  effects  of  systematic  error  in  the  estimation  of  photon  fluence 

for  the  calibration  field  are  also  ignored.  Then,  with  the 

uncertainty  in  the  mass  attenuation  coefficient  being  l%-2% 

in  the  energy  range  of  the  photons  used  for  calibration, 49  an 

estimate  of  2. 5%  uncertainty  in  the  sensitivity  of  the  dosimeters 

to  the  calibration  field  agrees  with  that  of  ICRU  Report 

78  .37  The  remaining  systematic  errors  in  neutron  sensitivity 

can  be  attributed  to  uncertainty  in  the  neutron  kerma  factors 

which  are  directly  related  to  uncertainty  in  neutron  interaction 

cross-sections.  Kerma  factor  uncertainty  is  estimated  to  be  up 

to  2%  for  water  and  5%  for  A- 150  TE  plastic  or  TE  gas  when 

uncertainty  in  elemental  composition  and  the  neutron  spectra 

used  to  measure  the  kerma  factors  is  considered.  50  Kerma  factors 

for  magnesium  and  argon  are  not  well  known  and  their 

uncertainties  are  estimated  to  be  up  to  20%. 47  Analogous  to 

our  approach  with  neutrons,  the  uncertainty  in  relative  proton 

sensitivity  can  be  estimated  by  taking  a  fluence  based 

approach  to  calculate  the  doses  that  are  used  in  the  ratio  for 

relative  proton  sensitivity.  Then,  the  error  depends  on  proton 

stopping  power  uncertainty,  which  has  been  estimated  at  less 

than  2%  for  elements  and  4%  for  compounds. 51 

III.  RESULTS  AND  DISCUSSION 

Shown  in  Figs.  3(a)  and  3(b)  are  Gafchromic  EBT2  film 

absorbed  dose  profiles  along  the  lateral  x-  and  y-axis  for  0 
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and  32  cm  depth  in  solid  water  plastic,  displayed  in  units  of 

cGy  per  machine  monitor  unit  (MU).  Gaussian  functions 

with  a  constant  background  were  fit  to  the  profiles  to  determine 

the  beam  width.  At  0  cm  depth  (32  cm  upstream  from 

isocenter),  rx!41  .66  cm  and  ryVil  .84  cm.  The  32  cm  depth 

measurement  is  at  isocenter  and  the  widths  are  rx%2.04  cm 

and  ry%2.17  cm.  During  the  neutron  measurements  the 

proximal  face  of  the  MLC  is  approximately  19  cm  upstream 

from  isocenter.  When  measurements  are  made  with  the  brass 

block  and  the  MLC  open  to  form  an  8.7  cm  diameter  circle, 

less  than  4%  of  the  proton  dose  is  deposited  in  the  MLC. 

Therefore,  the  effect  on  measurements  with  the  brass  block 
is  negligible  because  the  neutron  and  p(3c  doses  are  less 
than  0.01%  of  the  dose  delivered  to  isocenter  with  an  open 
collimator,  as  shown  below. 

A  fractional  depth  dose  profile  in  water  measured  with 
the  PTW  plane  parallel  chamber  is  shown  in  Fig.  3(c).  The 
peak  absorbed  dose  at  isocenter  was  determined  to  be  6.95 
cGy/MU  using  the  product  of  the  surface  dose  (2.33  cGy/ 
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MU),  the  peak  to  surface  ratio  obtained  from  Fig.  3(c),  and 
the  ratio  of  fractional  profile  areas  measured  by  the  8.4  cm 
plane  parallel  chamber  at  the  surface  to  the  peak  at  32  cm. 

Simulated  neutron  fluence  spectra  10  cm  from  the  distal 
edge  of  the  closed  tungsten  alloy  MLC  or  6.5  cm  brass  block 
are  shown  in  Fig.  4(a).  The  fluence  spectra  50  cm  from  the 
proximal  edge  of  the  closed  MLC  and  the  brass  block  are 
shown  in  Fig.  4(b).  In  all  cases,  the  spectra  are  heavily  dominated 
by  low  energies  with  a  long  tail  approaching  the  incident 
proton  energy.  The  mean  neutron  energies  from  the 
MLC,  which  has  a  thickness  equivalent  to  twice  the  proton 
range,  are  notably  lower  than  the  mean  energies  from  the 
brass  block,  whose  thickness  is  <10%  greater  than  the  proton 
range.  The  simulations  also  indicate  that  dose  due  to 
interleaf  leakage  protons  greatly  outweighs  c-ray  dose  distal 
to  the  closed  MLC  while  almost  no  protons  pass  completely 
through  the  brass  block. 

The  sensitivity  functions,  kT  and  ku,  calculated  from  Monte 
Carlo  simulations  of  the  large  volume  chambers  are  plotted  as 
a  function  of  neutron  energy  in  Fig.  5.  The  Mg-Ar  relative 
sensitivity,  ku,  falls  rapidly  to  zero  with  decreasing  neutron 
energy  so  integration,  in  Eq.  (5),  of  the  sensitivity  function 
with  a  dose  distribution  that  is  heavily  weighted  toward  low 
energy  neutrons  will  result  in  a  small  effective  neutron  sensitivity. 
Conversely,  the  TE-TE  relative  sensitivity,  kT,  varies 
little  with  neutron  energy  and  is  found  to  be  nearly  unity  after 
integration  with  the  neutron  dose  distribution. 

Given  the  chambers  are  calibrated  in  an  x-ray  field,  then 
each  chamber’s  c-ray  sensitivity  relative  to  the  radiation 
used  for  calibration  can  be  assumed  to  be  unity  because  the 
Compton  effect  predominates  in  both  the  x-ray  calibration 
and  in  the  c-rays  of  the  mixed  field.  Where  interleaf  leakage 
protons  outnumber  secondary  c-rays,  as  is  the  case  downstream 
of  the  closed  MLC,  the  proton  sensitivity  was  calculated 
using  the  same  Monte  Carlo  model  used  to  find  the 
neutron  sensitivities.  The  proton  sensitivity  was  found  to  be 
approximately  invariant  with  proton  energy  for  both  chambers. 
Furthermore,  the  TE-TE  chamber  is  constructed  of  hydrogenous 
materials  with  proton  stopping  powers  close  to 
that  of  water  and  therefore  exhibits  a  relative  sensitivity  to 
protons  that  is  equivalent  to  its  relative  sensitivity  to  c-rays. 

The  calculated  sensitivities  of  the  Mg-Ar  and  TE-TE  chambers 
to  p|3c  radiation  are  approximately  0.9  and  1.0, 

Fig.  3.  Lateral  beam  profiles,  taken  with  radiochromic 
film,  along  the  x-  and  y-axis  for  0  cm  (a)  and  32  cm  (b) 
depth  in  solid  water  plastic,  where  the  32  cm  measurement 
is  at  isocenter.  The  fractional  depth  dose  profile 
(c)  in  water  measured  with  the  PTW  8.4  cm  diameter 
plane  parallel  chamber. 
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respectively,  for  the  MLC  measurements  where  the  interleaf 

leakage  protons  dominate  over  c-rays.  When  measurements 

are  performed  downstream  of  the  brass  block,  the  c-rays 

dominate  over  protons  and  the  sensitivities  of  both  chambers 

are  approximately  1.0. 

Shown  in  Table  II  are  effective  sensitivities  for  each  of 


97 


the  measurements  described  above  along  with  the  absorbed 

dose  responses  of  the  dosimeters  and  calculated  neutron  and 

ppc  doses  in  units  of  1 0_  5  Gy  absorbed  dose  to  water  per 

Gy  of  absorbed  dose  to  water  delivered  to  isocenter  at  32  cm 

depth  by  a  pristine  230  MeV  proton  beam.  Relative  uncertainties 

were  approximated  at  5%  for  ppc  sensitivities,  20% 

for  ku ,  6%  for  kt\  and  inserted  into  Eqs.  (6)  and  (7)  to  estimate 

the  relative  uncertainty  of  the  dose  calculations.  Approximate 

uncertainties  in  the  MLC  doses  are  8%  for 

neutrons  and  9%  for  ppc  radiation.  A  higher  mean  neutron 

energy  of  29  MeV  in  the  brass  spectra  compared  to  the  tungsten 

MLC,  Figs.  4(a)  and  3(b),  leads  to  a  higher  effective 

neutron  sensitivity,  ku,  which  in  turn  leads  to  higher  uncertainties. 

Consequently,  the  brass  measurements  exhibit 
uncertainties  of  approximately  1 1%  in  neutron  dose  and 
20%  in  ppc  dose. 

The  respective  neutron  and  ppc  doses  due  to  protons  are 
nearly  equivalent  for  a  closed  tungsten  alloy  MLC  or  a  brass 
block.  This  disagrees  with  the  results  of  Daartz  et  al.14  who 
used  a  25.4  cm  Bonner  sphere  to  measure  neutron  doses  at 
isocenter  for  a  185  MeV  proton  beam  fully  blocked  by  either 
a  brass  collimator  or  tungsten  MLC.  Neutron  dose  equivalents 
of  3_10_4and  5_10_4Sv/Gy  for  a  10  cm  air-gap  and 
1.3_10_4and  2.3_10_4  Sv/Gy  with  a  30  cm  air-gap  were 
reported  for  the  brass  collimator  and  tungsten  MLC,  respectively. 

These  correspond  to  a  nearly  two-fold  increase  in  neutron 
dose  equivalent  at  isocenter  when  switching  from  a 
closed  brass  collimator  to  a  tungsten  MLC.  In  contrast,  using 
their  stated  radiation  weighting  factor  of  5.9,  we  measure 
3.2_10_4  Sv/Gy  and  3.8_10_4  Sv/Gy  for  an  8.7  cm  airgap 
to  the  brass  block  and  MLC,  respectively.  For  42.2  cm 
Fig.  4.  Simulated  neutron  fluence  spectra  through  a  1  cm  diameter  sphere 
placed  10  cm  from  the  distal  edge  of  the  closed  MLC  or  the  brass  block  (a), 
and  50  cm  from  the  proximal  edge  of  the  MLC  or  the  brass  block  (b). 

Fig.  5.  Relative  chamber  sensitivity  as  a  function  of  incident  neutron  energy 
for  the  large  volume  Mg-Ar  and  TE-TE  chamber.  The  sensitivities  are  calculated 
with  the  Geant4  (Ref.  42)  Monte  Carlo  toolkit  using  detailed  geometrical 
models  of  the  chambers. 

Table  II.  Relative  p|Dc  and  neutron  sensitivities  of  the  Mg-Ar  chamber  (hu  and  ku)  and  the  TE-TE  chamber  (hT  and  kT),  dosimeter  response  (FT 
u  and  FT 
T), 

neutron  (Dn)  and  p(Dc  (Dp  p>  c)  absorbed  doses  to  water  per  Gy  of  absorbed  dose  to  water  delivered  at  isocenter  by  a  pristine  230  MeV  proton 
beam.  Relative 

uncertainties  of  approximately  5%  for  p[Dc  sensitivities  (hu  and  hi),  20%  for  ku ,  and  6%  for  kT  are  inserted  into  Eqs.  (6)  and  (7)  to  determine  the 
relative 

uncertainty  of  the  absorbed  dose  calculations.  The  materials  used  in  this  experiment  are  an  MLC  with  tungsten  alloy  leaves  and  a  6.5  cm  thick 
brass  block 

used  for  custom-milled  proton  collimators.  Measurements  are  at  isocenter  10  cm  from  the  distal  edge  and  50  cm  from  the  proximal  edge  of  the 

collimating 

material. 

Material  Position  hu  hT  ku  kT  FT 
u 

a  FT 
T 

a  Dn 
a  Dp  p  c 

a 

Tungsten  10  cm  distal  0.9  1.0  0.10  0.97  1.95  6.77  5.360.4  1.660.2 
Brass  10  cm  distal  1.0  1.0  0.25  0.98  3.89  8.57  6.460.7  2.360.5 
Tungsten  50  cm  proximal  0.9  1.0  0.1 1  0.97  0.369  1.00  0.6960.06  0.3360.03 
Brass  50  cm  proximal  1.0  1.0  0.26  0.98  0.393  0.846  0.6360.07  0.2360.05 
aDosimeter  response  and  absorbed  dose  are  in  units  of  10_5  Gy/Gy. 
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(brass)  or  39.7  cm  (MLC)  air-gaps,  we  measure  0.41_10_4 

and  0.37_10_4  Sv/Gy  for  the  brass  block  and  MLC,  respectively. 

The  discrepancy  must  also  be  considered  in  light  of  the 
differences  in  beam  characteristics,  materials,  collimator 
design,  and  measurement  techniques.  The  collimator  leaf 
design  is  particularly  important  for  reducing  interleaf  proton 
leakage.  Unlike  the  proton  MLC  used  here,  the  MLC  used  in 
the  Daartz  et  al.  experiment  was  intended  for  use  in  a  clinical 
linear  accelerator  and  may  not  incorporate  the  same  design 
considerations,  such  as  multiple  steps  on  abutting  leaves  that 
went  into  the  development  of  the  MLC  made  specifically  for 
proton  therapy.  In  addition,  our  simulations  indicate  that  the 
mean  neutron  energy  increases  with  a  brass  collimator  compared 
to  the  tungsten  MLC,  Figs.  4(a)  and  4(b).  We  further 
expect  the  mean  neutron  energy  to  increase  with  primary  proton 
energy,  and  this  may  lead  to  differences  in  the  neutron 
spectra  produced  in  this  experiment  with  a  230  MeV  beam 
versus  the  185  MeV  proton  beam  used  in  the  study  of  Daartz 
et  al.  The  Bonner  sphere  used  in  those  measurements  underresponds 
to  neutrons  greater  than  _15  MeV  compared  to  the 
response  of  the  dual  ionization  chambers  which  show  better 
than  20%  separation  between  hydrogenous  and  nonhydrogenous 
chambers  up  to  100  MeV,  Fig.  5.  Moreover,  the  large  diameter 
of  the  Bonner  sphere  leads  to  much  greater  positional 
uncertainty  over  the  ionization  chambers  described  here, 
which  makes  comparison  difficult. 

The  neutron  absorbed  dose  is  typically  3  times  the  p|3c 
absorbed  dose  in  the  measurements  observed  here.  Therefore, 
the  impact  of  uncertainty  in  ppc  absorbed  dose  on  the  total 
absorbed  dose  is  minor.  If  the  neutron  dose  is  expressed  in 
Gy(RBE)37or  dose  equivalent  (Sv)  then  the  impact  of  uncertainties 
in  the  p|3c  absorbed  dose  becomes  negligible  when 
considering  the  summed  dose  in  Gy(RBE)  or  the  total  dose 
equivalent  (Sv).  While  this  is  not  important  for  the  relative 
dose  measurements  required  to  make  a  comparison  between 
tungsten  alloy  and  brass  as  collimator  materials,  it  will  be  an 
issue  when  the  dual  ionization  chamber  method  is  used  to 
make  quantitative  measurements  outside  the  treatment  volume 
for  realistic  geometries  (i.e.,  open  fields)  where  RBE  or 
dose  weighting  factors  should  be  taken  into  consideration. 

Even  though  the  production  of  secondary  neutrons  in 
tungsten  alloy  is  higher  than  that  of  brass,  in  practice  this 
effect  is  mitigated  because  a  proton  MLC  must  be  designed 
to  incorporate  side-  and  end-steps  into  the  leaves  to  prevent 
interleaf  leakage  of  protons,  resulting  in  a  leaf  thickness 
equivalent  to  at  least  twice  the  proton  range  in  the  collimating 
material.  A  custom-milled  brass  collimator  is  typically 
designed  with  a  thickness  of  just  over  one  proton  range  to 
reduce  weight  since  the  device  must  be  manually  exchanged 
for  each  new  treatment  field.  The  additional  material  in  the 
tungsten  alloy  collimator  compared  to  brass  has  a  selfattenuating 
effect  on  the  neutrons  produced  within  the  collimating 
material. 

IV.  CONCLUSION 

Using  the  dual  ionization  chambers  and  Monte  Carlo 
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simulations  described  above,  dose  measurements  were 
performed  in  the  mixed  neutron  and  p  joe  field  produced  by 
the  proton  beam  at  The  University  of  Pennsylvania  Roberts 
Proton  Therapy  Center.  Of  particular  interest  is  the  production 
of  secondary  neutron  radiation  by  the  collimation  of  a 
proton  beam  with  the  newly  developed  tungsten  alloy  MLC 
in  comparison  to  the  conventional  brass  collimation  system, 
and  the  potential  for  an  increase  in  secondary  neutron  dose 
to  the  patient  during  treatment.  Our  results  indicate  that  secondary 
neutron  production  in  a  tungsten  alloy  MLC  leads  to 
doses  that  even  in  an  overly  pessimistic  clinical  worst-case 
scenario  are  no  greater  than  those  seen  from  brass  collimators. 

The  doses  measured  here  have  been  obtained  in  a  nonclinical 
geometry,  which  was  chosen  to  illustrate  that  the 
tungsten  alloy  MLC  produces  a  secondary  neutron  dose 
comparable  to  that  of  a  brass  collimator  system. 

This  study  also  serves  to  demonstrate  the  value  of  the 
dual  ionization  chamber  method  of  mixed-field  dosimetry, 
which  was  developed  for  fast  neutron  beam  dosimetry,  in 
measuring  the  secondary  neutron  dose  associated  with  therapeutic 
proton  beams.  The  absolute  values  of  the  secondary 
neutron  and  p|Dc  absorbed  doses  measured  here  should  not 
be  considered  representative  of  the  absorbed  doses  that  will 
be  seen  outside  a  collimated  therapeutic  proton  field,  since 
these  measurements  have  been  made  with  a  closed  tungsten 
alloy  MLC  or  a  solid  brass  collimator  to  maximize  neutron 
production.  Furthermore,  this  study  was  limited  to  only  two 
measurement  positions  along  the  proton  beam  axis  in  order 
to  provide  a  timely  comparison  of  the  secondary  neutron 
dose  due  to  the  newly  implemented  proton  MLC  at  the  University 
of  Pennsylvania  Roberts  Proton  Therapy  Center. 

Additional  measurements  using  the  dual  ionization  chamber 
technique  to  map  the  neutron  dose  outside  of  an  open  proton 
field  shaped  with  the  tungsten  alloy  MLC  are  planned  for  the 
future. 
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To  the  Editor, 

We  thank  Dr.  Moskvin  et  al.t  for  their  interest  in  our 

recent  paper  and  we  agree  that  tungsten  may  not  be  the  optimal 

material  to  use  in  a  proton  MLC  from  a  purely  radiological 

point  of  view.  However,  many  other  practical 

considerations  must  be  taken  into  account  when  undertaking 

the  design  and  manufacturer  of  a  practical  MLC;  primarily 

among  them  are  cost  and  project  risk.  Our  project  was  one  of 

joint  research  development  with  two  commercial  vendors 

who  kindly  undertook  to  collaborate  on  the  MLC  design  and 

manufacture:  IBA  as  our  primary  proton  therapy  vendor,  and 

Varian  Medical  Systems.  A  proton  MLC  leaf  has  a  complex 

design,  with  multiple  steps  between  adjacent  and  abutting 

leaves  to  prevent  proton  leakage.  Such  leaves  must  be  manufactured 

with  very  high  tolerances  to  minimize  leaf  gaps  and 

the  risk  of  mechanical  interference  as  they  move.  Varian  is 

among  the  most  experienced  MLC  manufacturers  for  radiation 

oncology  equipment.  In  order  to  reduce  project  cost  and 

risk  it  was  deemed  expedient  to  produce  an  MLC  which  was 

designed  based  on  the  wealth  of  Varian’s  experience.  Critical 

to  this  is  selecting  a  leaf  material,  the  mechanical  properties 

of  which  need  to  be  excellently  understood.  Although 

brass  was  considered  as  a  possible  leaf  material,  manufacturing 

brass  leaves  to  the  required  tolerance  was  identified  as  a 

highly  significant  risk  factor,  and,  therefore,  the  choice  of 

tungsten  as  a  leaf  material  was  fixed  early  in  the  project. 

The  primary  objective  of  our  manuscript?  was  not  to 
determine  the  optimum  proton  MLC  leaf  material,  but  to  validate 
tungsten  as  a  viable  alternative  to  brass  as  a  collimating 
material,  and  in  doing  so  to  extend  an  established  neutron 
dosimetry  technique  to  proton  therapy  with  the  purpose  of 
comparing  the  secondary  neutron  dose  arising  from  the  use 
of  a  tungsten  leaf  proton  MLC  to  that  of  a  brass  collimator  in 
a  simple,  nonclinical  geometry.  Moskvin  et  al. i  present  a 
number  of  criticisms  of  this  work  based  on  perceived  discrepancies 
with  Monte  Carlo  simulations  that  they  have  performed 
for  similar,  but  fundamentally  different,  geometries. 
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The  majority  of  these  criticisms  focus  on  differences  in 
simulated  neutron  spectra  or  computations  directly  affected 
by  same. 

One  of  the  main  results  of  Moskvin  et  al.,3  that,  by  their 
estimation,  “has  huge  ramification  for  proton  centers,”  1  is 
that  in  the  unlikely  scenario  a  patient  undergoes  proton  therapy 
with  a  6.5  cm  thick  closed  tungsten  MLC  obstructing 
the  beam,  a  Monte  Carlo  simulation  predicts  the  patient 
would  receive  50%  more  neutron  ambient  dose  equivalent 
(measured  in  mSv/Gy)  than  if  a  6.5  cm  thick  block  of  brass 
had  been  used  in  its  place.  In  our  recent  manuscript2  we 
have  presented  similar  data  in  the  form  of  measurements  of 
absorbed  neutron  dose  under  somewhat  different  circumstances; 
most  notable  is  the  use  of  a  real  proton  MLC  with  an 
actual  leaf  thickness  of  9  cm.  Our  measurements  indicate 
that  the  absorbed  neutron  dose  decreases  by  16%  at  10  cm 
from  the  distal  edge  and  increases  by  10%  at  50  cm  from  the 
proximal  edge  for  proton  irradiation  of  a  closed  tungsten 
MLC  compared  to  a  6.5  cm  brass  block.  We  estimate  dose 
measurement  uncertainties  to  be  10%  and  conclude  that  the 
difference  between  brass  and  tungsten  under  these  circumstances 
cannot  be  distinguished  beyond  the  error  (1-2  s.d). 

Using  the  fluka  Monte  Carlo  engine,  Moskvin  et  al. 3  report 
dose  differences  favoring  brass  over  tungsten  by  15%  at  10 
cm  and  19%  at  30  cm  when  a  more  realistic  8.2  cm  thick 
tungsten  block  is  compared  to  the  6.5  cm  brass  block  (Fig.  4 
of  Ref.  3).  In  response  to  our  manuscript,  Moskvin  et  al.  i 
incorporated  our  measurement  geometry;  and  a  9  cm  thick 
tungsten  block  into  their  fluka  simulation  and  determined 
ambient  dose  equivalent  differences  of  3.8%  at  10  cm  and 
9.7%  at  50  cm,  attributing  the  reduction  in  difference  to  the 
less  than  4%  of  proton  dose  deposited  in  the  open  MLC 
when  brass  measurements  are  made  in  our  geometry.  Recognizing 
their  inability  to  simulate  our  treatment  nozzle  to  the 
same  level  of  precision  and  having  no  available  estimates  of 
their  dose  uncertainty,  we  interpret  these  calculations  as  providing 
a  solid  validation  of  our  work  within  the  uncertainties 
of  our  measurements  and  their  calculations.  Unfortunately, 
in  the  absence  of  clinically  relevant  field  geometries,  neither 
the  measurements  nor  simulations  discussed  here  can  provide 
a  reasonable  estimate  of  the  neutron  dose  to  proton  therapy 
patients.  Indeed,  these  measurements  will  not  even  place 
an  upper  bound  on  neutron  exposures  as  the  role  of  proton 
energy,  field  size,  spread  out  Bragg  peak  width,  and  range 
modulators  cannot  be  ignored. 4 

Moskvin  et  al.  i  take  issue  with  the  bin  size  of  the  neutron 
energy  histograms  that  we  have  used  to  calculate  detector  sensitivity, 
claiming  that  the  summing  of  all  low  energy  neutrons 
into  the  first  bin  neglects  the  structure  of  the  neutron  spectrum 
in  this  low  energy  regime.  This  is  of  course  entirely  true,  but 
of  little  consequence  in  our  measurements.  As  an  integral  part 
of  the  measurement  technique,  we  calculate  energy  dependent 
neutron  sensitivities  for  ionization  chambers  based  on  the 
energy  spectrum  of  neutrons  produced  in  Monte  Carlo  simulation. 

These  sensitivity  calculations  have  been  validated  in  our 
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manuscript  against  the  measurements  and  calculations  of 
Waterman  et  al.s  The  most  important  of  these  is  the  sensitivity 
of  the  nonhydrogenous  chamber  since  the  hydrogenous  chamber 
sensitivity  shows  little  variation  with  neutron  energy.  The 
sensitivity  of  the  nonhydrogenous  chamber  falls  rapidly  to 
zero  (less  than  _0.03  for  neutron  energies  below  6  MeV)  as 
the  neutron  energy  approaches  zero.  Consequently,  the  overall 
chamber  sensitivity  to  a  specified  neutron  spectrum,  calculated 
as  a  dose  weighted  average  of  the  energy  dependent  sensitivity, 
shows  very  little  dependence  on  low  energy  neutrons. 

In  fact,  the  approach  of  binning  all  neutrons  below  6  MeV  together 
may  be  too  conservative  since  all  of  them  are  accumulated 
with  the  sensitivity  of  a  3  MeV  neutron  even  though  the 
majority  fall  below  1  MeV. u  This  may  lead  to  artificially 
increased  nonhydrogenous  chamber  neutron  sensitivity  and, 
following  the  dose  calculation  formalism  we  have  presented, 2 
larger  neutron  doses  for  both  tungsten  and  brass. 

Moskvin  et  ai.i  argue  that  geant4  (Ref.  6)  is  unsuited  to 
simulation  of  neutron  transport  and  offer  two  published 
articles  to  support  this  argument.  One  of  these  pertains  solely 
to  neutrons  in  the  thermal  energy  range,  7  which  we  have  discussed 
above.  The  other  demonstrates  a  global  increase  in 
neutron  production  with  geant4  over  experiment  for  190 
GeV  muons  incident  on  graphite,  copper,  and  lead,  s  This 
does  not  imply  inflated  neutron  production  for  230  MeV  protons 
on  brass  (an  alloy  of  copper)  over  tungsten.  However, 

Moskvin  et  al.i  state  “Indeed,  geant4  tends  to  overestimate 
the  production  of  high  energy  neutrons  in  the  brass.”  A  simple 
comparison  of  the  relative  difference  in  neutron  fluence 
as  a  function  of  energy  reveals  only  minor  differences  for 
the  two  Monte  Carlo  packages  in  question,  fluka  and 
geant4.  Shown  in  Fig.  1  is  the  percentage  difference  in  neutron 
fluence  (neutron  energies  above  9  MeV)  for  brass  and 
tungsten  relative  to  the  brass  fluence,  DUb-w/Ub,  for  neutron 
spectra  simulated  with  fluka  and  geant4.  In  fact,  the  mean 
fluence  difference  in  Fig.  1  is  40%623%  for  fluka  and 
60%621%  for  geant4,  demonstrating  the  difficulty  in  trying 
to  extract  a  meaningful  difference  between  two  noisy 
data  sets. 

In  addition,  the  geant4  Monte  Carlo  package  may  offer 

some  advantages  over  fluka  for  practical  Monte  Carlo  calculations. 

In  particular,  the  geometry  module  makes  it  easier 

to  model  the  treatment  head  in  great  detail.  For  instance,  our 

model  includes  features  of  the  treatment  head  and  the  collimator 

assembly  at  the  level  of  bolt  holes.  In  fact  others  have 

made  use  of  geant4  in  modeling  the  intricacies  of  the  IBA 

treatment  nozzle  and  have  published  widely  on  topics  related 

to  the  radiological  properties  of  proton  beams  using  this 

model. 9-11  For  the  record,  the  simulations  in  our  manuscript2 

used  geant4  version  4.9.2_p2  with  the  physics  settings  recommended 

in  Jarlskog  and  Paganetti.12 

Given  the  difference  in  simulated  neutron  energy  spectra, 

Moskvin  et  al.i  claim  to  have  invalidated  the  accuracy  of 
our  detector  sensitivity  calculation  and,  therefore,  the  accuracy 
of  our  measurements.  On  the  contrary,  their  data  demonstrate 
that  the  neutron  energy  spectra  for  brass  and 
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tungsten  display  the  same  high  energy  neutron  characteristics 
for  both  fluka  and  geant4  aside  from  a  global  normalization 
factor.  Fortunately,  our  measurement  method  has  no 
dependence  on  total  number  of  neutrons  produced  per  proton 
in  simulation  and  only  a  second  order  dependence  on  the 
detailed  structure  of  the  neutron  energy  spectra.  This  is  in 
contrast  to  Monte  Carlo  simulated  dose  deposition  which  is 
directly  proportional  to  neutron  fluence  and  energy.  As  a 
demonstration  of  the  stability  of  this  measurement  technique, 
we  recalculated  neutron  doses  for  both  brass  and  tungsten 
MLC  using  the  same  neutron  sensitivity  factor,  implying  the 
same  neutron  energy  spectrum,  and  the  measured  dose 

Fig.  1 .  The  percentage  difference  in  neutron  fluence  (neutron  energies  above  9  MeV)  for  brass  and  tungsten  relative  to  the  brass  fluence,  DUb- 
w/Ub,  for  neutron 

spectra  simulated  with  fluka  and  or  am  4.  The  fluka  spectra  used  in  this  calculation  were  extracted  from  Fig.  1  of  Ref.  1  and  data  points  above 
150  MeV 

could  not  be  distinguished  due  to  energy  scale  compression  of  the  log-log  plot.  Fig.  4  of  Ref.  3  indicates  that  neutrons  with  energies  approaching 
200  MeV  are 

produced  in  the  fluka  code  for  both  brass  and  tungsten. 
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becomes  equivalent  at  10  cm  and  34%  higher  for  tungsten  at 

50  cm.  This  is  of  course  an  entirely  unfair  comparison 

because  it  is  clear  from  both  fluka  and  geant4  simulations 

that  brass  produces  more  high  energy  neutrons  under  these 

conditions. 

Moskvin  et  al.i  correctly  point  out  that  we  did  not  use  an 
energy  dependent  weighting  factor  when  we  calculated  neutron 
dose  equivalent  for  the  sole  purpose  of  comparing  our 
measurements  to  other  published  data.  This  was  by  design. 

Most  commercially  available  instruments  that  provide  measurement 
readings  in  dose  equivalent  (Sv)  do  not  use  an 
energy  dependent  factor,  as  was  the  case  for  the  measurements 
reported  in  Daartz  et  al.,13  and  a  meaningful  comparison 
necessitated  the  use  of  the  same  factor.  However,  we 
have  investigated  the  implication  of  Moskvin  et  al.  i  that  the 
dose  equivalent  weighting  factor  depends  strongly  on  the 
detailed  structure  of  the  neutron  energy  spectrum  and  have 
found  this  to  be  an  exaggeration  at  least  for  the  neutron 
energy  spectra  discussed  here.  Moskvin  et  al.3use  a  fluka 
routineuto  calculate  ambient  dose  equivalent,  H*(10), 
which  itself  uses  a  fluence-to-ambient  dose  conversion  factor 
based  on  the  ICRP  (Ref.  15)  60  recommended  neutron  dose 
weighting  factors.  Using  neutron  energy  spectral  data 
extracted  from  Fig.  1  of  Ref.  1  and  spectral  data  from  our 
publication:  we  have  calculated  the  fluence-averaged  ambient 
dose  equivalent  conversion  factor  for  each  spectrum. 

Using  the  fluka  simulations  of  brass,  tungsten,  and  brass 
with  an  open  tungsten  MLC  in  Ref.  1  we  calculate  12.9, 

12.4,  and  12.5  pSv_cm2,  respectively.  For  our  geant4  simulation 

of  a  tungsten  MLC  and  brass  block,  we  calculate  12.3 

and  1 1.5  pSv_cm2,  respectively.  This  is  a  maximum  difference 

of  1 1%  and  should  not  be  a  major  area  of  concern  given 

the  20%-40%  measurement  errors  typical  of  neutron  dosimetry 

with  survey  type  instruments. 

Moskvin  et  al.  i  further  conclude,  “Thus,  there  is  practically 
no  difference  in  the  neutron  flux  as  a  function  of  distance 
from  the  neutron  source  between  a  6.5  and  a  9  cm 
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thick  tungsten  block,”  yet  they  calculate  entirely  different 
ambient  dose  equivalents  for  each  scenario.  Down  from  the, 
across-the-board,  50%  increase  in  neutron  dose  for  a  6.5  cm 
tungsten  block  over  a  6.5  cm  brass  block  reported  in  Ref.  3, 
they  now  show  only  a  2.3%  and  22.5%  increase  on  axis  at 
10  and  50  cm,  respectively,  for  a  9  cm  tungsten  block  over  a 
6.5  cm  brass  block.  Off-axis  calculations  show  a  trend  to 
higher  neutron  dose  for  tungsten  over  brass,  but  none 
approaching  a  factor  of  1.5. 

To  reiterate  what  we  have  previously  stated, 2  it  is  well 
known  that  the  yield  of  neutrons  from  irradiation  with  protons 
at  therapeutic  energies  is  higher  for  tungsten  than  for  brass. 
However,  when  constructing  a  proton  MLC,  in  order  to  minimize 
interleaf  leakage  of  protons  it  is  necessary  to  incorporate 
multiple  steps  and  use  a  leaf  thickness  that  is  at  least  twice  the 
range  of  the  highest  energy  proton  in  the  chosen  material.  We 
believe  that  the  dual  chamber  neutron  dosimetry  technique, 
which  is  based  on  protocols  developed  for  fast  neutron  therapy, 

16  offers  considerable  advantages  over  measurement  techniques 
using  survey  type  instruments  (e.g.,  Bonner  sphere, 
modified  Bonner  sphere,  scintillation  counters,  and  bubble 
counters)  for  the  reasons  stated  in  our  original  paper.2  Further 
studies  should  apply  this  technique  to  measurements  outside 
of  the  treatment  field  in  more  clinically  relevant  geometries: 
we  are  in  the  process  of  collecting  such  data. 
lV.  Moskvin,  C.-W.  Cheng,  Q.  Zhao,  and  I.  J.  Das,  “Comment  on  ‘Comparison 
of  secondary  neutron  dose  in  proton  therapy  resulting  from  the  use  of 
a  tungsten  alloy  MLC  or  a  brass  collimator  system,’”  Med.  Phys.  39(4), 
2303-2305  (2012). 

2E.  S.  Diffenderfer,  C.  G.  Ainsley,  M.  L.  Kirk,  J.  E.  McDonough,  and  R.  L. 
Maughan,  “Comparison  of  secondary  neutron  dose  in  proton  therapy 
resulting  from  the  use  of  a  tungsten  alloy  MLC  or  a  brass  collimator  system,” 
Med.  Phys.  38,  6248-6256  (201 1). 

3V.  Moskvin,  C.-W.  Cheng,  and  I.  J.  Das,  “Pitfalls  of  tungsten  multileaf 
collimator  in  proton  beam  therapy,”  Med.  Phys.  38,  6395-6406  (2011). 

4Y.  Zheng,  W.  Newhauser,  J.  Fontenot,  P.  Taddei,  and  R.  Mohan,  “Monte 
Carlo  study  of  neutron  dose  equivalent  during  passive  scattering  proton 
therapy,”  Phys.  Med.  Biol.  52,  4481-4496  (2007). 

5F.  M.  Waterman,  F.  T.  Kuchnir,  L.  S.  Skaggs,  R.  T.  Kouzes,  and  W.  H. 

Moore,  “Energy  dependence  of  the  neutron  sensitivity  of  C-C02,  Mg-Ar 
and  TE-TE  ionisation  chambers,”  Phys.  Med.  Biol.  24,  721-733  (1979). 

6S.  Agostinelli  et  al.,  “oeant4 — A  simulation  toolkit,”  Nucl.  Instrum. 

Methods  A  506,  250-303  (2003). 

iC.  Guardiola,  K.  Amgarou,  F.  Garcia,  C.  Fleta,  D.  Quirion,  and  M. 

Lozano,  “geant4  and  mcnpx  simulations  of  thermal  neutron  detection  with 
planar  silicon  detectors,”  J.  Inst.  6  T09001  (2011). 

sM.  G.  Marino,  J.  A.  Detwiler,  R.  Flenning,  R.  A.  Johnson,  A.  G.  Schubert, 
and  J.  F.Wilkerson,  “Validation  of  spallation  neutron  production  and  propagation 
within  oeant4,”  Nucl.  Instrum.  Methods  A  582,  611-620  (2007). 

9H.  Paganetti,  H.  Jiang,  S.  Y.  Yee,  and  FI.  M.  Kooy,  “Accurate  Monte  Carlo 
simulations  for  nozzle  design,  commissioning  and  quality  assurance  for  a 
proton  radiation  therapy  facility,”  Med.  Phys.  31,  2107-2118  (2004). 

10H.  Paganetti,  H.  Jiang,  K.  Parodi,  R.  Slopsema,  and  M.  Engelsman, 

“Clinical  implementation  of  full  Monte  Carlo  dose  calculation  in  proton 
beam  therapy.,”  Phys.  Med.  Biol.  53(17),  4825^1853  (2008). 

11B.  Clasie,  A.  Wroe,  H.  Kooy,  N.  Depauw,  J.  Flanz,  H.  Paganetti,  and  A. 
Rosenfeld,  “Assessment  of  out-of-field  absorbed  dose  and  equivalent  dose 
in  proton  fields,”  Med.  Phys.  37,  311-321  (2010). 

12C.  Z.  Jarlskog  and  H.  Paganetti,  “Physics  settings  for  using  the  geant4 
toolkit  in  proton  therapy,”  IEEE  Trans.  Nucl.  Sci.  55,  1018-1025  (2008). 

13J.  Daartz,  M.  Bangert,  M.  R.  Bussiee're,  M.  Engelsman,  and  H.  M.  Kooy, 
“Characterization  of  a  mini-multileaf  collimator  in  a  proton  beamline,” 

Med.  Phys.  36,  1886-1894  (2009). 

14S.  Roesler  and  G.  R.  Stevenson,  “deq99.f — A  fluka  user-routine  converting 


107 


fluence  into  effective  dose  and  ambient  dose  equivalent,”  Technical 
Note  CERN-SC-2006-070-RP-TN  EDMS  No.  809389  (2006). 

15ICRP,  “Recommendations  of  the  International  Commission  on  Radiological 
Protection,”  ICRP  Publication  No.  60  (Pergamon,  Oxford,  1990). 

16ICRU,  “Clinical  neutron  dosimetry — Part  I:  Determination  of  absorbed 
dose  in  a  patient  treated  by  external  beams  of  fast  neutrons,”  Report  No. 

45  (International  Commission  on  Radiation  Units  and  Measurements,  Bethesda, 
MD,  1989). 

E.  S.  Diffenderfer 

Department  of  Radiation  Oncology, 

University  of  Pennsylvania, 

Philadelphia,  Pennsylvania  19104 
C.  G.  Ainsley 

Department  of  Radiation  Oncology, 

University  of  Pennsylvania, 

Philadelphia,  Pennsylvania  19104 
M.  L.  Kirk 

Department  of  Radiation  Oncology, 

University  of  Pennsylvania, 

Philadelphia,  Pennsylvania  19104 

2308  Diffenderfer  et  al.:  Reply  to  comment  of  Moskvin  et  al.  2308 

Medical  Physics,  Vol.  39,  No.  4,  April  2012 

J.  E.  McDonough 

Department  of  Radiation  Oncology, 

University  of  Pennsylvania, 

Philadelphia,  Pennsylvania  19104 
R.  L.  Maughan 

Department  of  Radiation  Oncology, 

University  of  Pennsylvania, 

Philadelphia,  Pennsylvania  19104 
Richard.Maughan@uphs.upenn.edu 


Phase  II- journal  publications  -  submitted 

Monte  Carlo  simulations  to  configure  a  treatment 
planning  system  for  modulated-scanning  proton 
delivery 

Derek  Dolney  and  James  McDonough 

Department  of  Radiation  Oncology,  University  of  Pennsylvania,  Philadelphia,  PA 
19104. 

E-mail:  Derek.Dolney@uphs.upenn.edu 

Abstract.  We  used  the  Geant4  Monte  Carlo  simulation  tookit  to  generate  modulated 
scanning  data  for  our  treatment  planning  system.  A  simpli_ed  model  of  the  treatment 
delivery  nozzle  was  implemented  as  our  simulation  geometry.  Primary  protons  were 
generated  in  the  nozzle  just  downstream  of  the  last  pair  of  focusing  quadrupole 
magnets.  The  phase  space  used  for  these  primary  protons  was  double  Gaussian  in 
both  of  the  spatial  and  angular  distributions.  Given  from  the  vendor  the  spot  size 
speci_cation  at  isocenter,  the  beam  emittance,  and  the  speci_cation  that  the  beam 
will  be  focused  to  a  double  waist  at  the  treatment  isocenter  position,  the  initial  phase 
space  was  derived  by  calculating  the  contribution  from  multiple  Coulomb  scattering 
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and  using  a  geometric  projection  of  the  residual  phase  space  moments.  Simulations 
starting  with  the  initial  phase  space  are  shown  to  produce  beams  with  spot  sizes 
within  1%  of  the  vendor  speci_cation  and  the  beam  double  waist  is  within  8  mm  of 
the  isocenter  position.  A  realistic  set  of  commissioning  data  can  be  quickly  generated 
and  used  to  con_gure  a  treatment  planning  system  for  facility  planning,  sta_  training, 
and  research  purposes. 

PACS  numbers:  87.55.KSubmitted 
to:  Phys.  Med.  Biol. 

1 .  Purpose 

Construction  of  the  Roberts  Proton  Therapy  Center  at  the  University  of  Pennsylvania 
began  in  2006  and  patient  treatments  began  in  2010.  Given  the  high  cost  to  construct 
and  operate  a  proton  therapy  center  it  was  expected  that  the  treatment  rooms  be 
properly  commissioned  and  that  sta_  be  fully  trained  so  that  patient  treatments 
could  begin  as  early  as  possible.  However,  it  was  di_cult  for  some  tasks  to  procede 
before  commissioning  data  was  available,  such  as  training  sta_  in  proton  treatment 
planning.  Were  beam  data  available  early,  prior  to  commissioning,  training  and  research 
could  progress  in  parallel  to  the  construction,  acceptance,  and  commissioning  of  the 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  2 
facility.  Research  projects  comparing  modulated-scanning  proton  therapy  with  other 
treatment  options  made  progress  with  a  Monte  Carlo  generated  set  of  beam  data,  and 
treatment  protocols  were  designed  and  implemented  before  treatments  began  based  on 
the  outcomes  of  those  studies.  In  addition,  the  Roberts  Center  has  the  capability  to 
deliver  modulated-scanning  treatment  _elds  using  two  di_erent  proton  therapy  nozzles 
with  di_erent  beam  properties,  and  it  was  possible  to  compare  the  two  nozzles  for 
speci_c  treatment  sites  using  our  treatment  planning  system,  to  assist  with  equipment 
selection  and  other  facility  planning  decisions  even  before  real  beam  data  was  available 
from  the  commissioning  process. 

Monte  Carlo  based  simulation  techniques  have  been  used  to  generate  commissioning 
data  for  treatment  planning  systems  in  the  past  for  photons  (Ding  2003),  electrons 
(Antolak  et  al.  2002),  stereotactic  radiosurgery  (Ding  et  al.  2006),  and  double-scattered 
proton  systems  (Newhauser  et  al.  2007).  Some  sections  of  a  recently  published  AAPM 
task  group  are  devoted  to  the  subject  (Das  et  al.  2008).  This  work  describes  how  we 
used  Monte  Carlo  simulations  to  generate  a  body  of  data  that  was  used  to  con_gure  a 
treatment  planning  system  for  the  modulated-scanning  delivery  technique.  We  do  not 
mean  to  imply  that  this  data  is  a  substitute  for  measured  commissioning  data.  Rather, 
this  data  allows  some  research  and  veri_cation  of  the  treatment  planning  system  to 
take  place  before  real  measured  data  is  available,  as  well  as  training  of  sta_  in  how  to 
commission  and  use  the  treatment  planning  system  with  a  new  modality. 

The  goal  here  was  not  to  produce  a  complete  model  of  the  treatment  nozzle.  Though 
interesting,  that  process  can  take  a  long  time  and  many  iterations  of  improvements  to 
the  implementation  of  the  nozzle  and  the  physics  models  are  often  needed  in  order 
to  _t  well  the  measured  data  (see  (Jarlskog  &  Paganetti  2008)  regarding  Geant4  or 
(Newhauser  et  al.  2005)  regarding  MCNPX),  especially  for  example  to  reproduce  the 
non-Gaussianity  of  the  beam  due  to  scattering  in  one  or  more  items  in  the  nozzle  (see 
(Sawakuchi,  Mirkovic,  Perles,  Sahoo,  Zhu,  Ciangaru,  Suzuki,  Gillin,  Mohan  &  Titt  2010) 
and  (Gillin  et  al.  2010)).  The  goal  here  was  to  rapidly  produce  an  approximate  set  of 
relative  beam  uence  data  and  relative  depth  dose  data,  so  that  the  Varian  Eclipse 
treatment  planning  system  could  be  con_gured  and  used  for  training  and  research 
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projects.  Accurate  monitor  unit  calculations  were  not  an  objective. 

2.  Methods  and  Materials 

The  Geant4  Monte  Carlo  toolkit  version  4.9.4,  patch-01 ,  (Agostinelli  et  al.  2003),  was 
used  to  build  a  basic  model  of  the  PBS  treatment  nozzles.  There  are  two  di_erent 
nozzles 

in  use  at  the  Roberts  Center:  the  IBA  Universal  Nozzle  is  used  for  double-scattering 
and  uniform-scanning  delivery  techniques  in  addition  to  modulated-scanning,  and  the 
IBA  Dedicated  Nozzle  which  is  modulated-scanning  only.  For  the  IBA  Universal  Nozzle 
the  beamline  vacuum  pipe  extends  to  1 .7  meters  upstream  of  isocenter  where  there  is 
a  tray  that  holds  the  second  scatterers.  A  second  scatterer  is  not  used  for  modulated- 
scanning;  the  tray  instread  positions  and  seals  a  thin  vacuum  closing  window  to  the 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  3 
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Figure  1 .  Monte  Carlo  simulation  to  generate  beam  projes  in  air  for  the  Universal 
Nozzle.  The  color  indicates  the  relative  proton  uence  for  illustrative  purposes  only 
using  a  two-dimensional  proton  scoring  mesh  with  2  mm  resolution,  with  redder  colors 
indicating  regions  with  larger  proton  uence. 
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Figure  2.  Monte  Carlo  simulation  to  generate  depth  dose  in  water  for  the  Dedicated 
treatment  nozzle.  The  color  indicates  the  relative  proton  uence  for  illustrative 
purposes  only  using  a  two-dimensional  proton  scoring  mesh  with  2  mm  resolution, 
with  redder  colors  indicating  regions  with  larger  proton  uence. 

end  of  the  beam  pipe.  In  the  Dedicated  Nozzle  the  vacuum  extends  all  the  way  to  the 
end  of  the  nozzle  which  is  0.6  meters  upstream  of  isocenter.  Because  of  the  greater 
thickness  of  air  that  the  beam  must  pass  through,  the  multiple  Coulomb  scattering 


110 


(MCS)  contribution  to  the  beam  spot  size  at  isocenter  is  larger  by  a  factor  of  6  or  more 
for  the  Universal  Nozzle,  depending  on  the  beam  energy.  See  Figures  1  and  2  for  the 
simulation  geometries. 

Primary  protons  were  generated  in  the  nozzle  between  the  two  scanning  magnets, 

2.1  m  upstream  of  isocenter  for  the  Universal  Nozzle,  and  2.0  m  upstream  for  the 
Dedicated  Nozzle.  Since  the  goal  was  to  generate  beam  projes  and  depth  dose  data 
along  the  central  axis,  it  was  not  necessary  to  simulate  the  beam  scanning  magnets. 
The 

location  of  primary  generation  was  chosen  downstream  of  the  last  pair  of  quadrupole 
magnets  which  are  used  to  focus  the  beam  to  a  double  waist  near  isocenter.  We  model 
the  spatial  and  angular  probability  density  functions  (PDFs)  for  the  beam  protons  at 
this  location  as  correlated  Gaussian  functions  in  the  two  directions  transverse  to  the 
direction  of  beam  propagation.  Six  parameters  fully  describe  the  PDF  for  primaries: 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  4 
in  one  transverse  dimension  there  are  the  initial  (i.e.,  at  z  =  0)  spatial  sigma,  _x;o,  the 
angular  sigma,  __;o,  and  the  correlation  between  the  spatial  and  angular  PDFs,  Cx_;o. 
There  is  an  analogous  set  of  three  for  the  other  transverse  dimension.  Note  that  in  our 
notation,  _2 

x=  hx2i,  _ 2 

_=  h_2i,  and  C2 

x_=  hxj.  For  a  beam  that  is  converging  to  a 

waist  (having  been  focused  by  quadrupoles,  for  example),  Cx_;ois  negative,  meaning 
that 

protons  that  have  positive  spatial  coordinate  tend  to  have  momentum  with  a  negative 
angle  with  respect  to  the  beam  direction,  i.e.  having  momentum  directed  back  toward 
the  central  axis. 

To  determine  the  initial  moments,  we  take  the  Fermi-Eyges  approach  (Rossi  & 

Greisen  1 941 ,  Eyges  1 948)  and  assume  that  the  beam  PDFs  remain  Gaussian  as  the 
beam  propagates  through  materials.  In  the  simpli_ed  model  of  the  treatment  nozzle 
studied  here,  the  beam  travels  only  through  a  layer  of  air  that  is  thin  with  respect  to 
its  radiation  length,  so  this  approximation  is  a  good  one.  The  ionization  chambers  and 
vacuum  windows  in  the  nozzle  are  made  of  thin  layers,  typically  only  tens  of  microns, 
and  were  neglected  for  this  study.  The  spatial  sigma  as  a  function  of  the  propagation 
length,  z,  is  given  by: 

_ 2 

x  (z)  =  — 2 

_;0Z2  +  2Cx_;0Z  +  _2 

x;0  + _ 2 

x;MCS(z) :  (1) 

The  _rst  three  terms  on  the  right  hand  side  describe  the  simple  geometric  propagation 
of 

the  beam  spatial  moments  (the  spatial  mean  does  not  change  by  choice  of 
coordinates). 

The  last  term  represents  the  increase  in  beam  sigma  due  to  multiple  Coulomb 
scattering 

(MCS)  of  the  beam  protons  as  they  travel  through  materials.  We  discuss  the 
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computation  of  _2 

x;mcs(z)  below.  Having  done  so,  we  are  left  with  the  determination  of 
the  coe_cients  of  the  remaining  quadratic  function.  It  was  stipulated  in  the  contract 
with  the  beamline  vendor  for  Roberts,  that  the  beam  spot  size  at  isocenter  be  less 
than  speci_ed  values  at  particular  energies.  That  is,  in  our  notation,  we  were  provided 
_x(ziso;E).  We  were  also  given  beam  emittance  data,  _(E),  from  a  similar  facility.  The 
emittance  is  a  measure  of  the  phase  space  volume  of  the  beam  and  is  conserved  in 
vacuum,  even  through  magnetic  _elds,  as  a  consequence  of  Liouville's  Theorem.  For 
Gaussian  spatial  and  angular  distributions,  the  emittance  can  be  de_ned  as 

q 

_ 2 

x _ 2 

_□  C2 
x_:  (2) 

Note  that  some  authors  de_ne  the  emittance  with  a  factor  of  _  or  _=2.  In  any 
case,  the  emittance  is  proportional  to  the  area  of  a  phase  space  ellipse.  Since  we  are 
discussing  PDFs,  the  ellipse  corresponds  to  an  iso-probability  contour  in  phase  space. 
Emittance  is  conserved  after  the  beam  of  particles  undergo  multiple  Coulomb 
scattering, 

however,  inelastic  nuclear  interactions  are  not  described  by  a  classical  Hamiltonian 
and  so  Liouville's  Theorem  does  not  apply  to  them.  Inelastic  nuclear  interactions  can 
generate  secondary  particles  with  momenta  directed  at  large  angles  to  the  incident, 
and  their  general  e_ect  is  to  increase  the  beam  emittance.  Because  lower  energies  are 
produced  by  degrading  the  _xed  output  energy  of  the  cyclotron  by  passing  the  beam 
through  a  graphite/beryllium  degrader  wheel,  the  emittance  becomes  larger  for  lower 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  5 
beam  energies.  Downstream  of  the  degrader,  divergence  limiting  slits  are  used  to 
remove 

the  large-angle  scattered  protons  from  the  beam,  but  the  total  beam  current  is  lowered 
as  a  result,  and  treatment  times  become  long  for  shallow  targets.  Therefore,  the  slits  are 
not  controlled  to  maintain  constant  beam  emittance,  but  rather  a  compromise  between 
beam  current,  divergence  near  isocenter,  and  other  beam  properties  is  necessarily 
made. 

The  e_ect  of  multiple  Coulomb  scattering  is  described  by  the  theory  of  Moli_ere 
(Moli_ere  1947)  which  provides  the  full  angular  distribution  of  particles  after  a  step 
through  material.  The  angular  distribution  is  mostly  Gaussian,  at  small  angles,  but  has 
a  larger  tail  arising  from  single  large-angle  scattering  events.  Fermi,  Rossi,  and  Eyges 
(Rossi  &  Greisen  1941,  Eyges  1948)  developed  an  approximate  theory  for  Gaussian 
beam  transport,  and  various  other  _t  formulae  for  the  width  of  the  central  Gaussian 
can  be  found  in  the  literature,  for  example,  Highland  (1975)  and  Highland  (1979),  and 
Lynch  &  Dahl  (1991).  The  latter  is  shown  by  Lynch  &  Dahl  to  _t  the  central  98%  of 
the  angular  distribution  to  better  than  1 1  %.  The  largest  deviations  occur  for  higher 
Z  materials.  For  scattering  in  air,  which  is  all  we  need  here,  the  agreement  is  better 
than  2%.  Note  that  the  _tting  functions,  and  even  the  rigorous  Moli_ere  theory,  only 
give  the  angular  distribution  of  particles  after  MCS,  but  the  spatial  distribution  is  also 
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needed,  not  only  for  this  work,  but  in  general  a  Monte  Carlo  engine  implementing 
a  multiple  scattering  model  must  sample  both  spatial  and  angular  PDFs  after  each 
tracking  step.  The  theory  of  Lewis  (1950)  can  provide  the  moments  of  the  spatial 
distribution,  but  there  is  currently  no  theory  that  gives  the  spatial  PDF  itself.  In 
Geant4,  model  functions  for  the  spatial  and  angular  PDFs  were  developed  by  Urban 
(2006)  that  reproduces  the  central  Gaussian  width  calculated  by  Lynch  &  Dahl  and  _ts 
the  Lewis  theory  calculation  for  the  moments  of  the  distributions.  The  Geant4  MCS 
implementation  further  attempts  to  minimize  the  e_ect  of  the  simulation  step  size  (see 
(Gottschalk  2010)  and  (Kanematsu  2008)  for  excellent  reviews  of  the  subject  of 
accurate 

di_erential  scattering  power  formulae).  We  do  not  explicitly  set  a_xed  step  size  limit 
in  our  simulations,  but  rely  on  the  step  limitation  algorithm  implemented  in  Geant4 
that  limits  the  step  size  to  be  a  fraction  of  the  range  or  mean  free  path  of  a  particle 
(Geant4  Physics  Reference  Manual  2010).  At  any  rate,  the  Geant4  MCS  does  have 
some 

step  size  dependence,  and  so  we  opted  to  just  obtain  _2 
x;mcs  at  the  desired  depth  using 

another  Geant4  simulation,  rather  than  attempting  to  evaluate  the  Urban  function  or 
one  of  the  other  _ts.  This  simulation  is  very  simple:  primaries  are  generated  at  a  point 
with  no  angular  distribution  and  momentum  determined  by  the  beam  energy  with  no 
momentum  dispersion.  The  protons  propagate  in  air  some  distance  and  their  lateral 
positions  are  recorded  to  obtain  the  lateral  PDF  (that  is,  the  proton  uence)  at  the 
given  distance.  We  obtain  the  beam  sigma  at  the  given  depth  by  _tting  a  Gaussian 
to  the  central  98%  of  the  proton  uence.  We  obtained  the  beam  sigma  in  this  way  at 
32  depths  in  air  and  _t  a  4th-order  polynomial.  We  evaluated  the  polynomial  and  its 
derivative  at  the  isocenter  position  to  obtain  _x;Mcs(ziso).  The  process  is  repeated  for 
1 4  beam  energies.  We  _t  a  function  of  the  Fermi-Eyges  form  (Rossi  &  Greisen  1 941 ), 
which  makes  the  approximation  of  small  deection  angles  and  ignores  energy  loss  in  the 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  6 
air, 

_ x;MCS(z)  =  Si 

P 

z=Zo 

P_ 

;  (3) 

where  Zo  is  the  radiation  length  of  air  (=  303.9  m),  p  the  momentum  of  the  particle, 
and  _  its  velocity. 

Our  vendor  has  speci_ed  the  spot  size  in  air  at  isocenter  as  a  function  of  energy 
(Figure  3)  in  the  two  transverse  dimensions,  the  emittance  in  the  evacuated  beam  pipe 
(Figure  4)  in  the  two  dimensions,  and  that  the  beam  will  be  focused  at  isocenter  in  both 
dimensions  (i.e,  the  double  waist).  The  three  constraints  per  dimension  allow  the  three 
unknowns  in  Equation  1 ,  the  moments  of  the  initial  phase  space,  to  be  determined  for 
any  beam  energy.  We  de_ne  _  =  (d_2 
x;Mcs=dz)jzis0and  obtain  the  following  solution  for 
the  beam  phase  space: 

2 
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_;0  =  ( _ 2  + _ 2=4)= 

_ 2 

x  □  _2 
x;MCS(Ziso) 


;(4) 

Cx_;0  =  □  ( _ 2 

_;o  +  _=2);  and  (5) 

_ 2 

x;0  = _ 2 

x  □  _2 

x;MCS(Ziso)  □  _ 2 

_;0Z2 

iso  L  2Cx;0Ziso!  (6) 

The  correlation  is  always  negative,  meaning  the  beam  is  focusing  to  a  waist 
downstream 

of  z  =  0.  In  general,  a  large  MCS  contribution  is  compensated  by  a  large  _2 
_;o.  That 

is,  the  defocusing  e_ect  of  a  large  MCS  tends  to  push  the  waist  downstream,  which  is 
o_set  by  a  larger  initial  angle  that  works  to  focus  the  beam  further  upstream  against 
the  MCS  e_ect. 

The  momentum  dispersion  of  the  proton  beam  depends  on  the  width  setting  for  a 
collimating  slit  downstream  of  the  energy  degrader  and  a  bending  magnet  that  acts 
like  a  spectrometer.  The  slit  width  settings  are  de_ned,  as  a  function  of  energy, 
during  acceptance  of  the  treatment  room.  The  vendor  provided  us  with  measurements 
of  the  momentum  dispersion  for  di_erent  beam  energies  across  the  deliverable  range 
obtained  from  another  facility.  The  dispersion  is  about  0.5%  and  is  shown  in  Figure 
5.  We  generated  primaries  with  the  momentum  dispersion  shown  using  the  solution 
given  in  Equations  4{6.  The  Geant4  engine  tracked  the  particles  to  scoring  planes 
that  record  proton  uence  projes  at  various  depths  near  isocenter  to  validate  our 
primary  generation  scheme.  We  then  proceeded  to  generate  the  data  necessary  to 
commission  a  treatment  planning  system:  uence  projes  (Figure  1)  and  depth  dose 
curves  (Figure  2)  for  a  range  of  energies  covering  the  full  deliverable  range  at  10  MeV 
spacing.  We  obtain  uence  projes  at  5  depths  in  air  by  recording  the  positions  of 
protons  as  they  cross  planes  at  isocenter,  10  cm  upstream  and  downstream,  and  20 
cm  upstream  and  downstream,  of  isocenter,  as  in  Figure  1 .  We  obtained  a  depth  dose 
curve  by  recording  the  energy  deposited  in  2  _m  thick  slabs  of  water  placed  in  a  water 
tank,  as  in  Figure  2.  The  thickness  of  the  slabs  was  chosen  to  be  equal  to  the  water- 
equivalent  thickness  of  standard  plane-parallel  chambers  used  to  measure  Bragg 
peaks. 

The  threshold  for  production  of  secondaries  was  set  to  1  _m.  We  used  the  physics 
list  of  Jarlskog  &  Paganetti  (2008).  The  multiple  scattering  model  used  for  protons 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  7 
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Figure  3.  Spot  size  (1_)  in  air  at  isocenter.  The  line  represents  the  target  spot  size 
at  isocenter  and  the  points  are  the  results  of  simulation.  The  spot  sizes  from  simulation 
are  within  1%  of  the  target  for  any  energy  in  the  deliverable  range. 
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Figure  4.  Beam  lateral  emittance  in  the  x  (circles)  and  y  (squares)  directions  of 
the  IEC  Beam  Limiting  Device  Coordinate  System  measured  and  kindly  provided  to 
us  by  IBA.  The  line  is  a  spline  _t  that  was  used  to  constrain  the  initial  phase  space 
(Equation  4). 

is  G4UrbanMscModel90  via  the  physics  process  class  G4hMultipleScattering  (Geant4 
Physics  Reference  Manual  2010). 

We  generated  100  million  primary  proton  events  per  energy  to  produce  our  projes 
in  air.  We  take  advantage  of  the  axial  symmetry  of  our  geometry  and  primary  PDF 
by  tallying  both  the  x-  and  y-distances  from  central  axis  as  statistically  independent 
samples  for  a  modest  signal-to-noise  gain  of 
P 

2.  We  generated  1  million  primaries  per 

energy  to  produce  our  depth  dose  data.  These  choices  are  considered  more  carefully  in 
the  Discussion  section. 

3.  Results 

Rossi  &  Greisen  derived  Equation  3  with  Si  =  15.0  MeV  by  ignoring  energy  loss  in 
the  medium  and  making  a  small  angle  approximation  on  the  total  scattering  angle.  We 
treat  Si  as  a_t  parameter  and  obtain  9.5  MeV  for  the  Universal  Nozzle  and  9.0  MeV 
for  the  Dedicated  Nozzle.  We  compare  our_t  with  the  Geant4  results  and  the  Lynch 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  8 
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Figure  5.  Momentum  dispersion  measured  by  IBA  at  a  similar  facility. 
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Figure  6.  Contribution  to  the  spatial  beam  sigma  from  multiple  Coulomb  scattering 
as  a  function  of  the  depth  of  penetration  in  air  for  a  230  MeV  beam.  The  lower 
series  of  points  and  error  bars  were  obtained  from  Geant4  simulation  using  the 
G4hMultipleScattering  model.  The  line  _tting  those  points  is  our  _t  to  those  results 
using  the  Fermi-Eyges  functional  form  (Equation  3).  The  upper  series  of  points  were 
obtained  using  the  Geant4  G4lonCoulombScatteringModel,  which  is  a  single  Coulomb 
scattering  physics  implementation  designed  for  protons  and  other  ions.  The  upper  line 
is  the  _t  of  Lynch  &  Dahl  (1 991 ). 

&  Dahl  (1 991 )  _t  in  Figure  6.  Equation  3  is  also  a  function  of  energy,  and  we  _x  the 
depth  to  be  the  isocenter  depth  for  the  Universal  Nozzle  and  plot  our_t  as  a  function  of 
energy  in  Figure  7.  The  Lynch  &  Dahl  formula  says  that  the  MCS  contribution  to  the 
spot  size  should  be  15%  larger  than  what  the  Geant4  MCS  model  gives  for  air  depths 
up 

to  3  m.  Our  _t  reproduces  the  Geant4  MCS  result  to  within  3%  over  the  depth  range 
we  are  considering. 

Our  primary  PDF  produces  a  beam  focused  at  isocenter  with  the  speci_ed  spot 
size  using  Monte  Carlo.  The  focus  is  demonstrated  in  Figure  8  while  the  spot  size  at 
isocenter  was  compared  with  the  vendor  speci_cation  in  Figure  3.  In  our  simulations 
using  the  phase  space  generated  with  Equations  4{6,  and  our_t  Equation  3,  the  beam 
waist  is  within  1{8  mm  of  isocenter,  with  better  agreement  at  higher  energies.  The  spot 
size  at  isocenter  is  within  1%  of  the  vendor  speci_cations. 

Our  Monte  Carlo  generated  projes  in  air  at  isocenter  are  plotted  in  Figure  9  for  two 
Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  9 
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Figure  7.  Contribution  to  the  spatial  beam  sigma  at  isocenter  from  multiple  Coulomb 
scattering  as  a  function  of  the  beam  energy.  The  air  depth  at  isocenter  is  1 .7  m,  which 
is  the  speci_cation  for  Universal  Nozzle.  The  lower  series  of  points  were  generated 
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by  Geant4  simulation  using  the  G4hMultipleScattering  model,  and  the  upper  series 
were  generated  using  the  G4lonCoulombScatteringModel,  which  is  a  single  Coulomb 
scattering  physics  implementation  designed  for  protons  and  other  ions.  The  lower  line 
is  our  _t  to  the  multiple  scattering  simulation  results  using  the  Rossi  &  Greisen  (1 941 ) 
functional  form.  The  upper  line  is  the  _t  of  Lynch  &  Dahl  (1 991 ). 
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Figure  8.  One  sigma  for  beam  uence  projes  in  air  near  isocenter.  Isocenter  is  at 
the  origin.  The  lines  were  generated  using  Fermi-Eyges  theory  and  the  _t  of  Lynch  & 

Dahl  (1991).  The  data  points  were  calculated  using  Monte  Carlo,  with  the  error  bars 
indicating  the  sample  variance  for  the  Monte  Carlo  simulations. 

di_erent  beam  energies.  Also  plotted  is  a  Gaussian  _t  to  the  central  98%  of  the  beam 
uence.  The  central  Gaussian  is  the  beam  proje  that  a  typical  treatment  planning 
system  will  use  to  model  the  beam  proje.  These  are  projes  for  the  minimum  and 
maximum  energies  for  the  Dedicated  Nozzle.  The  Universal  Nozzle  produces  similar 
projes  (not  shown,  but  see  Figure  8)  but  with  larger  transverse  size,  and  somewhat 
more  large  angle  scattering,  due  to  the  extra  thickness  of  air  between  the  beam 
vacumm 

window  and  isocenter. 

Our  Monte  Carlo  generated  depth  dose  curves  are  given  as  Figure  10.  The  number 
of  monitor  units  (MU)  refers  to  an  amount  of  charge  collected  by  transmission  ionization 
chambers  mounted  inside  the  nozzle.  For  modulated-scanning  delivery,  Eclipse 
computes 

Monte  Carlo  simulations  for  modulated-scanning  proton  delivery  10 

x,  mm 
150 
100 
50 

0  50  100  150 

2 

Fluence,  mm 

5 

10 

4 

10 

3 

10 

2 

10 

1 

10 

1 

100  MeV 
230  MeV 

Figure  9.  Monte  Carlo-generated  uence  projes  for  the  Dedicated  Nozzle  minimum 
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and  maximum  beam  energies.  Energies  lower  than  1 00  MeV  are  obtained  via  a  range 
shifter  mounted  on  the  end  of  the  nozzle.  The  lines  are  the  Gaussian  _ts  to  the  central 
98%  of  the  projes. 
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Figure  10.  Monte  Carlo  generated  commissioning  library  of  depth  dose  curves. 

Energies  are  from  100  MeV  and  230  MeV  spaced  every  10  MeV. 

the  number  of  monitor  units  (MU)  that  should  be  delivered  per  spot  given  depth  dose 
data  speci_ed  in  units  of  measured-dose-to-water  per  MU  per  mm2.  For  our  simulations, 
since  the  transmission  ionization  chambers  are  air-Jled,  we  scaled  the  number  of 
primary 

protons  per  MU  based  on  the  stopping  power  of  protons  in  air.  Since  the  ratio  of 
stopping 

power  in  air  to  stopping  power  in  water  for  protons  is  nearly  constant  between  100  MeV 
and  230  MeV,  it  can  be  seen  that  the  curves  in  Figure  10  are  e_ectively  normalized  at 
the  entrance  dose. 

4.  Discussion 

Our  simulation  procedure  quickly  generates  a  data  library  for  commissioning  a 
treatment 

planning  system.  Of  course,  the  data  is  not  a  substitute  for  properly  measuring  the 
beam  data  once  the  treatment  rooms  are  ready,  but  nevertheless  we  feel  that  the  data 
is  accurate  enough  for  the  purposes  of  facility  planning,  training,  and  research.  We 
are  able  to  _t  the  vendor  speci_cations  to  within  1  %  for  spot  size.  The  beam  waist  is 
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also  very  close  to  isocenter:  compared  with  the  air  depth  to  isocenter  for  the  Dedicated 
Nozzle,  the  position  of  the  waist  is  within  about  1%.  It  is  not  exact  because  our_t 
function  is  not.  As  stated  previously,  if  a  larger  MCS  contribution  is  expected  when  the 
phase  space  generated  with  Equations  4{6,  the  mean  angle  will  be  larger  and  the  waist 
will  occur  further  upstream.  This  is  exactly  what  happens  if  the  Lynch  &  Dahl  (1991) 

_t  is  used  directly.  We  tried  this  _rst,  and  our  Geant4  simulations  produced  a  beam 
waist  10{20  cm  upstream  of  isocenter,  depending  on  the  beam  energy.  Alternatively, 
one 

could  use  the  Lynch  &  Dahl  _t  for  _x;Mcs(ziso)  to  generate  the  initial  phase  space  and 
then  use  the  single  Coulomb  scattering  physics  model  G4lonCoulombScatteringModel 
implemented  in  Geant4  for  protons  and  other  ions.  This  would  probably  give  good 
results  in  terms  of  spot  size  and  waist  at  isocenter.  Generating  the  depth  dose  data 
in  water,  however,  would  take  a  much  longer  time  unless  a  multiple  scattering  physics 
model  is  used. 

The  fact  that  Geant4  simulations  produce  a  smaller  spot  size  after  multiple  Coulomb 
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scattering  in  air  may  be  due  to  a  step  size  dependence  in  the  physics  models. 
Gottschalk 

(201 0)  reports  a  step  size  dependence  for  the  multiple  Coulomb  scattering  implemented 
in  Geant4  of  up  to  11%.  He  discusses  how  a  step  size  dependence  arises  from  the  type 
of 

modi_ed  Highland  formula  employed  by  Geant4  for  its  MCS  calculation,  and  suggests 
that  a  corrected  Rossi  formula,  or  a  new  functional  form  that  he  calls  \di_erential 
Moli_ere",  may  be  accurate  enough  for  radiotherapy  purposes  without  having  such  a 
large 

step  size  dependence.  Although  the  di_erence  in  the  multiple  scattering  contribution 
to  the  spot  size  between  Lynch  &  Dahl  (1991)  and  Geant4  is  as  large  as  15%  at  the 
depth  in  air  where  the  treatment  isocenter  is  located,  the  spot  size  we  obtain  is 
accurate, 

within  1%,  at  the  isocenter  depth  because  we  have  imposed  the  spot  size  there  as  one 
of  the  constraints  for  our  primary  PDF.  Practically,  a  patient  could  be  setup  at  most 
50  cm  upstream  or  downstream  of  isocenter.  Looking  at  Figure  8,  the  largest  di_erence 
between  the  Lynch  &  Dahl  spot  size  and  our  simulations  occurs  at  50  cm  upstream  of 
isocenter,  and  is  about  4%  in  the  worst  case. 

The  _t  we  obtain  is  speci_c  to  air,  to  the  depth  in  air  of  isocenter,  to  protons,  and 
to  the  Geant4  multiple  scattering  models  and  the  step  size  used  for  our  simulations. 

The  intent  here  is  not  to  produce  a  widely  applicable  _t  like  Lynch  &  Dahl  (1 991 ). 

Rather,  we  have  devised  a  method  that,  given  accurate  beam  quality  spec_cations  from 
the  vendor,  is  able  to  produce  commissioning  data  with  spot  size  (and  therefore  beam 
penumbra)  accuracy  of  2%  or  better. 

The  energy  selection  system  provides  continuous  energy  modulation,  so  that  the 
exact  energy-range  relationship  is  not  so  important.  The  treatment  planning  system 
interpolates  between  the  Bragg  peaks  with  which  it  was  commissioned.  Even  a 
discrete  system  like  the  synchrotron-based  Hitachi  system  provides  _ne  enough  energy 
increments  to  construct  a  smooth  SOBP  layer-by-layer,  so  we  do  not  feel  that  getting 
the  energy-range  relationship  exactly  right  is  necessary  for  the  purposes  that  this  data 
serve. 

Although  we  have  used  100  million  primary  events  to  generate  beam  projes,  we 
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found  that  it  is  possible  to  get  good  results  using  far  fewer  numbers  of  primaries  since 
what  we  ultimately  needed  was  only  the  beam  spatial  sigma  from  a  Gaussian  _t  to  the 
proje.  By  simulating  only  10,000  primary  events,  one  obtains  less  than  1%  error  on 
the  sigma  _t  to  the  central  98%  of  the  uence  proje.  This  number  of  events  takes 
only  80  to  100  s  per  energy,  depending  on  the  energy  and  whether  a  range  shifter  is 
inserted  into  the  beam.  So  the  14  energies  that  we  used  to  commission  Eclipse  took 
only  20  minutes  using  a  single  CPU.  Neither  are  large  numbers  of  events  needed  to 
generate  acceptable  depth  dose  curves  since  the  dose  is  integrated  over  large 
transverse 

planes.  We  used  50  cm  transverse  planes  to  ensure  that  all  of  the  dose  was  collected. 
We  found  that  50,000  events  already  gives  a  Bragg  curve  with  less  than  2%  error  bars, 
except  beyond  the  peak  where  there  is  some  small  exit  dose  from  mostly  secondary 
neutrons.  This  number  of  events  takes  1 .9{3.8  CPU  hrs  per  energy,  or  about  2  CPU 
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days  to  generate  all  1 4  energies  for  the  commissioning  data.  In  summary,  once  the 
simulation  code  is  setup,  it  is  possible  to  generate  a  library  of  commissioning  data 
using  a  single  standard  desktop  CPU  core  in  less  than  3  days.  A  treatment  planning 
system  like  Eclipse  performs  a  Gaussian  _t  to  the  beam  proje,  so  it  is  valid  to  only 
consider  the  accuracy  of  the  extracted  sigma  for  this  purpose.  Some  treatment  planning 
systems,  including  recent  versions  of  Eclipse,  will  _t  a  second  Gaussian  to  the  beam 
proje  to  model  the  large  dose  envelope,  also  called  the  dose  \halo",  that  arises  from 
large-angle  Coulomb  scattering  and  nuclear  interactions  (Sawakuchi,  Zhu,  Poenisch, 
Suzuki,  Ciangaru,  Titt,  Anand,  Mohan,  Gillin  &  Sahoo  2010,  Sawakuchi,  Mirkovic, 

Perles,  Sahoo,  Zhu,  Ciangaru,  Suzuki,  Gillin,  Mohan  &  Titt  2010).  It  is  interesting  to 
note  from  Figure  9  there  is  some  halo  produced  even  in  64  cm  of  air  for  the  Dedicated 
Nozzle,  though  it  is  only  at  the  0.1%  level.  Certainly  a  larger  number  of  events  would 
be  required  to  resolve  well  the  relatively  low  particle  uence  in  the  beam  halo,  which 
is  typically  a  few  percent  or  less,  of  the  peak  uence.  In  that  case,  we  recommend  100 
million  events  per  energy,  which  we  have  found  to  provide  a  relative  uncertainty  of  1% 
far  in  the  tail  of  the  proje  where  the  uence  is  1%  of  maximum.  This  large  number  of 
events  took  our  computing  cluster  8  CPU  days  per  energy.  For  the  depth  dose  data,  to 
resolve  the  low  exit  dose  beyond  the  Bragg  peak,  1  million  events  requires  3  CPU  days 
per  energy  and  results  in  0.4%  error  shallower  than  the  proton  range  and  10%  error 
beyond. 

We  assumed  the  beam  is  focused  at  isocenter  in  both  transverse  directions, 
producing  the  so-called  \double  waist"  at  isocenter.  In  fact,  this  is  not  a  speci_cation  of 
the  beam  tuning  procedure,  and  we  have  found,  after  measurements  to  commission  our 
_rst  PBS  room,  that  in  practice  the  double  waist  ends  up  positioned  20{30  cm  upstream 
of  isocenter.  Our  formalism  is  not  restrictive  in  this  regard:  just  replace  ziso  with  the 
waist  desired  depth  in  air.  One  could  in  principle  explore  optimizing  the  position  of  the 
waist  for  speci_c  treatment  sites  and  patient  setups.  The  gain  in  spot  size  is  likely  slight 
however,  and  we  have  not  explored  this  further. 

We  have  used  a  similar  method  to  determine  an  initial  phase  space  from  our 
measured  commissioning  data.  The  commissioning  data  includes  beam  uence  projes 
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measured  in  air  at  several  depths  for  many  energies  from  which  the  spot  sigmas  are 
extracted.  The  contribution  to  the  spot  sigma  for  the  multiple  scattering  that  occurs 
between  the  initial  phase  space  position  and  the  measurement  depth  needs  to  be 
subtracted  from  the  spot  sigmas  so  that  what  remains  is  only  the  geometric  projection 
of  the  moments,  as  in  Equation  1 .  Then  a  quadratic  can  be  J  to  obtain  the  moments 
at  the  chosen  initial  position.  We  will  report  elsewhere  that  this  procedure  Js  our 
commissioning  data  very  well.  Note  that  if  the  simulations  will  be  used  to  investigate 
the  beam  halo,  then  the  initial  phase  space  position  should  of  course  be  placed 
upstream 

of  monitor  chambers,  vacuum  windows,  and  other  elements  where  the  beam  halo  is 
generated.  Finally,  the  initial  phase  space  determination  becomes  more  complicated  if 
magnetic  _elds  are  to  be  included,  such  as  the  _elds  from  focusing  quadrupole 
magnets, 

and  the  e_ect  of  these  elements  on  the  beam  moments  would  need  to  be  included. 

5.  Conclusions 
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We  have  shown  how,  given  speci_cations  of  the  treatment  nozzle  geometry  and  beam 
tuning,  accurate  beam  data  can  be  generated  for  use  by  semiempirical  dose  calculation 
algorithms  like  those  implemented  in  treatment  planning  systems.  While  this  is 
certainly  not  a  substitute  for  properly  commissioning  a  treatment  planning  system  with 
carefully  measured  data,  it  can  allow  planning  and  research  to  proceed  in  parallel  with 
construction  of  the  facility.  Given  a  recipe  for  the  primary  PDF,  as  described  here, 
one  may  additionally  generate  data  using  beamline  modi_ers  such  as  range  shifters 
and  ridge  Jters,  not  only  to  commission  the  treatment  planning  system  with  those 
devices,  but  more  importantly  to  investigate  the  e_ect  of  them  on,  for  example,  the 
beam 

penumbrae  and  width  of  the  Bragg  peaks.  Those  data  would  ideally  be  used  to  develop 
appropriate,  possibly  site  speci_c,  treatment  approaches  that  maxmize  the  potential  of 
proton  therapy  with  modulated,  scanned  beams.  At  the  University  of  Pennsylvania, 
we  commissioned  our  treatment  planning  system  early,  before  data  from  our  treatment 
rooms  was  ready,  and  were  able  to  gain  experience  working  with  it  while  the  rooms 
were  being  commissioned.  We  were  able  to  use  this  data  to  complete  planning  studies, 
for  several  treatment  sites,  comparing  treatment  strategies  including  IMRT  compared 
with  proton  double-scattering  and  or  PBS,  proton  single-_eld  uniform  dose  vs.  IMPT 
optimizations,  and  Universal  Nozzle  vs.  Dedicated  Nozzle  comparisons  at  the  treatment 
plan  and  DVH  level.  Our  facility  does  not  have  a  Dedicated  Nozzle  on  a  gantry,  though 
we  researched  the  improvements  that  that  capability  would  a_ord  by  commissioning  a 
gantry  beamline  in  Eclipse  using  the  Dedicated  Nozzle  data  from  simulation.  This 
should 

underscore  the  value  of  realistic  beam  data  even  during  the  early  stages  of  planning  the 
construction  of  the  facility. 
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Robert  Hollebeek,i  Mitch  Newcomer, i  Godwin  Mayers, i  Brian 
Delgado, i  Gaurav  Shukla,i  Richard  Maughan,2  and  Derek  Dolney2 

iDepartment  of  Physics,  University  of  Pennsylvania,  Philadelphia,  PA  19104. 

2Department  of  Radiation  Oncology,  University  of  Pennsylvania,  Philadelphia,  PA  19104. 

(Dated:  July  20,  2012) 

The  Micromesh  Gaseous  Structure,  or  Micromegas,  is  a  technology  developed  for  high  count- 
rate  applications  in  high-energy  physics  experiments.  Presented  here  are  tests  using  a  Micromegas 
chamber  and  specially  designed  ampli_ers  and  readout  electronics  adapted  to  the  requirements  of 
the  proton  therapy  environment  and  providing  both  excellent  time  and  high  spatial  resolution.  The 
device  was  irradiated  at  the  Roberts  Proton  Therapy  Center  at  the  University  of  Pennsylvania. 

The  system  was  operated  with  ionization  gains  between  10  and  200  and  in  low  and  intermediate 
dose-rate  beams  and  the  digitized  signal  is  found  to  be  reproducible  to  0.8%.  Spatial  resolution 
is  determined  to  be  1 .1  mm  (1_)  with  a  1  ms  time  resolution.  We  resolve  the  range  modulator 
wheel  rotational  frequency  and  the  thicknesses  of  its  segments  and  show  that  this  information  can 
be  quickly  measured  owing  to  the  high  time  resolution  of  the  system.  Systems  of  this  type  will 
be  extremely  useful  in  future  treatment  methods  involving  beams  that  change  rapidly  in  time  and 
spatial  position.  The  Micromegas  design  resolves  the  high  dose  rate  within  a  proton  Bragg  peak 
and  measurements  agree  with  Geant4  simulations  to  within  5%. 

I.  INTRODUCTION 

At  the  time  of  this  writing  there  are  40  hadron  therapy 
facilities  in  operation  worldwide  treating  cancer  patients 
with  hadrons.  Nearly  100,000  patients  have  completed 
treatments  [1].  The  path  of  a  hadron  in  tissue  is  essen¬ 
tially  straight  with  relatively  low  energy  loss  until  very 
near  the  end  of  the  range  where  most  energy  is  deposited 
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in  a  small  region  called  the  Bragg  peak,  with  little  exit 
dose  relative  to  photons.  The  depth  of  the  Bragg  peak  in 
the  patient  is  controlled  by  the  beam  energy,  and  modern 
delivery  systems  allow  fast  and  continuous  modulation  of 
beam  energy  during  delivery.  Collimation  of  treatment 
_elds  achieves  good  lateral  dose  gradients,  comparable 
to  X-ray  _elds,  and  systems  of  detectors  exist  to  mea¬ 
sure  2D  planes  of  dose  distributions.  The  steep  longitu¬ 
dinal  dose  gradient  that  is  the  motivation  behind  proton 
therapy  additionally  allows  for  high  dose  conformity  in  a 
third  dimension,  but  detector  systems  for  characterizing 
3D  dose  distributions  do  not  exist.  As  an  alternative  to 
collimation,  narrow  proton  pencil  beams  can  be  scanned 
magnetically,  but  such  treatments  have  been  relatively 
rare  so  far  even  though  the  technology  does  not  require 
an  aperture  and  o_ers  the  possibility  of  improved  dose 
localization  [2],  Due  to  the  potential  for  interplay  be¬ 
tween  the  motion  of  the  pencil  beam  and  the  respiratory 
motion  of  the  patient,  it  is  necessary  to  resolve  the  time 
structure  of  the  dose  delivery  to  fully  realize  the  capa¬ 
bilities  of  hadron  therapy,  particularly  for  lung  tumors. 
Direct  detection  of  the  high  beam  current  used  for  hadron 
therapies  requires  a  new  generation  of  dosimetry  devices 
capable  of  high  spatial  and  time  resolution  accompanied 
by  good  linearity  and  little  to  no  saturation  in  the  Bragg 
peak.  New  dosimetry  technology  tailored  to  hadron  ther¬ 
apy  will: 

_  Reduce  the  uncertainties  in  beam  characteris¬ 
tics  (position,  energy/range,  stability),  partially 
addressing  the  range  uncertainty  problem  and 
potentially  allow  for  a  reduction  in  treatment 
margins,  thereby  permitting  additional  disease 
sites  to  be  treated  with  particle  beams,  improv¬ 
ing  the  prospects  for  dose  escalation  and  hypo- 
fractionation  strategies,  and  generally  lowering  the 
integral  dose  to  normal  tissues  across  all  disease 
sites, 

_  Accelerate  the  development  and  optimization  of 
the  next  generation  of  dose  delivery  technolo¬ 
gies,  including  intensity-modulated  scanned  pencil 
beams,  especially  in  conjunction  with  patient  mo¬ 
tion  management  and  image-guided  radiation  ther¬ 
apy  (IGRT)  systems,  by  providing  good  spatial  and 
time  resolution  for  the  dose  delivery, 

_  Assist  in  the  development  of  new  and  more  ad¬ 
vanced  therapy-supporting  technologies,  and  be¬ 
come  key  components  of  those  technologies,  includ¬ 
ing  proton  radiography  [3],  proton  computed  to¬ 
mography  [4{6],  range  veri_cation  [7],  and  range 
probes  [8],  where  high  spatial  and  time  resolution 
are  important  requirements, 

_  Facilitate  more  rapid  delivery  and  commissioning 
of  new  particle  therapy  facilities,  and 
_  Allow  more  comprehensive  Quality  Assurance 
(QA)  measurements  of  patient  treatment  plans  to 
be  performed  [9,  10]. 
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This  paper  describes  the  design  and  performance  of 
a  new  device  with  millimeter  and  millisecond  resolution 
and  high  dynamic  range.  We  will  be  discussing  pro¬ 
ton  therapy  in  particular,  though  our  design  could  be 
adapted  for  other  particle  types.  The  requirements  for 
2 

an  ideal  beam  monitoring  device  used  for  the  characteri¬ 
zation  of  proton  therapy  beams  are  stringent:  beam  po¬ 
sition  should  be  resolved  at  the  order  of  about  1  mm  and 
dose  measured  with  an  accuracy  of  2%  or  better.  Ioniza¬ 
tion  chambers  represent  the  gold  standard  for  dose  accu¬ 
racy  since  the  gain  depends  only  on  ionization  in  the  gas 
mixture  used.  Good  spatial  resolution  however  requires 
multiple  chambers.  The  high  ampli_er  gain  required  to 
detect  the  small  signals  leads  to  limited  bandwidth  and 
therefore  limited  time  resolution.  If  using  a  single  cham¬ 
ber,  it  must  be  repositioned  to  obtain  beam  projes.  This 
is  very  time  consuming  whether  done  manually  or  using 
stepping  motors.  Multiple  devices  can  be  placed  in  the 
beamline  to  obtain  some  spatial  resolution  from  a  single 
beam  delivery,  and  one  and  two  dimensional  arrays  of 
ionization  chambers  are  now  available  commercially  and 
useful  for  proton  therapy  measurements.  Semiconductor 
detectors  are  also  a  possible  choice  for  proton  therapy 
dosimetry  as  they  can  be  made  small  and  thus  provide 
good  spatial  resolution,  and  they  can  be  read  out  fast 
for  good  time  resolution,  however  they  tend  to  be  ex¬ 
pensive  for  large  volume  arrays,  su_er  degradation  from 
radiation  exposure,  and  have  a  response  depending  on 
energy,  temperature,  and  dose  rate.  Detector  systems 
based  on  scintillating  materials  can  be  manufactured  at 
relatively  low  cost  and  can  provide  good  resolution  in 
2D  using  planes  of  scintillating  material  [11]  and  in  3D 
using  a  volume  of  scintillator  [12].  Thus  far  however, 
scintillating  devices  used  in  proton  therapy  beams  su_er 
from  radiation  damage  and  some  saturation  in  the  Bragg 
peak,  though  it  appears  that  corrections  can  be  made 
to  obtain  a  reasonable  calibration.  Chemical  dosimeters, 
including  ferrous  (Fricke)  gels  and  polymer  gels,  can  be 
poured  into  containers  of  di_erent  sizes  and  shapes  and 
irradiated,  followed  by  readout  by  methods  such  as  MRI 
or  optical  CT,  but  these,  like  Jm,  are  strictly  integrative 
materials  that  o_er  no  time  resolution. 

A  typical  proton  therapy  irradiation  will  deliver  2  Gy 
to  a  1  L  volume  in  1{2  minutes,  mostly  by  direct  ion¬ 
ization  of  tissue  molecules,  meaning  that  ion  pairs  are 
created  in  the  volume  at  a  rate  of  a  few  hundred  _A.  A 
small  chamber  with  active  volume  1  mm3  would  see  only 
a  few  hundred  pA.  The  dose  proje  at  the  edges  of  the 
treatment  _eld  falls  o_  like  an  error  function,  and  ideally 
one  would  like  to  resolve  the  dose  in  this  penumbra  at  the 
level  of  1%  of  the  maximum  dose.  Therefore,  the  goal  of 
a  dosimeter  for  proton  therapy  is  to  resolve  pA-scale  cur¬ 
rents.  In  the  case  of  actively  scanned  beams,  the  beam 
may  be  swept  across  the  chamber  volume  on  millisecond 
timescales. 


124 


Compared  to  ionization  chambers,  proportional  coun¬ 
ters  provide  larger  signals  by  operating  at  a  su_ciently 
high  eld  strength  such  that  primary  ions  in  the  gas 
are  accelerated  enough  to  produce  additional  ionization. 
Counters  operating  in  the  proportional  region  achieve 
high  enough  gain  for  sensitivity  to  single  ionizing  par¬ 
ticles.  Multiwire  proportional  chambers,  and  drift  cham¬ 
bers  can  be  fabricated  into  devices  that  cover  large  vol¬ 
umes.  While  many  traditional  chambers  of  this  type 
were  constructed  with  small  diameter  wires,  there  are 
now  competing  technologies  for  this  application,  includ¬ 
ing  GEM  detectors  where  the  small  structures  producing 
the  high  electric  _elds  are  holes,  and  Micromesh  Gaseous 
Structure,  or  so-called  Micromegas  where  the  structures 
are  _ne  meshes  [13].  The  Micromegas  is  a  variation  of 
an  ionization  chamber  where  a  _ne  mesh  has  been  intro¬ 
duced  to  create  a  high-  eld  region  where  large  gas  gains, 
up  to  factors  of  106,  can  be  realized  [1 4{1 6].  Advantages 
of  this  approach  include  large  dynamic  range,  high  rate 
capability,  good  time  resolution,  and  _ne  segmentation. 

A  manufacturing  process  to  produce  Micromegas  cham¬ 
bers  in  bulk  at  relatively  low  cost  has  matured  [17],  and 
re_nements  to  the  basic  design  continue  to  develop  [1 8]. 

In  this  work,  we  present  a  novel  adaptation  of  the  Mi¬ 
cromegas  technology  for  the  proton  therapy  environment, 
where  the  device  is  operated  at  low  gain  and  is  operated 
in  current  mode  rather  than  pulse  mode. 

In  this  paper  we  describe  the  con_guration  and  testing 
of  a  multi-channel  Micromegas  detector  that  has  been 
designed  and  assembled  at  the  University  of  Pennsylvania 
and  irradiated  in  the  proton  therapy  beam  at  the  Roberts 
Proton  Therapy  Center.  We  present  measurements  of 
spatial  and  time  resolution  and  show  that  the  chamber 
resolves  a  proton  Bragg  peak  without  saturation.  To  our 
knowledge,  this  is  the  _rst  data  obtained  with  this  type 
of  detector  in  a  proton  therapy  beam. 

II.  METHODS  AND  MATERIALS 
A  prototype  Micromegas  chamber  with  a  segmented 
anode  plane  was  designed  and  assembled  at  the  Univer¬ 
sity  of  Pennsylvania.  The  mesh  plus  anode  layer  were 
fabricated  at  CERN  following  the  bulk  Micromegas  pro¬ 
cess  described  elsewhere  [1 7],  The  chamber  has  a  circular 
center  channel  and  four  peripheral  quadrants  (see  Figure 
1)  etched  on  one  side  of  a  standard  2  oz  double-sided  cop¬ 
per  clad  G1 0  printed  circuit  board  (PCB).  The  segments 
are  electrically  connected  to  readout  channels  by  plate- 
through  holes  to  the  back  of  the  PCB.  The  micromesh 
is  a  woven  stainless  steel  mesh  of  20  _m  wires  at  80  _m 
spacing.  The  micromesh  is  held  above  the  anode  planes 
with  a  uniform  gap  of  128  _m  by  photoetched  stand- 
o_s.  The  micromesh  is  connected  to  a  high  voltage  feed 
by  a  copper  trace  on  the  PCB.  The  drift  gap  region  of 
1 .275  cm  thickness  is  de_ned  by  a  ring  fabricated  from 
polyether  ether  ketone  (PEEK)  insulator  material  that 
also  has  provisions  for  the  gas  inlet  and  outlet  and  gas 
seal  o-rings.  The  drift  cathode  is  another  G1 0  PCB.  The 
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chamber  uses  a  70%  argon,  30%  CCtegas  mixture,  se¬ 
lected  to  give  lower  gain  but  higher  current  capability. 

The  Micromegas  assembly  contains  an  ssFe  calibration 
source  embedded  in  the  drift  region. 

Typical  operating  potentials  are  -71 0  V  on  the  drift 
electrode  and  between  -400  and  -600  V  on  the  micromesh, 
depending  on  the  gain  desired.  The  choice  of  negative  po- 
3 

FIG.  1 :  The  Micromegas  board.  The  _ve  readout  anodes 
can  be  seen  in  the  center  and  are  numbered.  The  woven  mi¬ 
cromesh  is  held  above  the  readout  anodes  by  photoetched 
Kapton  stando_s  (visible  as  small  points  covering  the  anode 
plane)  that  maintain  a  uniform  1 28  _m  gap.  The  center  chan¬ 
nel  is  5  cm  in  diameter.  Also  visible  is  the  insulating  ring, 

O-ring  for  gas  seal,  high  voltage  lead  (lower  right),  and  gas 
feed  pipe  (upper  left). 

larity  for  the  mesh  was  guided  by  Poisson  Super_sh  [1 9] 
electromagnetic  _eld  simulations  of  the  chamber  geome¬ 
try,  as  shown  in  Figure  2.  In  the  case  of  the  mesh  held 
at  negative  potential  relative  to  the  collecting  electrode, 
a  high  eld  region  is  created  in  the  relatively  narrow  am¬ 
plication  gap  between  the  mesh  and  the  anode  where 
gas  gain  occurs.  The  shape  of  the  _eld  near  the  mesh  is 
such  that  it  tends  to  focus  electrons  between  the  wires 
of  the  mesh  as  they  move  from  the  drift  gap  into  the 
ampli_cation  region.  Since  the  ampli_cation  occurs  in 
the  small  gap  region,  positive  ions  can  be  cleared  out 
more  quickly.  Alternatively,  the  con_guration  with  the 
mesh  held  positive  relative  to  the  electrodes  is  more  like  a 
multiwire  proportional  counter,  with  the  electrons  being 
collected  at  the  mesh.  Ionization  gain  occurs  near  the 
mesh  wires  where  the  eld  strength  is  very  high,  propor¬ 
tional  to  log(rwire=r).  Some  gain  is  also  realized  in  the 
ampli_cation  gap  for  primary  ionization  produced  there, 
however  primary  electrons  from  the  drift  region  do  not 
generally  cross  the  mesh  plane  and  the  number  of  pri¬ 
mary  ions  produced  is  small.  A  drawback  of  this  con- 
_guration  at  high  current  is  that  slowly  drifting  positive 
ions  produced  near  the  mesh  wires  tend  to  build  up  in 
the  low_eld  regions  that  can  be  seen  around  the  mesh 
wires  in  Figure  2.  A  buildup  of  positive  ions  near  the 
mesh  wires  has  the  e_ect  of  increasing  the  e_ective  wire 
diameter,  rwire,  and  so  this  type  of  chamber  generally 
has  less  gain  as  beam  current  increases.  We  found  by 
measurements  in  proton  beams  of  the  gain  using  the  two 
polarities  that  the  mesh  held  negative  gives  the  ability 
FIG.  2:  Electromagnetic  _eld  simulations  of  the  Micromegas 
geometry  using  Poisson  Super_sh  with  the  micromesh  held 
positive  (left)  or  negative  (right)  relative  to  the  electrode  at 
the  bottom  of  the  plots. 

to  produce  higher  gains  and  that  the  gain  is  more  stable 
with  respect  to  variations  in  the  beam  current.  There  are 
also  low_eld  regions  in  the  con_guration  with  the  mesh 
negative,  but  they  tend  to  be  located  just  above  the  mesh 
wires  in  the  drift  gap,  where  an  accumulation  of  positive 
space  charge  may  tend  to  defocus  electrons  drifting  into 
the  ampli_cation  region,  however  the  gain  of  the  device 


126 


is  observed  to  be  more  stable. 

A  preampli_er  board  was  designed  for  the  readout  of 
ionization  current  on  each  of  the  _ve  channels  (Figures 

3  and  4).  Each  preampli_er  board  has  a  total  of  ten 
channels.  The  power  module  derives  stabilized  _5  V 
from  an  external  power  supply  and  an  additional  -1  V 
reference  voltage  to  which  the  current  thru  the  input 
stage  is  compared.  The  current  is  fed  into  an  opera¬ 
tional  ampli_er  and  each  channel  supports  two  di_er- 
ent  gain  settings  individually  selectable  via  an  external 
digital  I/O  bit  to  achieve  a  wider  dynamic  range.  The 
relative  high/low  gain  settings  were  selected  to  accomo¬ 
date  the  di_erent  beam  intensity  produced  by  double- 
scattered  and  modulated-scanned  delivery  methods.  The 
net  gain  of  the  overall  system  can  be  changed  in  several 
ways:  there  is  a  factor  of  5  available  in  the  digitizer  gain, 
a  factor  of  40  in  the  high/low  ampli_er  setting,  and  a 
factor  of  200  in  the  gas  gain  for  the  mesh  voltage  range 
that  we  have  considered.  Additional  adjustments  can  be 
accomplished  with  di_erent  gas  choices  which  we  will  ex¬ 
plore  in  a  future  study. 

The  analog  outputs  from  the  ampli_ers  are  connected 
to  a  DATAQ  DI-720  which  samples  each  channel  at  1  kHz 
and  digitizes  and  serializes  the  signals  for  transfer  to  a 
PC  connected  to  the  DATAQ  by  ethernet.  Each  channel 
is  read  at  a  1  ms  sampling  interval  for  the  experiments 
described  here,  though  faster  rates  are  possible  with  the 
DI-720. 

The  chamber  assembly  was  irradiated  with  beams  of 
protons  at  the  Roberts  Proton  Therapy  Center  at  the 
University  of  Pennsylvania.  The  cyclotron  and  beam¬ 
line  were  designed  by  and  are  operated  by  Ion  Beam 
Applications  (IBA).  The  facility  was  designed  to  de¬ 
liver  therapeutic  beams  of  up  to  230  MeV  protons  to 

4 

FIG.  3:  Schematic  showing  the  layout  of  the  preampli_er 
board.  The  power  module  (top)  is  supplied  with  __6  V  by 
ribbon  cable  and  provides  power  to  the  10  ampli_er  modules. 
Ribbon  connectors  are  used  to  connect  the  chamber  chan¬ 
nels  (left)  and  the  ADC  data  acquisition  module  (right).  The 
preamp  dimensions  are  indicated  in  inches. 

FIG.  4:  Photograph  of  the  preampli_er  module.  Power  is  sup¬ 
plied  by  the  ribbon  cable  shown.  The  chamber  channels  are 
connected  at  left  and  the  data  acquisition  module  interfaces 
with  the  ribbon  connectors  at  right. 

_ve  treatment  rooms  using  three  di_erent  delivery  tech¬ 
niques.  The  _rst  is  a  double-scattered  beam  and  is  the 
least  intense  in  terms  of  instantaneous  dose  (ionization) 
rate.  Beamline  components  spread  the  beam  to  the  max¬ 
imum  treatment  eld  size  (_20  cm)  and  then  collimate 
to  a  target-spec_c  treatment  area  using  a  Varian  Multi¬ 
leaf  Collimator  (MLC)  comprised  of  100  motorized  tung¬ 
sten  leaves.  The  second  type  of  beam  is  the  uniform- 
scanned  beam,  which  is  also  collimated  with  the  MLC 
but  the  beam  is  magnetically  scanned  behind  the  colli¬ 
mator  to  generate  larger  eld  sizes.  This  delivery  tech¬ 
nique  produces  higher  instantaneous  dose  rates  at  the 
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time  the  beam  is  swept  across  the  measurement  volume. 
Finally,  modulated-scanned  beams,  which  are  magneti¬ 
cally  scanned  only  and  not  collimated,  are  _nely  focused 
with  additional  quadrupole  magnets  and  are  the  most  in¬ 
tense.  We  present  here  results  obtained  using  the  double- 
scattered  and  uniform-scanning  delivery  techniques.  Ex¬ 
periments  with  modulated-scanned  beams  have  also  been 
successful  but  are  ongoing  and  will  be  reported  later. 

The  beam  range,  de_ned  as  the  water-equivalent  depth 
at  which  the  dose  is  90%  of  the  peak,  that  was  used  for 
these  experiments  was  17.5  cm,  corresponding  to  a  mean 
kinetic  proton  energy  of  about  170  MeV.  The  beam  cur¬ 
rent  at  cyclotron  extraction  was  3  nA.  The  transport  e_- 
ciency  to  the  treatment  rooms  is  nominally  of  order  1 0% 
at  this  beam  energy.  For  some  experiments  we  have  de¬ 
livered  spread-out  Bragg  peaks  (SOBP)  which  are  mod¬ 
ulated  using  a  range  modulator  wheel.  We  used  SOBPs 
of  10  cm  modulation  (i.e,  the  length  of  the  at,  high-dose 
part  of  the  SOBP  in  the  depth  direction)  In  other  exper¬ 
iments,  a  single  Bragg  peak  was  delivered  by  stopping 
the  modulator  wheel  on  a  particular  segment.  We  used 
the  MLC  to  collimate  to  small  _elds  by  opening  a  single 
leaf  pair.  The  e_ective  leaf  width  is  4.5  mm  and  the  leaf 
pair  was  opened  between  1  and  5  mm  as  indicated  for 
the  experiment. 

The  entire  chamber  assembly  was  placed  in  a  Faraday 
cage  of  1/16  inch  copper  sheet  for  noise  shielding  and  the 
Faraday  cage  was  placed  on  top  of  the  treatment  couch 
near  the  isocenter  position  for  the  treatment  room.  An 
additional  ionization  chamber,  composed  of  two  sheets  of 
copper  clad  G1 0,  was  located  on  top  of  the  Faraday  cage, 
upstream  of  the  Micromegas  chamber.  The  data  from 
that  ionization  chamber  was  used  for  other  experiments 
and  is  not  discussed  here.  For  the  spread  out  and  single 
Bragg  peak  measurements,  an  acrylic  tank  of  dimensions 
1 2  cm  _  1 2  cm  transverse  _  30  cm  depth  was  placed  on 
top  of  the  ionization  chamber  and  Jled  with  water.  A 
drain  pipe  was  used  to  siphon  water  from  the  tank  at  a 
controlled  rate  and  data  was  collected  continuously  with 
the  proton  beam  while  water  owed  out  of  the  tank.  The 
total  water-equivalent  depth  of  the  acrylic  tank  bottom, 
the  ionization  chamber,  the  top  copper  sheet  of  the  Fara¬ 
day  cage,  and  the  cathode  G10  board  of  the  Micromegas 
chamber  is  calculated  to  be  2.2  cm  using  stopping  power 
ratios  to  water  from  the  NIST  PSTAR  database  [20,  21] 
for  170  MeV  protons. 

5 

We  measured  beam  transverse  projes  with 
Gafchromic  EBT2  Jm.  A  calibration  curve  was 
constructed  for  this  batch  of  Jm  by  delivering  uniform 
dose  cubes  of  varying  total  number  of  MUs  with  the  Jm 
located  in  the  center  of  the  delivered  dose.  The  Jm  was 
scanned  and  digitized  with  an  Epson  10000XL  atbed 
scanner.  The  red  color  channel  was  used  for  the  optical 
density  measurement. 

We  compare  some  of  the  Micromegas  chamber  mea- 
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surements  to  Monte  Carlo  results  generated  using  sim¬ 
ulation  code  developed  at  the  University  of  Pennsyl¬ 
vania  for  the  IBA  proton  therapy  nozzles  and  Varian 
MLC  using  the  Geant4  version  9.4  (Patch-01)  toolkit  [22], 
Our  physics  list  was  originally  provided  by  Harald  Pa- 
ganetti  [23],  though  we  had  to  modify  it  for  the  newer  ver¬ 
sion  of  Geant4  by  replacing  G4MultipleScattering  with 
G4eMultipleScattering  for  electrons  and  positrons  and 
with  G4hMultipleScattering  for  hadrons.  We  have  imple¬ 
mented  the  modulator  wheels  based  on  IBA  speci_cation 
and  optimized  the  beam  current  modulation  using  least- 
squares  _tting  in  order  to  reproduce  commissioning  mea¬ 
surements.  Our  simulations  reproduce  the  beam  range  to 
within  2  mm  and  1%  dose  accuracy  everywhere  for  both 
the  double-scattering  and  uniform-scanning  modalities. 

III.  RESULTS 

A.  ssFe  calibration 

The  chamber  gas  and  gain  calibration  uses  a  readout 
connected  to  the  mesh.  Typical  pulses  from  the  source 
are  shown  in  Figure  5.  The  pulse  height  spectrum  of 
the  ssFe  calibration  (Figure  6)  can  be  used  to  correct 
for  variations  in  the  absolute  gain  due  to  changes  in  gas, 
voltage,  temperature,  or  pressure  since  it  measures  the 
absolute  gain.  Figure  7  shows  the  peak  height  for  -590 
V  mesh  as  a  function  of  pressure  and  indicates  that  gain 
corrections  for  pressure  and  temperature  are  of  the  order 
of  a  few  percent.  The  gas  gain  as  a  function  of  mesh 
voltage  is  given  in  Figure  8. 

B.  Precision  and  stability  of  chamber  response 

For  proton  therapy  applications,  one  is  typically  inter¬ 
ested  in  the  total  dose  delivered  to  a  spatial  region.  The 
integral  response  of  the  chamber  should  be  very  stable 
across  a  wide  dynamic  range.  We  measured  the  precision 
of  the  integrated  Micromegas  chamber  signal  by  assum¬ 
ing  a  constant  beam  current  and  delivering  the  proton 
beam  to  the  chamber  for  one  second  intervals.  For  each  of 
42  one  second  beam  deliveries,  the  total  charge  collected 
by  the  center  channel  was  determined  by  integrating  the 
digitized  signal.  We  plot  in  Figure  9  the  results  of  those 
irradiations.  The  standard  deviation  from  the  mean  for 
these  42  measurements  is  0.8%.  The  data  show  a  remark¬ 
able  drift  in  time  with  a  timescale  of  about  one  minute. 

FIG.  5:  Average  of  current  pulses  from  a  55Fe  test  source 
(green  trace)  and  the  calibration  signal  through  a  shaping 
ampli_er  (purple  trace). 
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FIG.  6:  An  example  calibration  pulse  height  distribution 
from  the  ssFe  calibration  source  embedded  in  the  Micromegas 
chamber  with  mesh  at  -590  V.  The  pulse  height  is  strongly 
dependent  on  the  mesh  potential,  and  somewhat  dependent 
on  the  ambient  temperature  and  pressure.  The  position  of 
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the  main  peak  is  used  as  a  daily  gain  calibration  for  the  Mi- 
cromegas.  The  smaller  peak  is  the  Argon  escape  peak. 

We  believe  that  it  is  the  beam  current  that  is  uctuating 
and  not  the  chamber  response,  and  so  consider  this  value 
to  be  an  upper  limit  on  the  chamber  precision. 

C.  Spatial  resolution 

We  measured  the  spatial  resolution  of  the  Micromegas 
chamber  by  moving  the  chamber  with  the  treatment 
couch  across  a  uniform-scanned  beam  collimated  with  a 
4  mm  x  4.5  mm  aperture  positioned  near  the  boundary 
between  channels  2  and  5.  That  data  is  shown  in  Fig- 
6 
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FIG.  7:  Pulse  height  versus  pressure  with  ssFe  calibration 
source  for  -590  V  mesh. 
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FIG.  8:  Gain  calibration  curve  for  the  Micromegas  chamber 
as  a  function  of  mesh  potential. 

ure  10.  The  proje  of  this  beam  was  determined  at  the 
elevation  of  the  center  of  the  Micromegas  drift  gap  by 
a  placing  a  piece  of  Gafchromic  EBT2  Jm  downstream 
of  the  chamber  PCBs  and  the  Faraday  cage  top  plate. 

The  beam  is  su_ciently  narrow  (4.3  mm  FWHM)  in  the 
direction  transverse  to  the  direction  of  couch  travel  that 
we  collect  all  charge  on  channels  2  and  5.  A  ratio  of  the 
signal  on  channel  2  to  the  signal  on  channel  5  provides 
a  position  measurement  for  the  beam.  We  measured  _ 

=  1.1  mm  for  the  beam  position  measurement  using  the 
Micromegas  chamber. 
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FIG.  9:  Reproducibility  of  the  chamber  response  in  the  proton 
beam.  The  detector  was  irradiated  in  1  second  intervals.  The 
integrated  response  of  the  chamber  is  constant  across  the  42 
measurements  to  0.8%  (1  _).  The  signal  uctuates  on  about  a 
one  minute  timescale  and  is  likely  due  to  a  drift  in  the  beam 
current. 
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FIG.  10:  Spatial  resolution  measurement  for  the  Micromegas 
chamber  using  a  beam  moving  across  the  boundary  between 
channels  2  and  5.  The  lines  represent  the  fraction  of  the  inte¬ 
grated  beam  proje  that  is  delivered  to  channel  2  (dotted)  and 
channel  5  (solid).  The  data  points  are  the  integrated  charge 
Q  measured  on  the  given  channel  relative  to  the  charge  Qo 
measured  with  the  transmission  ionization  chamber  in  the  de¬ 
livery  nozzle.  The  ratio  of  the  signal  on  the  two  channels  can 
be  used  as  a  beam  position  measurement  with  _  =  1 :1  mm. 

D.  Double-scattered  proton  beam 
The  double-scattered  proton  beam  delivery  technique 
uses  a  modulator  wheel  with  segments  of  varying  thick¬ 
nesses  of  Lexan  and  Pb  to  produce  a  at  spread-out 
Bragg  peak  (SOBP).  The  wheel  rotates  at  a  nominal  10 
7 

Hz  and  the  beam  is  pulsed  in  phase  with  the  wheel.  The 
number  of  segments  irradiated  determines  the  length  of 
the  at  part  of  the  SOBP  in  the  depth  direction.  The 
Micromegas  signal  in  this  type  of  beam  is  shown  in  Fig¬ 
ure  1 1 .  The  water  level  was  lowered  continuously  with 
the  beam  on  at  a  rate  of  0.14  mm/s.  The  lower  plots  of 
Figure  1 1  show  that  the  Micromegas  chamber  can  resolve 
the  time  structure  of  this  delivery  technique.  Each  pulse 
corresponds  to  a  rotation  of  the  modulator  wheel.  Four 
segments  of  the  wheel  can  be  identi_ed  in  the  lower  right 
_gure,  though  the  fourth  gives  a  very  low  signal  at  the 
depth  of  the  measurement  (about  16.5  cm)  and  is  in  the 
beam  for  only  a  few  ms  before  the  next  segment.  In  or¬ 
der  to  produce  a  at  SOBP,  the  relative  weight  of  Bragg 
peaks  are  set  by  the  angular  width  of  the  correspond¬ 
ing  segment  on  the  modulator  wheel  and  _ne-tuned  by 
modulating  the  beam  current  in  phase  with  the  wheel 
rotation.  We  show  in  Figure  1 1  that  the  sum  of  the  mea¬ 
surements  over  the  wheel  rotation  indeed  produces  a  at 
SOBP. 

By  smoothing  individual  pulses  for  ampli_er  response 
and  then  averaging  over  the  ten  pulses  contained  in  one 
second  of  data  at  a  particular  depth,  it  is  possible  to  con¬ 
struct  projes  of  the  beam  energy  passing  through  the 
rotating  wheel  at  di_erent  depths  yielding  detailed  in¬ 
formation  about  the  wheel  structure.  Examples  of  these 
pulses  at  six  di_erent  depths  are  shown  in  Figure  1 2. 

The  leading  and  trailing  edge  of  the  distributions  can 
be  used  to  extract  the  size  of  the  wheel  angular  segments 
and  compare  them  to  speci_cations  from  the  manufac¬ 
turer.  Individual  wheels  may  vary  slightly  and  this  tech¬ 
nique  is  capable  of  measuring  the  di_erences  between 
wheels  in  di_erent  treatment  rooms.  The  comparison  for 
the  room  used  in  these  tests  is  shown  in  Figure  13  and 
the  agreement  is  excellent. 

A  Fourier  transform  of  the  signal  collected  with  the 
double-scattering  delivery  is  shown  in  Figure  14.  This 
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provides  a  measurement  of  the  wheel  angular  frequency, 
which  we  _nd  to  be  1 0.0046  _  0.0032  Hz. 

E.  Uniform-scanned  proton  beam 

A  uniform-scanned  beam  of  17.5  cm  water  equivalent 
proton  range  was  collimated  to  5  mm  x  4.5  mm  using  the 
MLC.  The  beam  is  scanned  magnetically  at  nominal  3  Hz 
in  the  head  to  foot  transverse  direction  and  30  Hz  in  the 
left  right  direction.  Figure  1 5  shows  a  typical  signal  in  the 
center  channel  of  the  Micromegas  chamber  for  this  kind  of 
delivery.  Each  peak  arises  from  the  beam  scanning  at  the 
high  frequency  across  the  collimation  hole.  The  _rst  four 
peaks  correspond  to  the  beam  moving  slowly  in  the  head 
to  foot  direction.  The  pattern  is  reversed  as  the  beam  is 
scanned  back  in  the  opposite  direction.  The  pattern  of 
pulses  observed  is  consistent  with  the  nominal  frequency 
values,  but  illustrates  that  much  more  accurate  measure¬ 
ments  are  possible.  In  particular,  we  get  from  the  Fourier 
transform  of  this  data  (Figure  1 6)  a  measurement  of  the 
scanning  frequencies:  3.1 146  Hz  _  0.2%  in  the  slow  direc¬ 
tion,  and  31 .146  Hz  _  0.04%  in  the  fast  direction  (using 
the  fundamental  peaks).  However,  Figure  15  is  actually 
65  consecutive  pulse  patterns  plotted  with  a  phase  shift 
of  0.321 1 2  s  between  pulses.  The  65  pulses  trains  over¬ 
lay  extremely  well  indicating  that  the  beam  scan  pattern 
is  very  well  controlled  and  reproducible.  Changing  the 
phase  shift  by  only  0.00001  s  disrupts  the  overlay  of  the 
pulses,  and  so  this  is  a  measurement  of  one  of  the  scan 
frequencies  that  is  much  more  precise  than  from  the  FT: 
3.1 1 41  Hz  _  0.002%.  At  this  level  of  precision  one  has  to 
consider  the  accuracy  of  the  data  acquistion  clock  itself. 

F.  Bragg  peak  measurement 

We  delivered  a  pristine  (unmodulated)  Bragg  peak  to 
the  detector  by  stopping  the  modulator  wheel  on  the  _rst 
(thinnest)  segment.  The  beam  was  collimated  with  a  5 
mm  x  4.5  mm  aperture.  The  beam  was  not  scanned.  The 
water  level  was  lowered  continuously  with  the  beam  on 
at  a  rate  of  0.14  mm/s.  The  data  collected  with  the  Mi¬ 
cromegas  is  compared  with  Geant4  simulations  in  Figure 
17. 

The  measured  detector  signals  indicate  that  the  beam 
in  this  con_guration  is  synched  to  60  Hz  and  is  on  for 
1 0.00  microseconds  and  o_  for  the  following  6.67  mi¬ 
croseconds.  Averaging  samples  over  as  few  as  10  pulses 
(1  second)  can  be  used  to  detect  pulse  to  pulse  variations 
in  delivered  current  to  high  accuracy  as  shown  in  Figure 
12  which  shows  the  result  of  averaging  5  pulses  to  the  left 
and  5  to  the  right  and  the  e_ect  of  smoothing  the  dis¬ 
tribution.  The  result  is  a  fraction  of  a  percent  accuracy 
every  second. 

IV.  DISCUSSION 

There  are  over  two  orders  of  magnitude  di_erence  in 
the  instantaneous  ionization  rates  encountered  in  pro¬ 
ton  therapy,  from  the  relatively  low  rate  double-scattered 
delivery  to  the  high-rate  modulated-scanning  delivery, 
with  uniform-scanning  intermediate  between  the  other 
two.  The  Micromegas  chamber  described  in  this  paper 
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is  designed  to  resolve  typical  treatment  dose  rates  for  all 
modalities  and  is  capable  of  a  very  wide  dynamic  range. 

The  digitization  gain  is  adjustable,  each  channel  of  the 
preampli_er  board  has  two  gain  settings  switchable  by 
external  digital  control  and  further  _ne  tuning  of  the  gain 
is  accomplished  by  adjusting  the  mesh  potential  using  a 
calibration  curve  like  that  shown  in  Figure  8  and  remea¬ 
suring  the  gain  with  the  calibration  channel. 

The  measurements  indicate  the  Micromegas  response 
is  reproducible  to  better  than  0.8%  in  a  double-scattered 
proton  therapy  beam.  The  prospects  for  Micromegas  for 
relative  and  absolute  dosimetry  appear  promising.  In¬ 
deed,  while  ionization  chambers  are  currently  the  stan¬ 
dard  for  absolute  dosimetry  in  the  _eld  of  external  beam 
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FIG.  1 1 :  Micromegas  measurement  (black  points,  upper  chart)  of  a  proton  spread-out  Bragg  peak  (SOBP)  delivered 
using  the 

double-scattered  technique.  Five  individual  Bragg  peaks  can  be  seen  corresponding  to  the_rst  (most  distal)  _ve 
segments  on 

the  modulator  wheel.  The  _ve  Bragg  peaks  combine  to  produce  a  at  SOBP,  as  shown  by  the  red  line,  which  was 
obtained  by 

summing  the  Micromegas  signal  over  three  complete  wheel  rotations.  Two  regions  are  highlighted  for  closer 
examination:  (a, 

bottom  left)  showing  the  series  of  pulses  generated  by  the  modulator  wheel  increasing  in  amplitude  as  the  water 
depth  lowers, 

e_ectively  moving  the  detector  into  the  distal  fallo_  region;  and  (b,  bottom  right)  showing  three  wheel  rotations  at  a 
depth 

where  four  Bragg  peaks  can  be  discerned  both  in  the  datapoints  in  the  top  chart  and  in  the  pulses  in  the  bottom  right. 

therapy,  the  technique  used  here  might  achieve  the  same 

absolute  level  of  accuracy  with  vastly  improved  spatial 

and  time  resolutions.  The  challenge  for  Micromegas  will 

be  to  achieve  stable  gain,  including  a  precise  method 

to  correct  for  ambient  conditions.  This  is  commonly 

achieved  by  a  feedback  voltage  of  order  less  than  1  volt 

applied  to  the  preamp  voltage  reference  and  calibrated 

using  the  calibration  source.  We  continue  to  optimize 

the  chamber  geometry,  gas  composition,  and  operation 

settings  and  the  preampli_er  design  and  look  forward  to 
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reporting  in  the  future  on  its  performance  across  the  full 
dynamic  range  of  proton  therapy  ionization  rates. 

The  1  mm  spatial  resolution  that  we  demonstrate  is  en¬ 
couraging  and  is  in  line  with  what  is  typically  accepted 
as  a  clinically  meaningful  resolution.  The  commercially 
available  2D  arrays  of  ion  chambers  or  diodes  are  typi¬ 
cally  spaced  at  _7  mm.  We  have  designed  a  Micromegas 
chamber  with  smaller  pads  and  look  forward  to  resolv¬ 
ing  modulated-scanning  beams  as  they  are  steered  mag¬ 
netically.  Current  therapy-grade  systems  produce  these 
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FIG.  1 2:  Pulses  produced  by  the  range  modulator  wheel  at 
six  di_erent  depths  in  water  averaged  over  one  second  inter¬ 
vals.  In  order  of  increasing  width,  the  pulses  were  taken  from 
the  data  in  Figure  1 1  at  time  0,51,  130,  190,  and  237  s,  corre¬ 
sponding  to  water-equivalent  depths  of  17.9,  17.2,  16.2,  15.4, 
and  14.8  cm,  respectively. 
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FIG.  13:  Duration  (in  ms)  that  segments  of  a  modulator 
wheel  cross  the  beam  path  measured  with  the  Micromegas 
(points  with  error  bars)  compared  to  the  manufacturer  data 
(shaded  columns).  The  measurements  were  extracted  from 
the  pulses  at  six  di_erent  depths  in  water  averaged  over  one 
second  shown  in  Figure  12. 

beams  with  beam  sigmas  _3  mm,  though  that  size  could 
be  driven  smaller  in  the  future  as  the  technology  im¬ 
proves. 

It  is  interesting  that  the  individual  segments  on  the 
modulator  wheel  can  be  identi_ed  in  the  data  we  have 
taken.  Proton  centers  that  are  commissioning  modali¬ 
ties  that  use  modulator  wheels  may  need  to  input  the 
water-equivalent  thicknesses  of  the  track  segments  (the 
Varian  Eclipse  treatment  planning  system  requires  this 
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FIG.  14:  Fourier  transform  of  ionization  current  collected  us¬ 
ing  the  double-scattered  proton  delivery  technique.  We  mea¬ 
sure  the  wheel  rotational  frequency  to  be  1 0.0046  _  0.0032 
Hz. 
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FIG.  15:  Ionization  signal  from  the  Micromegas  chamber  us¬ 
ing  the  uniform-scanned  proton  delivery  technique  in  which  a 
relatively  large  Gaussian  spot  is  magnetically  scanned  to  pro¬ 
duce  a  large,  uniform  uence  behind  a  collimating  aperture. 

The  aperture  was  5  mm  x  4.5  mm.  The  beam  was  on  for  21 
seconds  and  65  pairs  of  pulse  sets  were  collected  in  that  time. 
All  65  sets  are  plotted  here  by  shifting  the  phase  of  each  set 
by  0.321 12  s. 

information).  While  the  proton  system  vendor  will  typi¬ 
cally  provide  tables  of  the  segment  materials  and  thick¬ 
nesses,  users  may  want  to  verify  the  data  for  themselves 
with  measurements.  We  are  excited  by  the  possibility  of 
accurately  and  rapidly  characterizing  modulator  wheels 
without  resorting  to  tedious  delivery  of  beam  on  each  in¬ 
dividual  segment  of  the  nine  wheel  tracks  that  have  been 
commissioned  at  Roberts.  It  would  also  be  interesting 
to  characterize  any  di_erences  between  the  modulator 
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FIG.  16:  Fourier  transform  of  uniform-scanning  delivery  data. 
We  measured  the  fundamental  frequencies  to  be  6.2291  and 
62.29  Hz.  The  beam  scanning  frequencies  are  one-half  these 
values,  because  the  beam  passes  the  collimator  hole  twice  per 
scan  cycle. 
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Micromegas  measurement 
Geant4  simulation 

FIG.  17:  A  proton  Bragg  peak  measurement  using  the  Mi¬ 
cromegas  chamber  compared  with  Geant4  simulation  of  the 
IBA  Universal  Nozzle,  Varian  MLC,  and  the  Micromegas  de¬ 
tector  and  water  column.  Agreement  is  within  5%  across  the 
water-equivalent  depth  range  from  7.5{19.5  cm.  The  curves 
are  normalized  at  the  peaks.  The  error  bars  on  the  Mi¬ 
cromegas  measurement  represent  the  0.8%  dose  reproducibil¬ 
ity  (see  Figure  9)  and  the  error  bars  on  the  simulation  repre¬ 
sent  the  Monte  Carlo  sample  variance, 
wheels  across  the  four  treatment  rooms  that  have  wheels 
at  Roberts.  Based  on  the  speci_cations  of  the  modulator 
wheels  provided  by  IBA,  the  _rst  four  wheel  segments 
should  cross  the  beam  path  in  26,  9,  7,  and  5  ms  re¬ 
spectively,  and  these  values  are  consistent  with  what  we 
have  measured  from  Figure  1 1 .  Accurate  knowledge  of 
the  shape  of  the  beam  pulses  produced  by  the  modula¬ 
tor  wheel  may  be  important  information  for  a  new  range 
veri_cation  method  currently  under  development  [24]. 

The  Fourier  transform  of  the  ionization  current  shown 
in  Figure  14  indicates  some  noise  at  the  rate  of  a  few 
Hz.  We  have  identi_ed  noise  on  the  preampli_er  circuit 
coming  back  from  the  DATAQ  module.  A  new  revision 
of  the  preampli_er  board  has  been  designed  with  a  _l- 
ter  to  remove  this  noise.  We  have  also  increased  the 
bandwidth  of  the  operational  ampli_er  and  improved  the 
input  compensation  which  should  provide  time  resolu¬ 
tion  as  low  as  as  50  microseconds  in  the  next  version. 
However,  we  also  believe  that  the  beam  current  actually 
uctuates  at  about  2  Hz  at  the  few  percent  level.  This 
can  be  seen  in  the  treatment  control  rooms  on  the  sig¬ 
nals  coming  from  the  beam  monitor  ionization  chambers 
in  the  nozzle.  Such  small  uctuations  are  not  important 
for  patient  treatments;  the  system  is  designed  to  deliver  a 
precise  integral  dose  over  millisecond  or  longer  timescales 
using  beam  turn  o_  times  of  order  a  few  microseconds. 
However  in  the  case  of  rapidly  scanned  beams,  this  may 
no  longer  be  negligible. 

It  is  interesting  to  note  that  the  data  resolve  the  very 
stable  uniform  scanning  pattern  (Figure  15)  and  there¬ 
fore  provides  a  measurement  of  the  unknown  beam  proje 
upstream  of  the  collimator.  The  peak  of  each  pulse  in  the 
Figure  corresponds  to  a  point  on  the  (Gaussian)  beam 
proje  in  the  slow  scanning  direction,  or  more  precisely, 
the  beam  proje  convolved  against  the  aperture  window. 
Furthermore,  the  width  of  these  pulses  determines  the 
scan  velocity  of  the  beam  in  the  fast  scan  direction,  given 
the  size  of  the  aperture  in  that  dimension. 

Other  detectors  tend  to  saturate  in  the  high  dose  rate 
of  the  Bragg  peak,  but  we  have  resolved  the  peak  relative 
to  the  entrance  (Figure  17).  There  is  some  disagreement 
between  the  simulations  and  the  measurement  especially 
around  1 2{1 3  cm  depth.  We  are  told  by  the  vendor  that 
the  beam  current  can  drift  on  timescales  of  about  1 0  min¬ 
utes.  Typically  for  commissioning  measurements,  depth 
dose  projes  are  normalized  to  the  signal  from  one  of  the 
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transmission  ionization  chambers  in  the  nozzle  to  remove 
beam  current  uctuations.  In  the  future  we  will  follow 
that  method.  Alternatively,  the  small  treatment  _elds 
that  we  have  prepared  using  the  MLC  for  these  exper¬ 
iments  are  much  smaller  than  the  _elds  used  to  treat 
patients,  and  this  is  the  _rst  data  that  we  have  collected 
in  order  to  verify  the  Geant4  simulations  for  small  _elds. 
We  also  point  out  that  there  are  features  in  the  proton 
inelastic  cross  section  data  that  the  Geant4  physics  mod¬ 
els  do  not  reproduce  [25].  We  intend  to  investigate  this 
further. 

V.  CONCLUSIONS 

Micromegas  is  a  gas-Jled  detector  technology  that  can 
be  manufactured  in  bulk  at  low  cost.  We  have  demon¬ 
strated  a  new  use  for  Micromegas  as  a  beam  monitor 
for  proton  therapy,  and  the  data  presented  here  indi- 
11 

cates  that  Micromegas  holds  promise  as  a  high  spatial 
and  time  resolution  measurement  device  for  proton  ther¬ 
apy.  We  believe  the  design  could  be  adapted  to  heavier 
ion  beams.  We  look  forward  to  continuing  to  improve  the 
designs  and  will  publish  additional  _ndings  in  the  future. 
Acknowledgments 

The  authors  thank  Rui  De  Oliveira  and  the  CERN 
team  for  manufacturing  the  mesh  layer  for  the  detec¬ 
tor  used  in  many  of  these  measurements  and  members 
of  the  University  of  Pennsylvania  Electronics  group  for 
design  and  manufacture  of  the  electronics.  The  authors 
are  grateful  to  Professor  Chris  Ainsley  for  sharing  his 
Monte  Carlo  code  for  the  IBA  Universal  Nozzle  and  Var- 
ian  MLC,  and  to  Professor  Harald  Paganetti  for  provid¬ 
ing  the  code  for  his  Geant4  physics  list  [23].  We  are  also 
especially  grateful  to  Jake  Hindenburg  of  IBA  for  his 
knowledge  of  the  IBA  system  and  for  helping  to  setup 
the  irradiation  scenarios.  This  work  was  supported  by 
the  US  Army  Medical  Research  and  Materiel  Command 
under  Contract  Agreement  No.  DAMD17-W81XWH-04- 
2-0022.  Opinions,  interpretations,  conclusions  and  rec¬ 
ommendations  are  those  of  the  authors  and  are  not  nec¬ 
essarily  endorsed  by  the  US  Army. 

[1]  M.  Jermann  (2012),  http://ptcog.web.psi.ch/ 
ptcentres.html. 

[2]  A.  Smith,  Med.  Phys.  36,  556  (2009). 

[3]  U.  Schneider,  J.  Besserer,  P.  Pemler,  M.  Dellert, 

M.  Moosburger,  E.  Pedroni,  and  B.  Kaser-Hotz,  Med. 

Phys.  31,  1046  (2004). 

[4]  R.  W.  Schulte,  V.  Bashkirov,  T.  Li,  Z.  Liang,  K.  Mueller, 

J.  Heimann,  L.  R.  Johnson,  B.  Keeney,  H.  F.-W. 

Sadrozinski,  A.  Seiden,  et  al.,  IEEE  Trans.  Nucl.  Sci. 

51, 866  (2004). 

[5]  L.  Johnson,  B.  Keeney,  G.  Ross,  H.-W.  Sadrozinski, 

A.  Seiden,  D.  C.  Williams,  L.  Zhang,  V.  Bashkirov, 

R.  Schulte,  and  K.  Shahnazi,  Nucl.  Instrum.  Methods 
A  514,  215(2003). 

[6]  S.  N.  Penfold,  A.  B.  Rosenfeld,  R.  W.  Schulte,  and  H.- 
F.  W.  Sadrozinksi,  Radiat.  Meas.  46,  2069  (2011). 

[7]  H.-M.  Lu,  Phys.  Med.  Biol.  53,  N415  (2008). 

[8]  M.  Mumot,  C.  Algranati,  M.  Hartmann,  J.  M.  Schippers, 


137 


E.  Hug,  and  A.  J.  Lomax,  Phys.  Med.  Biol.  55,  4771 
(2010). 

[9]  B.  Arjomandy,  N.  Sahoo,  X.  Ding,  and  M.  Gillin,  Med. 
Phys.  35,  3889  (2008). 

[10]  B.  Hartmann,  J.  Telsemeyer,  L.  Huber,  B.  Ackermann, 

O.  Jkel,  and  M.  Martikov,  Phys.  Med.  Biol.  57,  51  (2012). 

[1 1]  S.  N.  Boon,  P.  van  Luijk,  T.  Bohringer,  A.  Coray,  A.  Lo¬ 
max,  E.  Pedroni,  B.  Scha_ner,  and  J.  M.  Schippers,  Med. 
Phys.  27,  2198  (2000). 

[12]  S.  Beddar,  L.  Archambault,  N.  Sahoo,  F.  Poenisch,  G.  T. 
Chen,  M.  T.  Gillin,  and  R.  Mohan,  Med.  Phys.  36,  1736 
(2009). 

[13]  M.  Titov,  Nucl.  Instrum.  Methods  A  581, 25  (2007). 

[14]  Y.  Giomataris,  P.  Rebourgeard,  J.  Robert,  and 

G.  Charpak,  Nucl.  Instrum.  Methods  A  376,  29  (1996). 

[15]  Y.  Giomataris,  Nucl.  Instrum.  Methods  A  419,  239 
(1998). 

[16]  I.  Giomataris,  in  Proceedings  of  the  International  Sympo¬ 
sium  On  Detector  Development  For  Particle,  Astroparti- 

cle  And  Synchrotron  Radiation  Experiments  (SNIC  2006) 
(2006). 

[17]  Y.  Giomataris,  R.  D.  Oliveira,  S.  Andriamonje,  S.  Aune, 
G.  Chapak,  P.  Colas,  et  al.,  Nucl.  Instrum.  Methods  A 
560,  405  (2006). 

[18]  R.  Oliveira,  V.  Peskov,  F.  Pietropaolo,  and  P.  Picchi, 
IEEE  Trans.  Nucl.  Sci.  57,  3744  (2010). 

[19]  K.  Halbach  and  R.  F.  Holsinger,  Particle  Accelerators  7, 
213(1976). 

[20]  http://physics .  n  ist.gov/Phys  Ref Data/Star/T ext/ 
PSTAR.html. 

[21]  ICRU  report  49:  Stopping  powers  and  ranges  for  protons 
and  alpha  particles  (1993). 

[22]  S.  Agostinelli  et  al.,  Nucl.  Instrum.  Methods  A  506,  250 
(2003). 

[23]  C.  Z.  Jarlskog  and  H.  Paganetti,  IEEE  Trans.  Nucl.  Sci. 
55,1018(2008). 

[24]  B.  Gottschalk,  S.  Tang,  E.  H.  Bentefour,  E.  W.  Cascio, 

D.  Prieels,  and  H.-M.  Lu,  Med.  Phys.  38,  2282  (201 1 ). 

[25]  http://geant4.web.cern.ch/geant4/results/ 
validation\_plots/cross\_sections/hadronic/ 
inelastic/testi  /inelastic.shtml. 


Phase  III  -journal  publications  -  published 
ORIGINAL  RESEARCH 

Development  of  a  Remote  Proton 
Radiation 

Therapy  Solution  over  Intemet2 


138 


Arnaud  Belard,  M.B. A.,  1.2  Brent  Tinnel,  M.D.,2  Steve  Wilson,  M.D.,3 
Ralph  Ferro,  M.S.C.E.,4and  John  O’Connell,  M.D.2 
iHenry  M.  Jackson  Foundation  for  the  Advancement  of  Military 
Medicine  and  2Radiation  Oncology  Service,  Department  of 
Radiology,  Walter  Reed  Army  Medical  Center,  Washington,  DC. 
3Department  of  Radiation  Oncology,  University  of  Pittsburgh 
Medical  Center,  Pittsburgh,  Pennsylvania. 

4Department  of  Radiation  Oncology,  University  of  Pennsylvania, 
Philadelphia,  Pennsylvania. 

Abstract 

Through  our  existing  partnership,  our  research  program  has  leveraged 
the  benefits  of  proton  radiation  therapy  through  the  development 
a  robust  telemedicine  solution  for  remote  proton  therapy 
planning.  Our  proof-of-concept  system  provides  a  cost-effective  and 
functional  videoconferencing  desktop  platform  for  both  ad-hoc  and 
scheduled  communication,  as  well  as  a  robust  interface  for  data 
collaboration  (application-sharing  of  a  commercial  radiation  treatment 
planning  package).  Over  a  2-year  period,  our  evaluation  of  this 
model  has  highlighted  the  inherent  benefits  of  this  affordable  remote 
treatment  planning  solution,  i.e.,  (1 )  giving  physicians  the  ability  to 
remotely  participate  in  refining  and  generating  proton  therapy  plans 
via  a  secure  and  robust  Internet2  VPN  tunnel  to  the  University  of 
Pennsylvania’s  commercial  proton  treatment  planning  package;  (2) 
allowing  cancer-care  providers  sending  patients  to  a  proton  treatment 
facility  to  participate  in  treatment  planning  decisions  by 
enabling  referring  or  accepting  providers  to  initiate  ad-hoc,  point-topoint 
communication  with  their  counterparts  to  clarify  and  resolve 
issues  arising  before  or  during  patient  treatment;  and  thus  (3)  allowing 
stewards  of  an  otherwise  highly  centralized  resource  the 
ability  to  encourage  wider  participation  with  and  referrals  to  sparsely 
located  proton  treatment  centers  by  adapting  telemedicine 
techniques  that  allow  sharing  of  proton  therapy  planning  services. 

We  believe  that  our  elegant  and  very  affordable  approach  to  remote 
proton  treatment  planning  opens  the  door  to  greater  worldwide  referrals 
to  the  scarce  resource  of  proton  treatment  units  and  wideranging 
scientific  collaboration,  both  nationally  and  internationally. 

Keywords:  business  administration=economics,  distance  learning, 
remote  treatment  planning 

Introduction 


M 


alignant  neoplasm,  or  cancer,  is  the  second  leading 


cause  of  death  in  the  United  States,  behind  diseases  of 
the  heart.  1  Excluding  carcinoma  in  situ,  basal  cell  and 
squamous  cell  cancers  of  the  skin,  1 .4  million  new 
cancer  cases  are  expected  in  2008.2  As  life  expectancy  and  healthcare 
expenditures  rise,  the  question  of  balancing  innovative  treatment 
delivery  and  cost-effectiveness  becomes  increasingly  relevant.3 
The  implementation  of  a  robust  telemedicine  solution  linking 
strategically  placed  remote  treatment  planning  centers  to  highly 
centralized  proton  radiation  therapy  facilities  may  be  part  of  the 
solution.  Recently  added  to  the  external  beam  radiation  therapy  arsenal, 
proton  beams  have  gained  in  popularity  and  acceptance  in  the 
cancer-care  community. 

The  physical  properties  of  high-energy  proton  beams  include  the 
distinct  ability  to  control  the  range  of  the  beam,  depositing  the  majority 
of  the  dose  deep  in  tissue  at  a  controlled  depth  and  with  no  exit 
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dose  (Bragg  peak).  This  intrinsic  physical  property  lends  proton  beam 
therapy  potential  clinical  benefits.  These  benefits  have  already  been 
demonstrated  clinically  in  improved  local  control  of  tumors  located 

Opinions,  interpretations,  conclusions,  and  recommendations  are  those  of  the  authors  and  are  not  necessarily  endorsed  by  the 
U.S.  Army. 
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in  difficult  locations,  such  as  skull  base  tumors,  that  limit  complete 

surgical  resection  and  limit  high-dose  irradiation  with  conventional 

techniques.4  The  physical  advantages  also  are  being  used  to  decrease 

the  dose  delivered  to  nonnal  and  healthy  tissues  and  potentially 

lower  toxicity  and  morbidity  from  the  radiation  treatments. 6  The 

improvements  in  local  control  and  decreased  irradiation  to  nonnal 

tissues  have  clear  potential  to  improve  survival  rates. 7-10 

Recognizing  the  demonstrated  physical  and  potential  clinical 

benefits  of  proton  radiation  therapy,  the  U.S.  government  funded, 

through  public  law,  a  research  program  designed  to  (1 )  increase  the 

quality  of  care  provided  to  proton  therapy  patients  (design  of  a 

multileaf  collimator,  tissue  inhomogeneity  correction,  and  issues 

relating  to  organ  motion);  and  (2)  implement  a  telemedicine  solution 

for  the  remote  treatment  planning  of  patients  affiliated  with  the 

Department  of  Defense  (DOD). 

This  article  shares  our  design  and  subsequent  evaluation  of  a  remote 
proton  radiation  therapy  prototype  linking  the  Walter  Reed  Army 
Medical  Center  (WRAMC)  in  Washington,  DC,  with  the  Roberts  Proton 
Therapy  Center  at  the  University  of  Pennsylvania  (Penn),  PA.  We  hope 
to  demonstrate  that  our  solution  has  the  potential  to  not  only  facilitate 
point-to-point  communication  between  radiation  oncology  centers 
(physicians  conducting  ad-hoc  calls  fromtheir  desks),  but  also  bring 
convenience  to  WRAMC  cancer  patients  (staged  and  planned  locally, 
thus  reducing  the  time  a  patient  is  away  from  work,  home,  and  family). 

Another  perceived,  inherent  benefit  of  this  telemedicine  research 

program  was  the  potential  greater  acceptance  and  use  of  proton  ra- 

Fig.  1.  Sample  evaluation  of  existing  video  teleconferencing  solutions. 

REMOTE  PROTON  RADIATION  THERAPY  SOLUTION  OVER  INTERNET2 
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diation  therapy  in  cancer  care  (i.e.,  offering  a  sense  of  “ownership”  to 

physicians  involved  in  the  remote  treatment  of  their  patients  when 

local  expertise  and=or  infrastructure  is  unavailable  locally).  11,12  Such 

enhanced  connections  between  care  providers  can  only  benefit  patients, 

who  would  be  the  recipients  of  more  appropriate  and  customized 

care  for  their  particular  case  of  cancer. 

Materials  and  Methods 

Our  investigation  of  existing  solutions  led  us  to  several  products 
(Fig.  1 ).  While  the  appeal  of  Web-based  applications  was  evident 
(hosted  server,  hence  cost-savings),  their  limitations  quickly  disqualified 
them  (inability  to  separate  the  video  teleconferencing  window 
from  the  data-collaboration  window,  video  automatically 
minimized  when  application-sharing  is  enabled,  lack  of  multipoint 
capabilities,  inability  to  integrate  seamlessly  with  existing  technology 
and  share  applications  remotely).  In  addition,  a  number  of  these 
products  seemed  geared  toward  “planned  events”  rather  than  “ad-hoc 
calls.  ”13, 14  Others  still  were  designed  around  the  transfer  of  still 
images. 15-17  While  relevant  for  their  specialties  (pathology,  ophthalmology, 
radiology,  and  so  on),  these  approaches  focused  on  “remote 
reading”  rather  than  “dynamic  remote  planning.”  18 
Among  the  solutions  tested  and  demonstrated,  only  one  met  several 
critical  requirements  of  our  program.  As  a  simple  software  coder- 
decoder  (CODEC)  that  could  be  installed  on  existing  clinical  machines, 

Polycom_  (Pleasantown,  CA)  PVX  allowed  seamless  integration  into 

our  existing  infrastructure  (clinical  workstations  and  dual -monitor 

setup),  as  well  as  the  ability  to  collaborate  remotely  (i.e.,  applicationsharing). 

As  an  Internet  Protocol-based  (IP-H323)  solution,  PVXwould 
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also  integrate  nicely  into  a  newly  deployed  gigabit  network  at 
WRAMC.  An  Integrated  Service  Digital  Network-based  (ISDN-H320) 
approach,  while  potentially  more  robust  and  secure,  19  would  have 
brought  on  additional  costs  (leasing  of  Primary  Rate  Interface  (PRI)  or 
Basic  Rate  Interface  (BRI)  circuits  and  costly,  dedicated  phone  line). 

This  last  variable  wasmade  all  themore  relevant  to  us  in  the  context  of 
trying  to  get  other  Regional  Army  Medical  Centers  and  Proton  Therapy 
Centers  to  emulate  our  efforts,  while  keeping  within  their  budgetary 
constraints. 20-22  The  cost,  at  $120  to  $150  per  license,  was  an  additional, 
quantifiable  benefit. 

Further  evidence  of  the  product’s  attractiveness  was  the  userfriendliness 
of  its  interface.  Once  demonstrated,  we  were  convinced 
that  physicians  would  require  little  to  no  training  to  start  using  the 
application  in  an  operational  setting. 

Embedded  in  its  code,  this  IP -based  desktop  solution  also  allowed 
its  users  to  share  applications  remotely  (T120  protocol)  and  separate 
the  “VTC  window”  from  the  “application-sharing”  window  (  Fig.  2). 
While  the  product  did  not  allow  users  to  participate  in  multipoint 
conferencing  right  out  of  the  box,  it  did  offer  compatibility  with 
existing  bridging  equipment.  (An  internal  three-way  test,  using  our 
own  Tandberg  (Reston,  VA)  6000  Multi -Point  Control  Unit  (MCU), 
confirmed  that  capability). 

Although  residency  training  falls  outside  the  scope  of  this  article, 
we  did  welcome  PVX’s  ability  to  integrate  with  existing  MCUs  to 
accommodate  desktop-driven  conferences  for  more  than  2  participants. 
Indeed,  in  the  context  of  continuing  medical  education  and 
graduate  medical  education,  this  product  provided  a  cost-effective 
platform  to  conduct  both  virtual  tumor  boards,  didactic  lectures  for 
the  residency  training  program,  and  dosimetry  teaching  conferences 
with  participating  institutions  (Penn,  National  Naval  Medical  Center, 
National  Institute  of  Health=National  Cancer  Institute,  and  other  Regional 
Army  Medical  Centers).23-25  Bringing  the  cumulative  expertise 
of  all  oncology  specialties  (gynecological,  medical,  pediatric,  surgical, 
and  radiation)  to  extend  collaboration  and  education  among  the 
cancer-care  community  sounded  like  a  very  attractive  proposition. 26 
Our  initial  tests  on  the  WRAMC  network,  using  existing  workstations, 
yielded  subpar  results,  with  CPU  use  fluctuating  between 
40%  for  a  dual-core  PC  to  100%  for  a  single-core  PC.  While  the  video 
did  show  acceptable  frame  rates  (15),  the  quality  of  the  image  was 
relatively  poor  (320  ■  240  pixels,  or  Quarter  Video  Graphics  Array 
(QVGA),  actual  versus  640  ■  480,  or  Video  Graphics  Array  (VGA), 

Fig.  2.  Single  monitor  with  a  three-window  setup  showing  the 
application  being  shared  (top)  and  the  two  near-end  and  far-end 
video  transmissions  (bottom  left,  Walter  Reed  Army  Medical 
Center;  bottom  right,  University  of  Pennsylvania). 

BELARDETAL. 

1000  TELEMEDICINE  and  e-HEALTH  DECEMBER  2009 
expected).  The  application-sharing  portion  of  the  test  also  yielded 
disappointing  results,  with  frame  rates  ranging  from  four  to  eight. 

Given  those  results,  it  was  suggested  by  the  WRAMC  Directorate  of 
Information  Management  that  we  acquire  new  dual -core  computers 
as  well  as  migrate  our  solution  over  Internet2  (whose  utilization  was 
estimated  to  be  between  10%  and  15%).  One  of  the  appeals  of  this 
hybrid  optical-packet  network  rested  in  its  ability  to  eventually  offer 
100  megabits  per  second  of  connectivity  between  every  Internet2 
Network  connected  desktop.  Limited  to  the  spheres  of  academia  and 
research,  it  was  also  immune  from  the  Defense  Information  Systems 
Agency  rules  governing  access  DOD-managed  networks.  Finally, 
while  WRAMC  had  access  to  this  resource  via  the  MANVT  project, 

Penn  was  also  connected  via  a  Mid -Atlantic  Point  of  Presence.  Given 
the  graphic-intensive  nature  of  our  telemedicine  program,  bandwidth 
was  viewed  as  a  critical  factor  for  success. 27 
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In  order  to  comply  with  the  Healthcare  Information  Portability  and 
Accountability  Act,  a  Virtual  Private  Network  (VPN)  tunnel  was 
configured  between  two  SSG-5  Juniper  routers  to  create  a  secured 
pipe  between  WRAMC  and  Penn  (  Juniper  Networks’  products  meet  a 
wide  range  of  ISO  17799  guidelines). 

The  PC  units  purchased  to  conduct  these  tests  were  dual -core  Dell 
(Round  Rock,  TX)  Precision  380  workstations  (3.2  GHz  -2),  with  2GB 
of  RAM.  These  computers  were  equipped  with  NVidia  (Santa  Clara, 

CA)  Quadro  FX3450  video  cards  (256  MB)  and  ran  on 
Windows  XP  SP2  (Microsoft,  Redmond,  WA).  The  decision 
to  settle  on  these  units  was  derived  from  our  previous  experiences 
running  PVX  on  our  fastest  clinical  machine, 
whose  specifications  closely  matched  those  listed  above. 

While  the  Polycom  PVX  install  was  minimal  (44  MB),  we  did 
encounter  a  problem  with  the  application-sharing  function 
being  disabled  when  patched  to  version  8.0.2.  Reverting 
back  to  version  8.0.1  did  solve  the  problem,  with  no  loss 
and=or  degradation  of  other  capabilities.  The  PVX  platform 
was  also  paired  with  a  Logitech  (Fremont,  CA)  QuickCam_ 

Pro  5000. 

So  as  to  maximize  the  efficiency  of  the  processor=memory, 
no  other  applications  were  installed  on  these  machines.  In 
addition,  for  security  reasons,  the  machines  located  at 
WRAMC  connected  to  Intemet2  were  isolated  from  those  on 
the  WRAMC  LAN,  with  the  “tennis  shoe  network”  (thumb 
drives)  used  to  transfer  needed  image  files  (Fig.  3). 

Results 

Our  initial  point-to-point  tests  with  the  Penn  Radiation  Therapy 
department  were  conducted  at  a  call  rate  of  1,920  kilobits  per  second 
(Kbps).  A  single  21 -inch  monitor  was  used.  The  CPU  charge  fluctuated 
between  35%  and  40%  (with  300MB  of  memory  use).  The 
quality  of  the  video  remained  stable  at  15  frames  per  second  (FPS) 

(V GA  quality),  although  greater  movement  on  camera  would  have  an 
adverse  impact  on  the  fluidity  of  the  video  transmission.28,29 
When  subsequent  calls  were  made  at  384  Kbps,  the  CPU  load 
dipped  to  around  30%  with  no  decrease  in  audio=video  quality.  We 
have  yet  to  find  an  explanation  for  the  call  rate  needing  to  be  higher 
than  384  Kbps.  Desktop  sharing  and  application  sharing  worked  as 
expected:  quality  of  far-end  video  dropped  to  QVGA  (30  FPS)  while 
content  was  being  shared  at  a  reasonable  7  FPS  (XVGA).  These  initial 
tests  confirmed  that  the  VPN  connection  over  Intemet2  was  a  solid 
networking  platform  for  our  telemedicine  link. 

Further  optimization  of  the  CODEC  was  subsequently  performed: 

(1)  alteration  of  the  PVX  configuration  file  (forcing  the  recognition  of 
dual-core  processors),  and  (2)  tweaking  of  the  audio=video=network 
settings  to  account  for  greater  processing  power  (enabling  people|Dcontent, 

H239,  H264,  VGA  encoding,  and  allocation  of  maximum 
processing  power  to  Polycom  when  running). 

Several  tests  by  staff  radiation  oncologists  at  Walter  Reed  and 
Penn  ensued.  The  video  was  consistently  broadcasted  at  15  FPS  over 
a  384  Kbps  link,  and  control  of  the  commercial  radiation  treatment 
Fig.  3.  Diagram  of  proposed  solution  (over  Internet2). 
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planning  package  Eclipse  (V arian  Medical  Systems,  Palo  Alto,  CA) 

was  seamlessly  shared  back  and  forth.  The  application  being  shared 

was  accessed  through  the  “remote  desktop”  function  embedded  in  the 

Windows  XP  SP2  Operating  System  (accessible  via  the  Accessories 

folder  under  All  Programs).  Because  our  prototype  was  registered  on 

the  University  of  Pennsylvania’s  health  network,  we  were  able  to 

subsequently  take  control  of  and  manipulate  Penn’s  commercial 

treatment  planning  system. 
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Running  PVX  on  a  dual-monitor  setup  (21 -inch  for  applicationsharing 
and  17-inch  for  VTC)  further  improved  the  solution  by  optimizing 
work  management  (maximized  window  for  Eclipse)  while 
providing  uninterrupted  visual  communication.  Our  tests  did  point 
out  that  users  had  to  adopt  the  screen  resolution  of  the  “host”  PC  (the 
one  on  which  the  application  resides)  for  optimal  screen  viewing. 

This  presented  a  minor  challenge,  which  ultimately  required  very 
little  tweaking  (both  sites  simply  needed  to  agree  on  a  common 
resolution  for  all  PCs  used  in  the  test). 

To  prepare  for  an  actual  test  of  the  solution  (live  optimization  of 
a  treatment  plan  via  VTC),  DICOM-RT  imaging  sets  were  uploaded  to 
a  shared  folder  residing  on  the  Penn  Radiation  Oncology  server 
(DICOM-RT  refers  to  a  Radiation  Therapy  specific  format  used  for  the 
storage  and  transfer  of  Digital  Imaging  and  Communications  in 
Medicine  [DICOM]  files).  Several  series  of  tests  were  subsequently 
conducted  to  ascertain  the  user-friendliness  and  limitations  of  the 
point-to-point  solution. 

Two  plans  were  opened  to  test  the  robustness  of  the  system 

(one  phantom  and  one  actual,  “sanitized”  plan,  i.e.,  with  patientidentifiable 

data  stripped  from  the  image  set).  Users  were  asked  to  rate 

the  user-friendliness  of  the  solution  as  either  poor  (extreme  delay; 

nondynamic),  fair  (some  delay  but  still  usable),  or  excellent  (near 

real-time  feedback).  While  not  as  crucial  as  in  telesurgery, 30  the 

fluidity  of  video  transmission  needed  to  be  monitored. 

The  frame  rate  for  the  application-sharing  portion  of  the  call  was 
rated  from  “fair”  for  the  real-time  3-D  rendered  setup  of  the  radiation 
field  on  the  virtually  reconstructed  patient,  to  “excellent”  for  computerized 
tomography  (CT)  viewing  and  CT  contouring.  We  concluded 
that  the  lower  frame  rates  recorded  in  the  graphics-intensive 
FIELDS  section  result  from  bandwidth  limitations,  a  parameter  over 
which  we  have  no  control.  However,  in  the  context  of  fiberoptic 
being  deployed  at  an  increasing  rate,  we  are  hopeful  that  the  efficiency 
of  the  solution  can  only  improve  over  time. 

Additional  tests  were  conducted  by  our  department’s  medical 
physicists,  during  which  a  dummy  treatment  plan  was  used  for  the 
purpose  of  evaluating  the  user  friendliness  of  the  interface.  The  absence 
of  a  calculation  engine  on  this  version  of  the  Eclipse  package  did 
limit  the  scope  of  the  evaluation,  but  all  participants  came  out  pleased 
with  the  solution,  going  so  far  as  to  use  the  term  “deployable.” 

Discussion 

Our  research  grant  has  put  us  in  the  unique  position  to  design  a 
prototype  for  a  functional,  point-to-point,  remote  proton  therapy 
planning  tool.  Our  research  program  believes  that  Polycom  PVX, 
coupled  with  a  Logitech  QuickCam  Pro  5000  or  equivalent,  provides  a 
cost-effective  solution  to  allow  for  both  audio-video  communication 
and  data  collaboration. 

In  the  context  of  remote  care  being  administered  by  satellite 

clinics, 31  this  inexpensive  yet  potent  solution  brings  about  new  opportunities 

for  not  only  remote  treatment,  but  also  virtual  desktopto- 

desktop  collaboration  in  other  clinical  areas  of  interest  (virtual 

tumor  boards  in  cancer  care,  for  example,  to  view  diagnostic  images 

of  potential  referrals  for  treatment  before  the  treatment  planning 

begins,  as  well  as  didactic  opportunities  for  the  teaching  of  medical 

residents),  provided  the  hardware  fielded  by  each  user  can  accommodate 

the  somewhat  demanding  requirements  of  the  PVX  package. 

Although  not  compulsory,  the  dual -monitor  setup  does  provide 
better  workspace  management  by  dividing  the  two  portions  of  calls 
(VTC  and  data  collaboration).  Considering  that  most  physicians  in 
our  radiation  oncology  department  already  use  two  monitors,  our 
proposed  setup  works  well  within  the  existing  framework  (singlemonitor 
setups  may  also  work,  at  the  expense  of  screen  resolution 
used  for  application-sharing).  We  further  believe  that  by  not  having 
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the  audio=video  window  minimized,  there  is  a  continuity  of  communication, 
of  which  visual  cues  are  an  integral  part  (as  one  example, 
the  recognition  of  when  the  other  party  is  “tuning  out”  when 
interrupted  and  on  mute,  and  not  really  engaged  in  the  current  topic 
of  the  VTC). 

This  prototype  solution  does  have  its  limitations,  however,  which 
is  why  it  has  yet  to  be  deployed.  First  and  foremost,  this  low-cost 
approach  limits  itself  to  point-to-point  calls;  beyond  two  users,  a 
MCU  would  have  to  be  purchased  to  manage  the  technical  complexities 
intrinsic  to  multipoint  video  teleconferencing.  With  a 
maintenance  contract  and  a  server,  a  low-end  bridge  (Radvision_ 

(Fair  Lawn,  NJ)  Scopia_  12,  Polycom  MGC-25)  can  cost  anywhere 
from  $30,000  to  $40,000,  a  figure  that  dwarfs  in  size  the  aggregate 
cost  of  a  few  PVX  licenses. 

The  question  of  using  either  IP  or  ISDN  systems  was  also  examined 
and  while  both  have  their  own  sets  of  advantages, 32  the  additional 
cost  associated  with  the  latter  (leasing  of  a  line,  purchase  of  a 
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gateway  to  allow  for  data  collaboration)  tilted  the  balance  in  favor  of 

a  network-based  approach. 

As  corporations  move  toward  large-scale  boardroom  systems 
(RealPresenceTM,  Polycom)  and=or  monitor-size  hardware-based 
VSX700  or  HDX4000  CODECs,  we  do  wonder  if  maintenance  releases 
for  PVX  will  keep  up  with  the  requirements  of  programs  like  ours. 

This  concern  stems  from  the  release  of  the  latest  patch  (version  8.0.4, 
released  June  2007),  which  brought  compatibility  with  Windows 
Vista  and  dual-core  processors,  but  removed  support  for  the  T120 
application-sharing  protocol  altogether. 

Using  a  VPN  has  several  advantages,  such  as  transferring  provider 
notes,  radiology  reports,  DICOM,  or  other  graphic  fonnats  depicting 
patient  imaging  data  (which  can  be  viewed  through  the  treatment 
planning  application  or  other  viewing  packages).  This  approach 
further  ensures  that  any  contextual  data  exchanged  between  the  two 
institutions  (which  are  using  the  same  treatment  planning  application) 
would  completely  safeguard  patients’  personal  health  information. 

Virtual  tumor  boards  are  also  useful,  as  a  separate  event,  to 
actually  make  the  decision  about  treatment  and  share  related  data, 
usually  in  advance  of  the  treatment  planning  process. 

Following  comprehensive  testing  over  a  period  of  2  years,  we  still 
view  PVX  as  a  cost-effective  solution  whose  strengths  lie  in  its  wideranging 
applications,  from  virtual  tumor  boards  to  patient-doctor 
consults.  Its  user-friendly  interface  and  robust  image-processing 
CODEC  make  it  ideal  for  small-scale  telemedicine  programs  focused 
on  point-to-point  communications. 

Due  to  PVX  version  8.0.  l’s  use  of  the  T120  protocol  to  accomplish 
application-sharing,  it  is  not  supported  by  the  United  States  Army 
Medical  Information  Technology  Centers,  and  therefore,  not  a  viable 
option  for  DOD  medical  centers.  With  the  emergence  of  sophisticated 
cooperative-Web  solutions,  it  is  very  likely  that  they  could  be  used  in 
the  place  of  PVX  without  the  security  vulnerabilities  of  using  a  T120 
protocol.  However,  based  on  the  cooperative-Web  solutions  we  have 
tested  to  date  and  their  relatively  poor  video  and  audio  quality,  we  are 
pursuing  a  hybrid  solution  combining  a  traditional  VTC  hardware 
CODEC  paired  with  a  cooperative-Web  enabled  application.  For 
networks  that  allow  T120  sharing,  we  are  convinced  that  the  desktop 
software  CODEC  solution  we  have  tested  and  presented  is  an  outstanding 
solution  for  remote  radiation  treatment  planning;  nevertheless, 
because  security  vulnerabilities  are  an  increasing  concern 
across  all  networks,  further  investigation  is  required. 

Conclusions 

Our  experience  with  Polycom  PVX  demonstrates  that  a  simple 
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desktop  VTC  CODEC  can  provide  a  powerful  and  cost-effective  solution 
for  clinicians  seeking  to  offer  remote  treatment  capabilities  for 
their  satellite  institution. 
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Abstract 

Objectives:  Proton  radiotherapy  is  a  relatively  scarce  treatment  modality 
in  radiation  oncology,  with  only  nine  centers  currently  operating 
in  the  United  States.  Funded  by  Public  Law  107-248,  the  University  of 
Pennsylvania  and  the  Walter  Reed  Army  Medical  Center  have  developed 
a  remote  proton  radiation  therapy  solution  with  the  goals  of 
improving  access  to  proton  radiation  therapy  for  Department  of  Defense 
(DoD)  beneficiaries  while  minimizing  treatment  delays  and  time 
spent  away  from  home/work  (time  savings  of  up  to  3  weeks  per  patient). 

Materials  and  Methods:  To  meet  both  Health  Insurance  Portability 
and  Accountability  Act  guidelines  and  the  more  stringent 
security  restrictions  imposed  by  the  DoD,  our  program  developed  a 
hybrid  remote  proton  radiation  therapy  solution  merging  a  CITRIX 
server  with  a  JITIC-certified  (  Joint  Interoperability  Test  Command) 
desktop  videoconferencing  unit.  This  conduit,  thoroughly  tested  over  a 
period  of  6  months,  integrates  both  institutions’  radiation  oncology 
treatment  planning  infrastructures  into  a  single  entity  for  DoD  patients’ 
treatment  planning  and  delivery.  Results:  This  telemedicine 
solution  enables  DoD  radiation  oncologists  and  medical  physicists  the 
ability  to  (1)  remotely  access  a  proton  therapy  treatment  planning 
platform,  (2)  transfer  patient  plans  securely  to  the  University  of 
Pennsylvania  patient  database,  and  (3)  initiate  ad-hoc  point-to-point 
and  multipoint  videoconferences  to  dynamically  optimize  and  validate 
treatment  plans.  Conclusions:  Our  robust  and  secure  remote  treatment 
planning  solution  grants  DoD  patients  not  only  access  to  a  state-ofthe- 
art  treatment  modality,  but  also  participation  in  the  treatment 
planning  process  by  Walter  Reed  Army  Medical  Center  radiation 
oncologists  and  medical  physicists.  This  telemedicine  system  has  the 
potential  to  lead  to  a  greater  integration  of  military  treatment  facilities 
and/or  satellite  clinics  into  regional  proton  therapy  centers. 

Keywords:  Cancer,  radiation  therapy,  virtual  medical  simulation, 
remote  treatment  planning 

Introduction 


A 

m  mccording  to  the  National  Center  for  Health  Statistics,  one 

in  four  deaths  in  the  United  States  is  due  to  cancer.  1  In 

the  arsenal  of  treatment  modalities  used  to  manage  the 

disease,  proton  radiation  therapy  is  a  relatively  new 

weapon.  Because  the  technology  involved  in  producing  and  delivering 

protons  is  quite  complex,  the  cost  of  developing  multiroom 
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proton  therapy  centers  is  significant  (anywhere  between 

$150  and  $250  million  dollars  depending  on  the  number  of  gantries 

deployed).  At  the  time  of  writing  this  article,  there  were  only 

nine  centers  in  the  United  States  offering  comprehensive  proton 

radiotherapy. 

Through  public  law,  a  partnership  was  established  in  2004  between 
the  hospital  at  the  University  of  Pennsylvania  (UPenn)  (Roberts 
Proton  Therapy  Center)  and  the  Walter  Reed  Army  Medical  Center 
(WRAMC)  (Department  of  Radiology-Radiation  Oncology  Service)  to 
engage  in  several  areas  of  research  as  it  pertains  to  the  delivery  of 
proton  radiation  therapy.  One  of  the  goals  of  this  grant  was  the 
development  of  a  robust  remote  proton  radiotherapy  treatment 
planning  system  to  (1 )  facilitate  the  determination  of  protocol  eligibility 
and  enrollment  at  the  local  level,  (2)  eliminate  duplicate 
consultations  by  different  radiation  oncologists,  duplicate  tumor 
board  reviews,  and  duplicate  image  staging,  and  (3)  significantly 
reduce  the  patient’s  time  away  from  work  and  family  by  performing 
the  entire  treatment  planning  process  remotely  (i.e.,  simulation, 
fabrication  of  immobilization  devices,  contouring,  plan  creation, 
dose  calculation,  and  plan  approval  and  prescription).  Although 
the  field  of  radiation  oncology  has  used  telemedicine  in  the  recent 
past, 2-6, 34  and  more  specifically,  as  it  applies  to  both  Department  of 
Defense  (DoD)  and  Veterans  Affairs  beneficiaries, 7, 8  we  believe  our 
solution  pushes  a  new  frontier. 

Materials  and  Methods 

Building  upon  our  experience  with  the  “Remote  Proton  Radiation 
Therapy  over  Intemet2”  proto  type, 9  our  research  program 
has  developed  a  hybrid  telemedicine  solution  that  offers 
the  following  functionalities  to  the  remote  cancer-care  provider: 

(1 )  ability  to  conduct  both  planned  or  ad-hoc  high-definition 
audio-videoconferences  with  one  or  more  sites,  (2)  ability  to 
upload  treatment  plans  to  a  shared  folder  via  a  secure  VPN 
connection,  (3)  sharing  of  treatment  planning  applications  with 
authorized  users  for  the  purpose  of  optimizing/validating  prescriptions, 
and  (4)  seamless  integration  of  the  hybrid  design  with 
existing  multipoint  control  units  (MCU)  for  calls  involving  more 
than  two  sites. 
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This  hybrid  solution  merges  a  high-definition  video 

teleconferencing  (VTC)  unit  configured  over  an 

integrated  services  digital  network  (ISDN),io,n  with 

an  internet  protocol  (IP)i2CITRIX  client.  Before  selecting 

a  desktop  VTC  unit,  our  research  program 

looked  at  all  available  models  from  both  Polycom  and 

Tandberg.  Demonstrations  at  the  American  Telemedicine 

Association  Annual  Meeting  (Nashville, 

2007  and  Seattle,  2008)  and  in-house  (Directorate  of 

Information  Management)  confirmed  that  all  units 

would  meet  our  requirements  in  terms  of  connectivity 

(IP)  and  quality  (minimum  of  640  by  480  pixels).  Our 

engineers  seemed  to  have  a  slight  preference  for  the 

Tandberg  models,  for  both  their  JITIC  (  Joint  Interoperability 

Test  Command)  certification  and  their 

substantial  use  within  the  DoD  network.  Once  confronted 

with  the  option  of  going  either  SD  (standard 

definition  or  480i  max  resolution)  or  HD  (high  definition 

or  1080i/720p  max  resolution),  we  opted  for 

the  latter,  anticipating  that  future  improvements  in 

network  capabilities  would  result  in  improved  visual 

content  for  the  users. 

Our  choice  was  the  Tandberg  1700  MXP,  a  20-inch  widescreen 
LCD  with  a  high-definition  audio-videoconferencing  unit  equipped 
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with  a  built-in  HD  camera.  Of  the  four  units  we  initially  purchased, 
two  had  the  embedded  multisite  functionality,  thus  turning  them  into 
a  portable  MCU  for  up  to  four  sites.  The  Tandberg  further  gave  the 
ability  to  place  calls  up  to  2  megabits-per-second  with  H.235  encryption. 
With  true  CD-quality  audio,  protection  against  network 
interruptions  for  point-to-point  calls,  and  superior  video  quality 
(H.264  standard),  the  1700MXP  seemed  like  a  very  robust  desktop 
HD  VTC  solution.  Finally,  the  1700  could  also  serve  as  a  PC  monitor, 
thus  doubling  the  virtual  workspace  of  physicians. 

Three  of  these  hardware  codecs  were  initially  purchased  for 
evaluation,  at  a  cost  of  $8,000  per  unit.  Two  were  placed  at  the 
WRAMC  (Radiation  Oncology  Service)  and  one  at  the  UPenn  (Department 
of  Radiation  Oncology).  The  three  units  were  configured 
over  their  respective  networks  (MEDNET  and  UPHS). 

For  the  two  Walter  Reed  units,  connectivity  was  achieved  via  an  IP 
connection  from  the  endpoint  itself  to  a  Tandberg  Codian  gateway. 

Both  were  assigned  phone  numbers  by  the  United  States  Army 
Medical  Information  Technology  Center  (USAMITC);  calls  placed 
from  these  units  are  therefore  IP  pre-gateway  and  ISDN  post-gateway. 
UPenn  is  using  a  similar  setup  at  their  end,  having  their  endpoint 
connected  via  IP  to  their  Polycom  RMX  2000  bridge  and  also 
registered  with  their  gatekeeper/gateway  for  ISDN  calls. 

Our  current  setup  (Figs.  1  and  2)  pairs  a  Tandberg  1700MXP  with  a 
standard  21 -inch  flat-screen  liquid  crystal  display  linked  to  a  clinical 
computer.  For  its  application-sharing  function,  our  research  program 
initially  selected  Defense  Connect  Online  (DCO),  an  Adobe  Connect 
product  developed  for  the  DoD.  We  tested  both  the  DoD  version  and 
the  commercial  version  of  the  core  product.  Both  of  those  allowed  us 
to  evaluate  window  management  (note,  chat,  attendee  list,  camera, 
share),  as  well  as  application  sharing.  DCO,  based  on  the  professional 
version  of  Adobe  Connect,  also  offered  additional  functionalities,  but 
those  were  of  no  particular  benefit  to  our  program  (meeting 
recordings,  administration  and  reporting,  large  events  and  polling, 
etc.). 

Although  free,  DCO  came  with  several  drawbacks:  (1)  only  individuals 

affiliated  with  the  DoD  can  create  an  account  and  therefore 

open  a  room  for  data  collaboration  and  (2)  calls  have  the  potential  to 

be  recorded  and  subsequently  reviewed  by  staff  who  did  not  receive 

Health  Insurance  Portability  and  Accountability  Act  (HIPAA)  certification. 

Because  the  risk  of  compromising  a  patient’s  protected 

health  infonnation  was  very  real,  our  program  decided  to  abandon 

this  platform  to  focus  instead  on  a  CITRIX  client  for  both  the  secure 

transfer  of  patient  files  and  the  sharing  of  the  treatment  planning 

application. 

CITRIX  is  a  powerful  application  granting  users  not  only  the 
ability  to  transfer  files  securely  from  their  local  workstation  to  a 
remote  site,  but  also  take  control  of  an  application  remotely.  In  addition, 
the  “shadowing”  function  allows  the  far  user  to  also  take  part 
in  any  remote  session,  thus  offering  the  ability  to  collaborate 
dynamically  in  real  time.  CITRIX  is  not  only  endorsed  by  the  DoD,  but 
also  certified  to  meet  all  current  HIPAA  requirements.  The  application 
being  accessed  via  CITRIX  is  an  Eclipse  treatment  planning 
platform  (Varian  Medical  Systems),  enabled  for  both  photon  and 
proton  calculations. 

A  CITRIX  server  was  purchased  by  the  research  program  and 
subsequently  configured  on  the  UPHS  network;  20  licenses  were  also 
acquired  for  our  users.  The  evaluation  itself  was  performed  on 
a  UPenn  system  temporarily  dedicated  for  DoD  use  (ultimately, 
a  Walter  Reed  Eclipse  workstation  has  to  be  transferred  to  the 
UPenn  as  part  of  this  comprehensive  solution). 

Fig.  1 .  Schematics  of  the  hybrid  solution  (part  1 ). 
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Results 

As  the  solution  was  being  designed,  our  program  developed  a 
standard  operating  procedure  (SOP)  to  account  for  the  inclusion  of 
telemedicine  equipment  for  both  communication  and  treatment 
planning  purposes.  Tests  were  conducted  over  a  period  of  a  year  and  a 
half  to  ascertain  the  robustness  of  the  solution.  Although  the  SOP 
offers  two  alternative  ways  of  conducting  proton  treatment  planning, 
our  evaluation  focused  on  “remote  planning  on  Penn  server  from 
DoD  MTF”  (Fig.  3),  which  we  feel  provides  the  greatest  benefit  to  the 
telemedicine  community. 

The  testing  of  the  VTC  link  itself  took  about  12  months,  as  connectivity 
problems  persisted  despite  numerous  software  refreshes  and 
reconfigurations.  Although  both  Tandberg  and  Polycom  equipments 
are  intended  to  follow  industry  standards,  compatibility  issues  prevented 
us  from  achieving  full  bilateral  connectivity  (failure  by  UPenn 
to  receive  video)  until  the  Tandberg  development  team  was  able  to 
replicate  and  test  our  setup  in  their  own  laboratory.  Once  the  issue 
had  been  identified  and  corrected,  a  patch  was  applied  to  the  Codian 
gateway,  the  Tandberg  device  that  integrates  ISDN  and  IP  networks. 

Since  then,  our  two  sites  have  been  able  to  enjoy  full  bilateral  connectivity 
(audio  and  video). 

The  feedback  from  users  has  been  overwhelmingly  positive.  Time 
delay,  a  limit  of  both  hardware  and  bandwidth,  13,14  is  a  problem  often 
reported  by  users  of  telemedicine  systems.  Our  solution  offers  not 
only  real-time  feedback, 15,16  but  also  fluidity  of  motion  and  optimal 
resolutionn  for  treatment  planning. 

Patient  selection  and  enrollment  occurs  either  on-site  (weekly 

rotation  of  DoD  radiation  oncologists  to  UPenn)  or  remotely  (telemedicine 

solution).  Once  enrolled  into  a  proton  radiotherapy  course 

of  treatment,  the  DoD  patient  is  scanned  at  Walter  Reed 

and  the  CT  sets  acquired  are  subsequently  transferred 

from  the  servers  to  the  local  drive  of  the  user’s  treatment 

planning  workstation. 

The  CITRIX  application  itself  is  launched  through  a 
small  “executable”  (CITRIX  Secure  Access  Client).  Once 
the  connection  is  established,  users  can  then  access  the 
UPenn  Intranet  (UPHSNET)  and,  subsequently,  the 
treatment  planning  application.  The  CITRIX  encryption 
technology  (AES  256-bit)  guarantees  the  integrity  of 
any  protected  health  information  being  transmitted 
over  the  Internet,  as  required  by  HIPAA.  The  UPenn 
Health  System  created  a  specific  “user  group”  with 
rights  to  access  the  treatment  planning  package.  Each 
user  within  that  group  (radiation  oncologists,  medical 
physicists,  and  dosimetrists)  was  assigned  a  specific 
login  and  password  combination  for  both  CITRIX  and 
Eclipse  access,  further  strengthening  security. 

Once  the  user  has  taken  control  of  the  workstation 
located  at  the  UPenn  (used  to  contour  nonnal  structures/ 
targets  and  design  treatment  plans),  the  mapped  “C:” 
drive  allows  the  user  to  seamlessly  import  these  files 
into  the  Eclipse  software;  the  treatment  plan  subsequently 
generated  is  automatically  saved  on  the  UPenn 
patient  server  (i.e.,  no  manual  transfer  of  files  required). 

Any  issues  arising  during  the  planning  process,  or  the  treatment 
itself,  give  rise  to  an  ad-hoc  call  using  the  Tandberg  1700MXP  audio¬ 
videoconferencing  units  to  examine  and  troubleshoot  the  issue 
dynamically. 

This  hybrid  solution  not  only  ensures  the  involvement  of  a  DoD 
radiation  oncologist  in  the  proton  planning  of  his  or  her  patients,  but 
also  prevents  a  certain  degree  of  redundancy,  such  as  rescanning  of 
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patients  (a  time  saving  of  up  to  several  weeks)  or  restaging  (identical 
immobilization  devices  at  both  sites). 

Although  our  tests  relied  on  three  units  (two  of  which  had  the 
multisite  functionality),  this  SOP  assumes  that  all  caregivers  involved  in 
remote  proton  planning  will  be  equipped  with  both  a  high-definition 
desktop  VTC  unit  (Tandberg  1700MXP  or  Polycom  4000  HDX)  and  a 
CITRIX  client  on  their  treatment  planning  workstation. 

Discussion 

As  network  and  computing  capabilities  improve,  telemedicine  is 
increasingly  moving  away  from  the  now  relatively  trivial  transfer  of 
static  imagesi8-2oto  more  complex  clinical  activities,  such  as  telesurgery 
21  or,  in  our  case,  dynamic  treatment  planning. 

As  reported  in  our  previous  publication,  our  initial  prototype  did 
not  move  past  the  testing  phase,  but  we  hope  that  satellite  institutions 
will  still  view  the  Polycom  PVX  software  solution  as  a  costeffective 
and  worthwhile  solution  to  conduct  point-to-point  (and 
multipoint,  should  a  bridge  be  available  as  a  resource)  VGA-quality 
audio-videoconferences.  In  addition,  its  data  collaboration  features, 
whether  those  take  the  form  of  sharing  a  desktop  (still  images)  or 
an  application  (dynamic  collaboration),  can  greatly  enhance  the 
Fig.  2.  Schematics  of  the  hybrid  solution  (part  2). 

REMOTE  PROTON  RADIOTHERAPY  TREATMENT  PLANNING 
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experience  of  far-site  physicians  seeking  increased  “involvement” 
in  the  treatment  of  their  patients.  In  particular,  we  did  welcome  the 
capabilities  of  PVX  to  integrate  with  existing  MCUs  to  accommodate 
desktop-driven  conferences  for  more  than  two  participants. 

For  the  field  of  radiation  oncology,  this  product  could  provide 
main  hospitals  and  their  satellite  institutions  with  a  cost-effective 
platform  to  conduct  both  virtual  tumor  boards  and  dosimetry 
conferences  with  participating  institutions. 22-25  Although  this 
prototype  solution  was  not  adopted  by  our  program,  the  lessons 
learned  enabled  us  to  develop  the  vastly  superior  system  we  have 
now  (Fig.  4). 

The  choice  to  go  with  a  hybrid  system,  one  relying  on 
ISDN  and  IP  rather  than  IP  alone,  was  guided  by  the  fact 
that  a  DoD-run  network  exists  to  run  audio-videoconferencing 
(MEDNET  VLAN).  We  were  further  assured  by 
the  Walter  Reed  Directorate  of  Information  Management 
that  conducting  VTCs  over  an  ISDN  line  was  a  much  more 
robust  and  secure  approach.26  Respecting  patient  privacy, 
and  data  security  as  a  whole,  we  went  by  the 
guidelines  offered  to  us  and  therefore  went  for  an  ISDN 
videoconferencing  solution. 

Our  hybrid  remote  proton  therapy  treatment  planning 
solution  not  only  improves  access  to  a  scarce  treatment 
modality27,28  for  both  patient  and  provider,  as  a  telemedicine 
solution,  but  also  has  the  potential  to  bring  the 
cumulative  expertise  of  all  oncology  specialties  (gynecological, 
medical,  pediatric,  surgical,  and  radiation)  to 
extend  collaboration  and  education  among  the  cancercare 
community.29-32 

Although  the  cost  of  the  hardware  may  present  a 

budgetary  challenge  for  smaller  clinics, 33  the  approach 

we  propose  will  naturally  scale  upward  as  network  capacities 

are  expanding,  giving  users  the  ability  to  see  and 

hear  in  high  definition,  while  engaging  in  the  real-time 

remote  manipulation  of  complex  treatment  plans.  The 

solution  also  gives  users  the  ability  to  seamlessly  interact, 

as  if  working  side  by  side.  The  benefit  to  our  patient 

community  is  also  very  real  and  quantifiable,  as  their  time  relocating 

to  Philadelphia  for  treatment  will  be  minimized  because  of  the  existence 
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of  this  telemedicine  solution  (needlessness  of  repeating  scans, 
simulations,  and  planning  of  treatment);  in  routine  cases,  the  net  time 
savings  associated  with  this  solution  is  estimated  to  be  between  1  and 

3  weeks  per  patient. 

Conclusions 

Our  robust  remote  treatment  planning  telemedicine  solution  offers 
a  path  toward  greater  integration  of  military  treatment  facilities,  or 
satellite  clinics,  into  regional  proton  therapy  centers. 

Fig.  3.  Standard  operation  procedure  (SOP)  flowchart  for  the  use  of  this  solution 
in  radiation  therapy. 

Fig.  4.  Strengths  and  weaknesses  of  both  solutions. 
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